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EXECUm^E  SUMMARY 


The  Ultraviolet  Plume  Instrument  (UVPI)  is  a  calibrated,  plume-tracking  instrument  flown  on  the 
Naval  Research  Laboratory’s  Low-power  Atmospheric  Compensation  Experiment  (LACE)  satellite.  The 
UVPI's  primary  mission  was  to  collect  images  of  rocket  plumes  in  the  ultraviolet  wavelengths.  Its 
secondary  mission  was  to  collect  background  image  data  of  Earth,  Earth's  limb,  and  celestial  objects  in 
the  near  and  middle  ultraviolet  wavebands.  The  UVPI  successfully  collected  image  data  from  four 
rocket  launches,  one  ground  bum  of  a  rocket,  and  many  background  observations. 

This  report  describes  the  procedures  followed  in  calibrating  the  UVPI,  presents  final  instrument 
response  functions  for  use  in  subsequent  data  reduction  and  analysis,  and  provides  conversion  constants 
useful  for  revising  data  values  contained  on  data  tapes  and  in  completed  rocket  plume  reports. 

Parameters  and  factors  |  to  convert  UVPI  data  from  digital  numbers  to  photoevents  are  discussed. 
These  include  noise  of  various  types,  uniformity  of  response  of  the  pixel  array,  and  wavelength- 
independent  terms  such  as  gain  conversion  factors.  This  report  also  shows  how  little  the  calibration  of 
the  UVPI  changed  during  more  than  two  years  of  operation  in  space.  Two  multiplicative  factors,  one  for 
each  of  the  UVPI's  cameras,  are  given  for  revising  photoevent  counts  and  rates  contained  on  the 
delivered  data  tapes  and  in  tjie  rocket  plume  reports  to  base  them  on  the  final  calibration  values. 

Wavelength-dependent  factors  such  as  the  net  quantum  efficiency  are  also  discussed,  as  well  as  their 
effect  on  radiometric  values  derived  from  photoevent  counts  based  on  earlier  calibration  values.  Five 
multiplicative  factors,  one  fbr  the  tracker  camera  and  one  for  each  of  the  four  plume-camera  filters,  are 
given  for  revising  radiometric  values  contained  in  the  rocket-plume  reports  to  base  the  reports  on  the 
final  calibration  values.  T^ese  multiplicative  factors  range  from  0.793  to  0.950.  Application  of  these 
conversion  factors  does  not  t;hange  the  trends  and  conclusions  presented  in  the  rocket-plume  reports. 

i  ■  ,  ■ 

Major  results  are  scattered  throughout  this  report  and  may  be  difficult  to  separate  from  important,  but 
secondary,  results.  Therefore,  section  7  is  a  summary  of  primary  results,  including  the  final  UVPI 
response  functions,  estimated  errors  in  the  final  response  fiinctions,  and  the  conversion  constants  to 
revise  the  existing  data  tapes  and  rocket-plume  reports. 
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ULTRAVIOLET  PLUlVfE  INSTRUMENT: 
CALIBRATION  AND  SENSOR  ASSESSMENT 


1.  INTRODUCTION 
1.1.  Background 

Since  its  launch  on  14  February  1990,  the  Low-power  AUuospheric  Compensation  Experiment 
(LACE)  satellite  has  been  used  as  a  space-based  platform  from  which  numerous  observations  have  been 
carried  out  using  the  onboard  Ultraviolei  Plume  Instrument  (UVPI).*  The  satellite  was  designed  and  built 
by  the  Naval  Research  Laboratory  (NRL)  for  the  Strategic  Defense  Initiative  Organization  (SDIO).  It 
was  launched  into  a  circular  orbit  of  292  nautical  miles  (nmi)  ahitudc  with  an  inclination  of  43”.  It  is  a 
gravity-gradient-stabilized  satellite  with  attitude  measurement  accuracy  cf  libout  1®.  Figure  1  is  a 
schematic  of  the  LACE  satellite.  The  top  boom  extends  to  150  ft  and  carries  i  200-lb  tip  mass  for 
gravity-gradient  stabilization.  The  leading  boom  carries  a  retroreflector  anuy.  The  bottom  panels  carry 
210  electroptical  sensors  associated  with  the  satellite’s  atmospheric  compensation  experiment.  The 
UVPI  is  a  pointable,  telescopic  instrument  mounted  internally  and  looking  through  an  aperture  on  the 
Earth-facing  side  of  the  LACE  spacecraft. 


Fig.l  -  Schematic  of  LACE  satellite 


The  UVPFs  primary  mission  is  to  collect  images  of  ultraviolet  emission  from  rocket  plumes.  The 
UVPI  telescope  aperture  is  only  10  cm  in  diameter.  However,  it  can  detect  and  image  missile  plumes  at 
700  km  range.  'The  UVPI  is  typically  used  to  observe  missiles  in  flight  above  the  atmosphere  since 
stages  of  rockets  fired  at  low  altitude  (below  40  km)  are  not  expected  to  be  visible  in  the  ultraviolet  from 
space.  Rocket  stages  reaching  90  km  altitude  and  greater  have  been  successfully  detected  .^ud  tracked  by 

Manscript  approved  April  21. 1993. 

*  Glossary  provided  at  end  of  text. 
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the  UVPI  at  ranges  from  450  to  700  km  for  about  30  s.  Missile  tracking  in  the  ultraviolet  is  potentially 
advantageous  because  of  extremely  low  Earth  and  solar  backgrounds,  extremely  sensitive  photodetectors 
that  do  not  require  cryogenic  cooling,  and  very  high  optical  resolution  with  optics  of  relatively  modest 
size.  Five  rocket  firings  were  successfully  observed  with  UVPI. 

The  UVPfs  secondary  mission  is  to  collect  background  image  data  of  Earth,  Earth's  limb,  and 
celestial  objects  in  the  near  and  middle  ultraviolet  wavebands.  Background  object  imagery  collected 
with  the  UVPI  includes  the  day  and  night  Earth  limb  air  glow,  aurora,  sunlit  and  moonlit  clouds,  solid 
Earth  scenes  with  varying  solar  illumination,  cities,  and  stars. 

The  UVPI  looks  through  a  hole  in  the  Earth-oriented  panel.  By  use  of  an  internal  gimbaled  mirror, 
the  UVPI  has  a  cone-shaped  field  of  regard  of  ±50'“ '  bout  the  satellite's  nadir.  For  nadir  viewing,  the 
door  that  covers  the  UVPI  aperture  is  opened  fully.  Attached  to. the  inside  of  this  door  is  a  flat  mirror 
which,  when  the  door  is  opened  to  about  45°,  allows  the  UVPI  cameras  to  view  celestial  objects  or  the 
Earth's  limb.  The  hinge  arrangement  of  the  door  constrains  the  limb  viewing  direction  to  within  43°  of 
south. 

The  UVPI  consists  of  two  intensified  charge-coupled  device  (CCD)  cameras  that  are  coaligned  and 
share  a  Maksutov-Cassegrain  telescope.  The  tracker  camera  has  17  times  larger  field  of  view  than  the 
plume  camera  and  is  used  to  locate,  acquire,  and  track  a  target.  The  narrow  field  of  view  plume  camera 
obtains  high-resolution  images  of  rocket  plumes.  The  two  cameras  use  narrowband  filters  and 
intensified  charge-coupled  devices  (ICCDs)  to  observe  sources  in  the  near  and  middle  ultraviolet.  The 
primary  function  of  the  tracker  camera,  viewing  over  a  relatively  wide  field  of  view  (1.98°  by  2.60°)  and 
broad  spectrum  [225  to  450  nanometers  (nm)],  is  to  locate  and  track  a  target  for  higher  resolution 
observation  by  the  plume  camera.  The  plume  camera  has  a  narrow  field  of  view  (0.184'^  by  0.137°)  e-id 
observes  sources  through  any  of  four  filters  with  passbands  of  195  to  295  nm,  220  to  320  nm,  235  to  350 
nm,  and  300  to  320  nm.  Wavelengths  shorter  than  310  nm  from  high-altitude  plumes  are  essentially 
invisible  from  the  ground  because  of  atmospheric  absorption.  Both  the  tracker  camera  and  the  plume 
camera  can  be  operated  in  a  mode  where  the  transmitted  field  of  view  is  restricted  to  the  central  46%, 
vertically,  and  36%,  hori,.ontally,  of  the  full  field  of  view,  and  the  image  rate  is  increased  to  30  Hz 
instead  of  5  Hz.  The  limiting  resolution  of  the  tracker  camera  is  about  230  pradians  (prad)  and  that  of 
the  plume  camera  about  90  prad,  which  is  equivalent  at  500-km  range  to  1 15  m  and  45  m,  respectively. 

The  camera  images  are  digitized  and  transmitted  to  the  ground,  or  are  recorded  onboard  for  later 
transmission.  The  camera  output  is  an  analog  signal  that  is  read  from  the  CCD  chip  as  a  sequence  of 
interlaced  image  fields.  The  analog  signal  is  immediately  digitized  and  pairs  of  interlaced  field  readouts 
are  summed  to  provide  a  digitized  non-interlaced  image  frame  once  every  1/30  s.  In  normal  mode,  every 
sixth  frame  is  sent  to  the  ground  in  real  time,  or  sent  to  a  tap?  recorder  and  subsequently  transmitted. 
The  result  is  a  sequence  of  images  at  a  5  Hz  rate.  Each  image  consists  of  an  array  of  251  by  240  8-bit 
numbers  that  measure  the  intensity  distribution  on  the  CCD  sensor  plane. 

During  each  of  the  rocket  plume  observations,  approximately  500  I/30th-second  images  of  plume 
data  were  acquired  using  the  four  plume-camera  filters.  The  tracking  of  the  plumes  was  of  sufficient 
quality  to  peimit  the  superposition  of  images  for  plume  radiance  determ' nation.  Image  supeiposition  to 
enhance  the  signal  level  is  needed  for  accurate  radiometry  because  of  the  small  telescope  aperture. 
Typical  UVPI  background  observations  range  from  3  to  10  minuU's  and  usually  included  between  2,000 
and  5,0(X)  images.  Data  were  channeled  to  the  UVPI  Mission  Planning  and  Assessment  Center  in 
Alexandria,  Virginia,  for  proces.<iing  and  evaluation.  More  than  200  observations  were  made  in  two 
years  of  operation.  Data  tapes  are  achieved  in  the  SDIO  Background  Data  Center  at  NRL  for  further 
distribution. 
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The  spectral  radiance  and  spectral  radiant  intensities  of  the  missile  plumes  were  extracted  from  the 
plume  images.  The  data  reduction  methodology  for  rocket  plumes  has  been  described  [1]  and  is 
discussed  further  in  this  calibration  report. 

1J2.  Sensor  Head  Description 

The  sensor  head  assembly  (Fig.  2)  houses  the  UVPI  optical  components  and  the  two  intensified 
video  cameras.  The  two  major  sections  are  the  optical  bench  and  tlie  gimbal  frame.  The  optical  bench 
contains  the  telescope,  calibration  lamp,  tracker  and  plume  cameras,  power  regulator,  filter  wheel  for  the 
plume  camera,  filter  drive  motor,  plume-camera  folding  mirror,  relay  optics,  beam  splitter,  and  the  filter 
for  the  tracker  camera.  The  optical  bench  is  attached  to  the  gimbal  frame  that  also  accommodates  the 
gimbals  and  resolvers,  gimbaled  mirror,  gimbal  caging  mechanism,  calibration  mirror,  the  dour,  and  the 
door  drive  motor. 


.PLUME  CAMERA 

.  TRACKER  CAMERA 


.  POWER  REQULATDR 

CALSRATIONLAMP 


OPTICAL 
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RESOLVER 


Fig.  2  •  U  VPI  sensor  head  assembly  diagram 


The  UVPI  telescope  (Fig.  3)  is  a  Maksutov-Cassegrain  configuration  with  a  meniscal  refracting 
corrector  plate.  The  circular  aperture  is  10  cm  in  diameter,  which  provides  a  78  cm^  gross  collecting 
area.  A  beam  splitter  allows  the  two  cameras  to  share  the  beam  and  the  forward  telescope  optics.  The 
effective  collecting  area,  which  accounts  for  beam  reduction  caused  by  central  blocking  and  the  beam 
splitter,  is  used  in  calculating  the  net  quantum  efficiency.  The  focal  length  for  the  tracker  camera  is  60 
cm,  which  gives  an/number  of  6  and  a  field  of  view  of  2.60°  by  1.98°.  The  plume  camera  uses  a  relay 
lens  of  magnification  10.3,  which  provides  a  focal  length  of  600  cm,  an /number  of  60,  and  a  field  of 
view  of  0.184°  by  0.137°.  Table  1  shows  the  bandpass  limits  X|  and  Xj  for  the  camera  filters. 

The  intensified  cameras  shown  in  Fig.  4  consist  of  an  image  intensifier  followed  by  a  fiber-optic 
r^ucer  and  a  CCD  television  camera.  The  intensifiers,  which  were  made  by  ITT,  convert  incoming 
Ultraviolet-wavelength  photons  into  outgoing  grecn-wavciength  photons,  giving  a  large  increase  in 
intensity  while  preserving  the  spatial  characteristics  of  the  image. 
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Fig.  3  •  UVPI  sensor  head  assembly  optics 


Table  I  •  Camera  Filter  Bandpasses 
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Fig.  4  -  Schematic  of  intentined  CCD  camtira 
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The  intensifier  is  a  vacuum-sealed  cylinder  containing  circular  quartz  windows  in  front  aiid  back. 
The  photocathode  material,  which  converts  incoming  ultraviolet-wavelength  photons  to  electrons,  is  a 
semi-transparent  coating  on  the  inside  of  the  front  window.  The  plume-cameia  intensifier  uses  a  circular 
cesium-telluride  photocathode  with  a  25-mm  effective  diameter.  The  tracker-camera  intensifier  uses  a 
circular  bialkali  photocathode  with  a  40-mm  effective  diameter.  The  P20  phosphor,  which  converts 
electrons  to  green-wavelength  photons,  is  a  coating  on  the  inside  of  the  back  window.  A  photoclectron  is 
multiplied  as  it  passes  from  front  to  back  through  a  dual-chevron  microchannel  plate  (IvlCP)  that  has 
electron  gains  of  approximately  10^  at  high  gain  settings.  The  electron  energy  is  increased  by  another 
factor  of  100  by  the  phosphor’s  anode  potential.  The  overall  net  gain  provides  about  10^  gicen- 
wavelength  photons  per  photoevent  at  high  gain. 

The  tapered  fiber  optic  reduces  the  size  of  the  image  to  match  the  intensifier  output  to  the  CCD  chip 
input.  There  are  some  light  losses  in  the  fiber-optic  coupling.  The  CCD  chip  is  a  Texas  Instriment  24 IC 
with  a  well-transfer  function  of  1 .2  p.V/electron  and  an  approximate  photoelectric  efficiency  for  green- 
wavelength  photons  of  50%.  The  result  is  a  signal  of  about  1.5  V  in  the  central  pixel  and  lessor  voltage 
in  the  surrounding  8  pixels  associated  with  a  single  photoevent. 

For  purposes  of  providing  a  simplified  model  of  operation  for  calibration,  the  optical  path  of  each 
camera  system  can  be  divided  into  two  parts.  The  first  part  consists  of  the  telescope,  a  bandpass  filter  to 
select  the  observation  wavelength,  and  the  photocathode  of  the  image  intensifier.  For  the  plume  camera, 
one  of  four  bandpass  filters  can  be  selected  and  the  photocathode  material  is  CsTe.  For  the  tracker 
camera,  only  one  bandpass  filter  is  available  and  the  photocathode  material  is  bialkali.  The  second  part 
of  each  camera  system  consists  of  the  remaining  elements  of  the  image  intensifier:  the  fiber-optic 
reducer,  the  CCD,  and  the  electronics,  which  convert  the  pixel  response  to  a  digital  number.  The  gain  of 
each  image  intensifier  is  selectable,  and  the  exposure  time  of  the  tracker  camera  is  selectable  by  sfrobing 
the  intensifier  high  voltage.  The  overall  response  of  the  UVPI  cameras  can  be  divided  into  the  gains  of 
the  two  parts  described  above. 

The  first  component  of  the  response  for  each  camera  is  the  photoefficiency,  or  net  quantum 
efficiency,  which  is  the  probability  that  a  photon  incident  on  the  UVPI  telescope  will  produce  a 
photoevent  (PE).  A  photoevent  is  defined  as  a  photoclectron  produced  at  the  photocathode  that  is 
collected  and  amplified  by  the  MCP  yielding  a  photoevent  in  the  CCD.  This  component  of  the  response 
is  wavelength-dependent.  It  includes  primarily  the  filter  bandpasses  but  also  includes  the  wavelength 
dependence  of  the  optics  and  photocathodes.  TTie  collection  efficiency  of  the  MCP,  approximately  60%, 
is  incorporated  into  this  component. 

The  second  component  of  the  response  for  each  camera  is  the  amplification  of  each  photoclectron 
into  volts  per  pixel  of  the  CCD,  i.e.  the  conversion  ratio  between  photoevents  and  the  digital  number 
reported  by  the  CCD  control  electronics.  It  is  this  digital  number  that  is  reported  for  each  pixel  in  the 
telemetry  stream.  This  component  is  not  wavelength-dependent  and  takes  into  account  MCP  gain, 
phosphor,  and  CCD  efficiencies. 

Camera  control  is  provided  by  a  physically  separate  module  called  the  Camera  Frame  Controller 
(CFC).  The  CFC  provides  automatic  gain  control  of  the  exposure  of  each  camera,  normal/zoom  image 
rate  selection,  plume-to-tracker  ratio  selection,  camera  telemetry  data  generation  for  post-mission 
reconstruction  of  the  acquired  images,  filter  wheel  control,  door  position  control,  calibration  lamp  oa'off 
control,  gimbal  cage/uncage  control,  and  statu.s  data  to  telemetry.  Horizontal  and  vertical  control  signals 
are  supplied  to  both  cameras  by  the  CFC  for  synchronization,  and  the  CFC  receives  their  RS-170  output 
signal. 
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The  received  analog  video  signals  are  restored,  multiplexed,  digitized,  and  summed  by  internal  CFC 
circuits.  Each  field  consists  of  754  by  240  pixels.  The  fields  from  the  tracker  camera  are  sent  to  the 
tracker  electronics  at  a  60  Hz  rate.  To  form  plume-  or  tracker-camera  images  for  telemetering  or 
onboard  storage,  three  pixels  are  averaged  to  form  a  superpixel,  and  two  fields  are  then  averaged.  The 
result  is  the  25 1  vertical  bv  240  horizontal  array  of  pixels  at  30  Hz.  The  tracker  camera's  video  signal  is 
al.so  buffered  and  made  available  to  the  tracker  electronic?  for  target  centroid  calculations  and  for 
determination  of  the  gimbaled  mirror  pointing  commands.  Camera  telemetry  data  from  the  CFC  and 
engineering  telemetry  data  from  the  electronics  interface  assembly  are  added  to  the  digitized  video 
frames  and  telemetered  by  the  LACE  spacecraft  for  later  analysis. 

The  characteristics  of  the  UVPl  have  been  previously  reported  [2-3].  Table  2  provides  a  brief 
summary  of  the  sensor  characteristics. 


Table  2  -  Instrument  Characteristics  Summary 


Paraireter 

Tracker  Camera 

Plume  Camera 

Shared  telescope  type 

Maksutov-Cassegrain 

Maksutov-Cassegrain 

ielescope  diameter 

10  cm 

10  cm 

Focal  length 

60  cm 

600  cm 

Field  of  view 

2.60°  X  1.98® 

.184°  X. 137° 

Field  of  regard 

100°  X  97° 

100°  X  97° 

Field  of  view  per  pixel 

180.5  X  143.9  prad 

12.8  X  1 0.0  prad 

Pixel  footprint  @  500  km 

90  X  72  m 

6.4  X  5.0  m 

System  resolution  (FWHM) 

80  to  100  prad 

Spectral  region 

225- 450  nm 

195  -  350  nm 

Number  of  filters 

1 

4 

Photocathode  material 

Bialkali 

CsTe 

Time  for  filter  change 

n/a 

1.5  s 

Digitization 

8  biis/pixel 

8  bits/pixel 

Digital  data  rate 

2.5  Mbps 

2.5  Mbps 

Image  rate:  Normal 

Zoom* 

Pixels:  Normal 

251 X 240 

251  X  240 

Zoom* 

91  X  112 

91x112 

Pixel  exposure  time 

.16  to  33.3  ms 

33  ms 

Frames  integrated 

n'a 

1-6 

Exposure  range 

Noise-equivalent  radiance 

See  Section  5.5  for  detailed  discussion.  NER  depends  on  gain 
setting  and  filter  selected. 

♦Reduced  field  of  \’iew. 
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1.3.  UVPI  Data  Disposition 

Data  from  all  UVPI  observations  have  been  processed  by  the  NRL  LACE  Program  and  deposited  in 
the  SDIO  Backgrounds  Data  Center  at  NRL.  Copies  of  the  UVPI  anta  can  be  obtained  by  contacting; 

Backgrounds  Data  Center 
Code  7604 

Naval  Research  Laboratory 
Washington,  D.C.  20375-5352 

Phone:  (202)767-1760 

Data  from  the  four  rocke*  plume  observations  has  also  been  processed  by  the  NRL  LACE  Program 
and  deposited  in  the  SDIO  Plumes  Data  Center  at  Arnold  Air  Force  Base  in  Tellahoma,  Tennessee. 

2.  OVERVIEW  OF  UVPI  DATA  REDUCTION  METHODOLOGY 

The  UVPI  is  an  intensified  CCD  camera  system  designed  to  image  tracked  targets  in  the  195  to  450 
nm  wavelength  range.  UVPI  collects  rocket-plume  data  in  the  form  of  digitized  images.  The  method 
used  in  the  reduction  of  UVPI  images  implies  a  stochastic  system  model  that  describes  how  th< 
continuous  spatial,  temporal,  and  spectral  signal  is  sampled  to  discrete  values  or  digital  numbers  (DN). 
This  section  pro»  '"es  a  system-level  model  of  UVPI  as  an  imaging  system.  This  is  followed  by  an 
overview  of  tne  data  reduction  process  used. 

2.1.  Equivalent  UVPI  Imaging  System  Model 

Figure  5  is  a  simplified  block  diagram  of  the  signal  path  in  tfie  UVPI  imaging  system.  This  type  of 
diagram  illustrates  how  the  inherent  signal  iiom  the  object  or  scene  of  interest  and  background  signal 
information  are  modified  by  different  sources  of  noise  present  in  the  imaging  system.  These  noise 
sources  shovt  up  in  the  measured  image  as  point  depradations  and  spatial  degradations.  In  this  diagram 
the  signal  flows  from  left  to  right.  This  model  is  an  equivalent  imaging  model  since  similar  sources  of 
image  degradation,  such  as  spatial  blurring  of  the  signal,  >‘re  lumped  together  at  one  point  in  the  model. 
A  brief  description  of  this  diagram  is  in  order. 

Spectral  Folding 

Consider  two  additive  sources  of  average  spectral  irradiance  at  the  entrance  of  the  UVPI  wnsor 
pupil.  The  first  source  is  the  spectral  inradiance  coming  from  the  object  under  observation,  for  example, 
a  rocket  plume.  The  second  source  is  the  spectral  irradiance  not  related  to  the  object  or  scene  under 
observation,  e.g.,  background  clutter.  The  goal  is  to  determine  the  radiometric  and  spatial  characteristics 
of  the  object  of  interest,  independent  of  the  background  clutter.  Immediately  after  passing  dirough  the 
sensor  pupil,  the  combined  spectral  signal  flows  into  the  spectral  filter  block.  At  this  point  the  signal  is 
folded  with  the  active  UVPI  spectral  filter  and  integrated  in  time.  The  spectral  folding  equates  to 
performing  a  weighted  spectral  integral  of  the  signal  with  the  net  quantum  efficiency  of  the  active  filter. 
The  spectral  response  functions  for  fhe  plume  and  tracker  camems  are  discussed  in  Section  5. 
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Contnuous-Otscrst*  Inutging  System 


Legend: 

<I>(x,X,0  spectral  irradiance  at  sensor  pupil  coming  from  object  under  observation, 
spectral  irradiance  at  sensor  pupil  not  related  to  object  under  observation, 
Gjj  conversion  constant,  digital  numbers  per  photoevent, 

t/j  detector  nonuniformity  at  the  Jtth  pixel  location, 

fixed  pattern  dark  field  at  the  il:th  pixel  location, 

N^{t)  temporal  noise  sources  (zero  mean),  e.g.,  thermal  and  quantization  (A/D), 
Q,^  discrete  output  in  digital  numbers  (DN)  at  pixel  location  k. 

Fig.  5  •  Simplified  block  diagram  of  signal  path  in  the  UVPI 


Spatial  Degradations 

Following  the  signal  flow  in  Fig.  5,  the  signal  is  convolved  with  the  equivalent  system-level  point 
spread  function  (PSF)  and  spatially  sampled  over  a  rectangular  lattice.  The  UVPI  point  spread  function 
is  defined  as  the  response  of  the  UVPI  cameras  to  a  point  source,  e.g.  a  star  or  a  ground  beacon.  It 
effectively  changes  the  spatial  frequency  content  of  the  image  from  that  of  the  original  signal,  e.g. 
blurring  of  the  observed  data  occurs,  resulting  in  a  loss  of  image  fidelity.  The  PSF  is  closely  related  to 
the  system  modulation  transfer  function  (MTF).  For  UVPI  the  spatial  degradations  are  primarily 
introduced  by  diffraction-limited  properties  of  optical  elements,  bandwidth  limitations  and  transients  in 
the  electronic  components,  sensor  jitter,  and  gimbal  angle  changes  within  the  focal  plane  array  (FPA) 
integration  time.  vSection  5  presents  quantitative  information  related  to  the  UVPI  PSF.  Based  on  in¬ 
flight  analysis,  it  is  reasonable  to  model  the  UVPI  PSF  as  a  space  invariant  function. 

Point  Degradations 

Point  degradations  affect  only  individual  image  points  (pixels).  Typical  sources  of  this  type  of  noise 
are  shot  noise,  quantization  noise,  and  thermal  noise. 

Shot  noise  is  an  additive  noise  that  is  signal-level  dependent.  In  this  equivalent  model,  the  output  of 
this  stage,  after  the  shot  noise  is  added,  results  in  a  signal  with  a  Poisson  distribution  with  a  mean  equal 
to  the  mean  number  <»f  photoevents  observed  and  a  standard  deviation  proportional  to  the  square  root  of 
the  mean  of  photoevents  observed.  Section  3  discusses  the  noise  contributions  to  the  UVPI  sensoi 
output. 
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The  next  two  stages  in  the  equivalent  model  in  Fig.  5  characterize  the  focal  plane  array  (FPA) 
response  under  the  assumption  of  no  detector  noise.  The  output  of  each  pixel  in  tl;e  FPA  can  be 
modeled,  within  the  dynamic  range  of  the  detector,  as  a  linear  response  with  a  nonzero  intercept  as  a 
function  of  signal  level.  Sir.'-e  not  ail  the  pi.xels  in  the  FPA  have  exactly  the  same  linear  response,  two 
matrices  are  used  to  characterize  the  FPA.  The  first  matrix  is  the  detector  nonuniformity  matrix  t/^, 
which  characterizes  the  response  or  slope  'ssociafed  with  each  pixel.  Tlie  second  matrix  is  the  FPA  dark 
field  matrix  This  is  equivalent  to  the  response  of  each  pixel  when  no  input  signal  is  present,  i.e.,  the 
zero  intercept.  For  any  given  observation,  both  of  these  matrices  are  considered  to  be  fixed  or 
deterministic  in  nature.  Section  3  provides  quantitative  information  on  the  daik  field  and  nonuniformity 
matrices.  The  constant  Gg,  discussed  in  section  5,  accounts  for  the  conversion  from  photoevents  to 
digital  numbers. 

Finally,  a  more  realistic  detector  model  is  achieved  by  adding  the  thermal  and  quantization  noise 
terms  to  the  resulting  signal  on  a  pixel  by  pir.el  basis.  These  two  noise  sources  are  signal-level 
independent.  Quantization  noise  is  an  equivalent  noise  introduced  in  the  analog-to-digital  (A/D) 
conversion  process.  It  is  normally  modeled  by  a  uniform  distribution  with  zero  mean  and  standard 
deviation  of  1/12.  Thermal  noise  is  modeled  by  a  Gaussian  distribution  with  zero  mean  and  a  standard 
deviation  that  is  temperature  dependent.  In  actual  practice,  thermal  and  quantization  noise  are  observed 
simultaneously.  Therefore,  empirical  estimates  of  the  combined  noise  sources  can  be  obtained  during 
dark  field  e.stimatcs. 

In  summary,  the  output  of  the  image  formation  process  corresponds  to  mca.«ufemcnts  of  the  image 
ntensity  over  a  lattice  grid.  Unfortunately,  because  of  the  inherent  spatial  and  point  degradations  in  the 
jystem,  the  output  of  this  process  is  more  accurately  modeled  as  the  sampled  output  of  a  linear  system 
plus  additive  noise.  The  next  section  discusses  the  steps  taken  to  remove  all  the  deterministic 
transformations  to  which  the  original  irradiance  signal  is  subjected. 

2.2.  Simplified  UVPI  Data  Reduction  Model 

Figure  6  is  a  block  diagram  showing  the  basic  sequence  of  data  reduction  steps  used  to  recover  the 
original  source  irradiance  for  each  UVPI  image.  There  are  two  major  blocks  in  this  diagram;  nominal 
data  reduction  and  additional  data  reduction.  A  brief  description  of  this  diagram  is  in  order. 

Nominal  Data  Reduction 

For  nominal  data  reduction,  digital  numbers  received  from  the  satellite  in  the  form  of  8  bits/pixel  are 
converted  to  counts  of  photoevent.s/s-pixel.  In  this  process,  all  the  nonrandom,  transformations 
introduced  into  the  original  signal  are  removed  except  the  blurring  introduced  by  the  PSF.  The  signal 
transformations  in  this  block  have  the  following  simple  mathematical  expression 


1 

X-G^ 


Qk-^k 


k  J 


(photocvent.s/.second). 


(1) 


The  first  stage  in  the  data  reduction  process  is  to  subtract  an  estimate  of  the  deterministic  dark  field 
matrix.  If  the  signal  level  is  low  at  any  given  pixel,  it  is  possible  that  a  negative  number  results  after  the 
dark  field  subtraction  is  performed  for  that  pixel.  This  is  primarily  caused,  as  discussed  in  the  previous 
section,  by  the  presence  of  additive  noise  in  the  signal.  Section  3  discusses  the  method  used  to  estimate 
dark  field  matrices. 
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discrete  output  in  digital  numbers  (DN)  at  pixel  location  k, 
estimated  fixed  pattern  dark  field  at  the  kth  pixel  location, 
estimated  detector  nonuniformity  at  the  kth  pixel  location, 

normalized  digital  number,  with  background  subtracted  and  nonuniformity  coirection, 
converts  from  digital  numbers  to  photoevents/second , 
estimated  number  of  photoevents/second  at  the  ^h  pixel  location, 

estimated  spectral  irradiance  contribution  on  itth  pixel,  not  related  to  object 
under  observation 

estimated  spectral  irradiance  contribution  on  Mh  pixel,  coming  from  object  under 
observation 

reference  spectrum,  known  or  assumed. 

Fig.  6  •  Simplified  UVPI  data  reduction  block  diagram 

The  second  stage  is  to  normalize  every  pixel  by  the  estimate  of  the  nonuniformity  matrix.  Section  3 
discusses  the  procedure  used  to  estimate  the  nonuniformity  matrices. 

The  estimation  of  both  the  dark  field  matrix  and  the  nonuniformity  matrix  are  critical  for  obtaining 
accurate,  unbiased  estimates  of  the  signal.  If  the  estimate  of  the  dark  field  matrix  is  in  error  by  a 
constant  value,  a  bias  will  be  obtained  on  every  pixel. 

The  normalization  of  the  data  by  GgX  converts  the  resulting  image  to  units  of  photoevents/s-pixel. 
Section  5  discusses  how  the  gain  conversion  factor  Gg  has  been  estimated  and  validated  by  using  inflight 
calibration  star  observations. 

Additional  Reduction  for  the  Extraction  of  Radiance  Values 

Additional  data  reduction  can  be  performed  to  obtain  accurate  radiometric  numbers. 


Legend: 
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The  first  stage  in  the  additional  data  reduction  process  is  to  remove  any  remaining  bias  that  is 
detected  in  regions  where  it  is  known  that  no  signal  should  be  present.  If  detected,  the  bias  level  is 
estimated  and  removed  from  every  pixel  in  the  image.  If  no  superposition  of  frames  is  to  be  performed, 
the  next  stage  is  to  perform  an  optional  clipping  of  the  data  to  suppress  any  readout  of  negative  number 
of  photoevents/s-pixel.  Finally,  given  a  reference  spectrum,  an  estimate  of  the  spectral  irradiance  can  be 
obtained. 

By  registering,  if  necessary,  and  then  summing  consecutive  images  resulting  from  this  processing 
stage,  an  increase  in  signal-to-noise  ratio  (SNR)/pixel  can  be  achieved.  No  attem.pt  is  being  made  at  tire 
present  time  to  remove  from  the  measured  images  any  of  the  spatial  blurring  introduced  by  the  UVPI 
PSF. 

3.  NOISE  CHARACTERIZATION 

Analysis  of  UVPI  data  and  accurate  prediction  of  instrument  sensitivity  limits  requires  a  thorough 
characterization  of  each  of  the  noise  components  present  in  the  digitized  output  of  the  instrument.  Here, 
noise  is  defined  as  all  components  or  statistical  variation  of  the  readout  pixel  values  or  spatial  pattern 
arising  from  the  detection  process  or  detector  electronics  alone,  and  not  directly  from  the  mean  value  or 
variations  in  the  irradiance  of  the  scene  of  interest.  These  noise  contributions  lead  to  fluctuations  in  the 
pixel  values,  even  in  the  case  of  temporally  constai»t,  flat-field  irradiance  at  the  input  aperture.  For 
discussion,  the  noise  components  are  grouped  into  three  major  categories:  signal-independent  fixed 
pattern,  signal-independent  temporal,  and  signal-dependent  temporal.  Representative  measurements  are 
presented  below  for  each. 

3.1.  Signal-Independent  Noise 

Signal-independent  noise  is  present  in  the  digitized  output  of  the  instrument  at  all  times,  independent 
of  any  radiation  incident  on  the  telescope  aperture.  There  are  several  sources  of  signal-independent 
noise,  all  of  which  must  be  taken  into  account  in  the  calibration  process.  In  practice,  fixed-pattern  signal- 
independent  "dark  frames"  are  subtracted  from  each  frame  of  raw  data  on  a  pixel-by-pixel  basis,  and 
fixed-pattern  signal-independent  "nonuniformity"  matrices  are  applied  to  account  for  pixel-to-pixel 
variations  in  responsivity.  The  temporal  signal-independent  noise  is  measured  by  determining  the  frame- 
to-frame  variation  of  dark  frames.  The  dark  frame  mean  value  can  be  accurately  determined  by  averaging 
over  a  large  number  of  frames.  Spatial  variation  in  the  responsivity  of  the  pixels  is  measured  while 
viewing  a  spatially  uniform,  or  flat-field  scene.  Results  are  presented  demonstrating  that  the  flat-field 
response  of  the  instrument  has  not  changed  significantly  during  the  first  two  years  of  the  mission. 

Fixed-Pattern  Dark  held  Matrices 

Dark  field  pixel  values  used  for  calibration  include  dark  current  and  electronic  bias  contributions. 
Accurate  determination  of  these  mean  values  for  each  pixel  is  essential  to  the  calibration  process.  The 
mean  values  have  been  found  to  vary  slightly  from  pass  to  pass  and,  to  a  lesser  extent,  during  a  single 
pass.  The  mean  values  also  depend  on  gain  step.  Good  estimates  of  the  mean  values  and  their  variations 
for  the  fixed-pattern  dark  field  matrices  are  of  great  importance  for  observations  that  do  not  include  a 
dark  field  measurement) 


Dark  current,  i.e.,  electrons  collected  in  the  CCD  when  no  signal  is  incident  on  the  sensor  system,  are 
generated  in  the  photocathode,  MCP,  phosphor,  and  CCD.  The  largest  contribution  is  expected  from 
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Fig.  7  -  Tracker-camera  dark  frame  at  low  MCP  gain 


thermal  emission  of  electrons  from  the  photocalhode,  especially  from  the  tracker  cameras  bialkali 
photocathode.  At  high  MC?  gains,  a  single  dark  current  electron  released  from  the  photocathode  results 
in  a  bright  image  at  the  CCD.  and  the  sum  of  values  from  all  the  pixels  in  the  image  is  the  same  as  that 
for  a  single  photoevent. 


The  largest  contribution  to  the  dark  frame  pixel  values  is  an  intentionally  applied  bias  in  the  readout 
electronics.  This  bias  is  not  affected  by  MCP  gain  step  but  does  have  a  slight  dependence  on  pass- 
specific  parameters  such  as  temperature.  The  combination  of  this  bias  and  the  dark  current  provides  the 
total  signal-independent  fixed-pattern  dark  frame  pixel  values  subtracted  from  images  during  calibration. 


Figures  7  and  8  show  individual  tracker-  and  plume-camera  dark  frame  images,  respectively,  at  low 
MCP  gain;  Figs.  9  and  10  show  individual  tracker-  and  plume-camera  dark  frames,  respectively,  at  high 
MCP  gain.  The  tracker-camera  image  at  high  gain  clearly  shows  thermally  generated  daric  current 
"events".  No  obvious  dark  current  events  are  visible  in  the  high-gain  plume-camera  image.  A  bad  pixel 
slightly  to  the  right  of  center  in  the  plume-camera  image  is  visible  at  both  low  and  high  gain. 
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Several  dark  frames  can  be  averaged  temporally  to  obtain  estimates  of  the  datk  frame  temporal 
n»an,  Eq.  (2),  and  temporal  standard  deviation,  Eq.  (3): 


“■  N  n-l  "■ 


(2) 


and 


I  N  I  . 

fj  ,  '  k  n' 
.  n  =  l 


(DN). 


(3) 


Here,  is  the  coordinate  of  pixel  it  in  the  image  plane,  N  is  the  number  of  frames  used  for  frame 
averaging,  and  Q{'Xi^  ,/„)  is  the  measured  UVPI  scene  pixel  values  (8  hits/pix)  at  time  r„  from  pixel  k. 

It  is  possible  to  determine  the  necessary  number  of  images  iV  to  get  an  adequate  estimate  of  the  mean 
dark  field  value  for  each  pixel.  It  is  known  from  the  law  of  large  numbers  and  the  Tchebycheff 
inequality  [4]  that  given  a  random  variable  with  mean  II  and  variance  O^,  the  probability  that  the 
absolute  error  in  the  mean  estimate  be  greater  than  £  obeys  the  inequality 


Probability  -  4|  ^  e)  ^ 


(4) 


In  our  case,  is  the  tracker-  or  plume-camera  dark  frame  sample  mean  value  estimate  is  the  true 
mean  value,  e  is  some  value  greater  than  zero,  o  is  the  camera  dark  frame  standard  devitUmn,  and  N  is 
the  number  of  frames  used  for  the  estimation. 

Tables  3  and  4  show  how  large  the  number  of  frames  N  should  be  in  order  that  -p|  2  E  j 

is  less  than  or  equal  to  0.01, 0.05  and  O.I  as  a  function  of  e.  The  value  of  e  is  set  to  some  multiple  of  the 
quantization  noise,  0.29  DN.  The  value  of  o  is  set  to  the  spatial  mean  of  the  temporal  standard  deviation. 
Note  that  N  is  directly  proportional  to  o^,  and  inversely  proportional  to  e^.  Typically,  100  frames  of 

plume  and  tracker  data  are  used  to  generate  dark  field  matrices,  leading  to  a  standard  error  of-jN  which 
is  approximately  1%  of  the  mean  value. 


The  spatial  mean  of  the  temporal  zan  values  is 


1  *< 


(DN) 


(5) 


where  k  indexes  each  of  the  M  pixels  on  the  focal  plane.  Tables  S  and  6  list  the  spatial  mean  of  the 
temporal  mean  values  for  groups  of  frames  from  a  single  observation  at  several  MCP  gain  steps.  The 
tracker  camera  mean  values  for  this  particular  pass  were  unusually  high,  but  the  gain  dependence  is 
typical.  Figures  1 1  and  12  show  the  results  graphically.  The  larger  means  at  higher  gain  steps  are  caused 
by  dark  current. 

A  study  of  the  daik  frame  mean  values  for  several  observations  has  shown  that  there  is  a  variation 
from  pass  to  pass.  The  variation  is  small,  on  the  order  of  0.12  DN  (1.4%  of  the  mean)  for  the  plume 
camera  and  0.49  DN  (2.5%  of  the  mean)  for  the  tracker  camera. 
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Table  3  -  Number  of  Frames  Required  for  Tracker-Camera 
Dark  Field  Estimation 


e(DN) 


Table  4  -  Number  of  Frames  Required  for  Plume-Camera 
Dark  Field  Estimation 


P(l|i;,-Hl>e) 

e(DN) 

N 

0.01 

0.29 

1587 

i 

0.58 

397 

0.87 

176 

1.15 

99 

0.95 

0.29 

317 

0.58 

79 

0.87 

35 

1.15 

20 

0.10 

0.29 

159 

0.58 

40 

0.87 

18 

1.15 

10 
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Some  of  the  earlier  UVPI  obsen/ations  did  not  gather  adequate  dark  field  data  and,  therefore,  must  be 
calibrated  using  dark  field  estimates  obtained  from  another  observation.  No  repeatable  n'Ctliod  for 
theoretically  predicting  the  dark  frame  mean  value  during  a  given  pass  has  been  developed.  If  an 
average  dark  field,  based  on  data  from  many  observations,  is  used  as  an  estimate,  the  pass-to-pass  dark 
field  variations  must  be  considered  a  source  of  error  in  the  calibrated  data.  In  most  cases,  the  error  is 
insignificant,  since  0.12  DN  (plume  camera)  and  0.49  DN  (tracker  camera)  are  very  small  compared  with 
typical  signals  measuring  100  DN  or  more.  Occasionally,  the  scene  observed  is  of  sufficiently  low 
radiance  that  *he  error  is  significant. 

Table  7  provides  the  mean  and  standard  deviation  of  the  spatial  mean  of  the  temporal  mean  for  the 
plume  and  tracker  cameras  for  dark  field  measurements  during  several  observation  passes.  Also  shown 
are  the  values  for  a  single  arbitrary  pixel.  The  standard  deviation,  which  is  an  estimate  of  the  variation 
from  pass  to  pass,  is  seen  to  be  a  small  percentage  of  the  mean  value. 


Table  7  -  Dark  Field  Variations  from  Pass  to  Pass 


Tracker- 

Camera 

Frames 


2076 


5582 


6786 


6801 


6816 


7009 


7024 


7200 


7215 


7324 


7338 


7487 


7502 


7828 


8172 


8739 


8754 


9037 


9329 


9344 


9547 


9740 


Mean: 

Stdv: 

Stdv/Mcan: 


Tracker- 
Camera  Spatial 
Mean  of 
Temporal  Mean 
(DN) 


20.25 


19.64 


19.67 


19.47 


19.62 


18.73 


19.28 


19.94 


19.57 


19.96 


19.70 


18.28 


18.28 


19.67 


19.47 


19.50 


19.46 


19.77 


19.50 


19.49 


19.97 


19.49 


19.49 


0.49 


2.51% 


Tracker- 
Camera  Pixel 
(100,100) 
(DN) 


20.97 


20.71 


20.26 


20.38 


20.07 


21.19 


22.05 


20.43 


20.18 


20.37 


19.87 


19.85 


19.08 


21.5.’ 


20.51 


19.85 


2 


2 


20.61 


20.64 


20.78 


20.80 


20.47 


0.63 


3.08% 


Plume- 

Camera 

Frames 


Plume-Camera 
Spatial  Mean  of 
Temporal 
Mean 
(DN) 

Plume- 

Camera 

Pixel 

(100,100) 

(DN) 

9.22 

9.28 

9.27 

9.91 

9.33 

9.63 

9.35 

9.42 

9.26 

9.55 

9.31 

9.84 

9.36 

9.92 

9.45 

9.46 

9.32 

9.55 

9.40 

9.66 

9.42 

9.71 

9.13 

9.92 

9.24 

9.98 

9.36 

10.43 

9.15 

9.34 

9.27 

9.68 

9.27 

9.46 

9.18 

9.41 

8.97 

9.71 

8.97 

9.87 

9.27 

9.50 

9.31 

10.23 

9.26 

9.70 

0.12 

0.29 

1.35% 

2.98% 

In  adtliiion  to  changes  in  the  dark  field  mean  value  from  pass  to  pass,  the  .‘patial  pattern  has  also 
been  found  to  vary.  To  discount  the  possibility  that  changes  in  the  spatial  pattern  arc  caused  by  different 
gain  settings,  an  ohseivation  was  made  in  which  the  door  remained  closed  thro  iiauit  the  pass,  and  each 
of  the  'lacker  camera  gain  steps  were  used  while  collecting  daik  field  data.  The  results  are  shown  in 
Figs.  13  and  14.  Clearly,  the  pattern  changes  very  little,  if  any,  with  gain. 


Fig  1.1  -  Tracker-camera  dark  field  pattern  for  pain  steps  0  and  IS 


Figiucs  15  and  16  show  dark  field  spatial  pattern  variations  from  pass  to  pa.ss  for  plume  and  traeker 
cameras,  respectively.  Relatively  minor  variations  have  been  greatly  overemphasized  by  scaling  to  the 
full  intensity  range  of  the  video  printer.  No  method  for  theoretically  predicting  the  spatial  pattern  during 
a  given  pass  has  been  developed. 

Variations  in  the  dark  field  mean  value  and  spatial  pattern  have  also  been  observed  during  single 
passes;  lug.  17  shows  an  example.  The  mean  value  measured  in  the  tracker  camera  at  the  beginning  of 
this  pass  (9695)  differs  from  that  measured  at  the  end  of  the  pass  by  only  0.13  DN.  This  change  is  small 
compared  to  tracker  camera  pass-to-pass  variations,  0.49  DN.  To  study  the  possible  orbit-position 
dependence  of  the  dark  field  measurements,  an  ob.servation  was  made  (10(  99)  in  which  the  instniment 
gathered  dark  field  data  periodically  during  two  complete  orbits.  Tlie  cameras  were  left  on  for  nearly 
three  hours,  and  the  tape  recorder  was  turned  on  and  off  periodically.  Figures  18  and  19  show  that,  as 
anticipated,  the  gain  step  14  measurements  have  a  higher  mean  value  than  do  the  gain  step  1 
measurements.  The  overall  standard  deviation  during  this  observation  was  found  to  be  0  13  DN  for  the 
tracker  camera  and  0.03  DN  for  the  plume  camera. 

Mean  values  in  each  camera  were  also  plotted  vs  solar  zenitn  angle  at  the  spacecraft  (Figs.  20  and 
21).  It  appears  that  there  i.s  a  correlation,  especially  at  hig,h  gain,  probably  indicating  that  the  UVPI  door 
has  a  small  light  leak  that  is  significant  at  high  gain  settings. 

Since  variations  within  a  single  pass  are  not  large  enough  to  account  for  all  of  the  pass-to-pass 
variation,  an  observation  was  made  lO  test  for  variations  caused  by  the  process  rf  turning  the  instrument 
on  and  off  An  observation  (11026)  of  approximately  10  minutes  was  broken  into  12  s  igments  of 
approximately  30-.S  duration  separated  by  short  periods  during  which  the  instrument  was  turned  off  The 
results  are  shown  in  Figs.  22  and  23  for  the  plume  and  tracker  camera,  respectively.  Except  for  the  low  - 
DN  transients  measured  as  the  gain  stabilized  immediately  following  instniment  tum  on,  the  dark  field 
mean  ■  .  !  ics  fall  on  a  smoothly  varying  curve,  wiih  no  erratic  jumps.  The  jump  in  the  tracker-camera 
mean  •  jes  between  frames  3(K)0  and  4(X)0  was  caused  by  a  change  in  gain  from  0  to  13. 
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Fig.  17  -  Trackcr-camcra  dark  field  spatial  variation  during  a  single  pass 
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Based  on  these  and  other  observations,  it  appears  that  variations  in  the  spacecraft  lighting  conditions 
and  variations  in  the  extent  of  light  leakage,  although  significant,  do  not  fully  account  for  the  pass-to- 
pass  standard  deviations  of  0.12  DN  for  the  plume  camera  and  0.49  DN  for  the  tracker  camera.  In 
particular,  the  dark  frame  mean  value  for  daytime  passes  is  not  consistently  higher  than  that  for  nighttime 
passes,  indicating  that  light  leakage  is  not  the  primary  contributor  to  pass-to-pass  variations.  Since  the 
primary  source  of  the  variations  is  not  understood,  these  variations  must  be  treated  as  a  systematic  error 
in  the  calibration  of  a  pass  for  which  inadequate  dark  field  data  were  gathered,  and  for  which  an 
estimated  dark  field  is  used.  Table  8  summarizes  the  error,  in  units  of  photoevents/second  based  on  the 
variation  estimate  of  0.12  DN  for  the  plume  camera  and  0.49  DN  for  the  tracker  camera,  for  each  of  the 
plume-  and  tracker-camera  gain  steps.  The  tracker-camera  values  assume  an  integration  time  of  33.3  ms. 
Note  that  these  errors  apply  only  for  those  passes  in  which  inadequate  dark  field  data  were  gathered. 


Table  8  -  Estimated  Error  in  Calibrated  Data  From  Dark  Field  Uncertainty 


1  Errors  Applicable  to  Passes  With  Inadequate  Dark  Field  Measurements  { 

Gain  Step 

Estimated  Plume 
Camera  Is  Error  (PE/s) 

Estimated  Tracker 
Camera  Is  Error 
(PE/s)* 

0 

8.61  X  IQl 

6  68  X  10^ 

1 

6.28  X  IQl 

3.48  X  103 

2 

3.46  X  10* 

1.61  X  103 

3 

2.23  X  10  • 

7.63  X  102 

4 

1.37  xlOl 

3.65  X  102 

5 

6.17 

1.60  X  102 

6 

2.45 

8.52  X  10* 

7 

1.02 

4.55  X  10* 

8 

4.54  X  10** 

2.08  X  10* 

9 

2.15  X  10-* 

1.06  X  10* 

10 

1.00  X  10-* 

5.54 

11 

5.86  X  10*2 

2.61 

12 

3.00  X  10*2 

1.26 

13 

1.62  X  10*2 

5.00  X  10*  * 

14 

1.05  X  10-^ 

2.80  X  10- * 

15 

7.96  X  10*3 

1.06  X  10-* 

•Assuming  33.3-ms  integration  time. 


Fixed-Pattern  Nonuniformity  Matrices 

The  nonuniformity  matrices  used  for  calibration  are  a  measure  of  the  pixel-to-pixel  variations  in 
responsivity.  The  photocathode,  spectral  filters,  MCP,  paosphor,  and  CCD  all  contribute.  Spatial 
variations  in  pixel  responsivity  are  measured  by  irradiating  the  entire  focal  plane  with  a  uniform 
intensity,  or  flat  field.  The  resulting  set  of  pixel  values  gives  a  measure  of  the  relative  response  of  each 
of  the  pixels  in  the  focal  plane  array.  Manufacturer's  data  indicate  that  each  CCD  pixel  and  each  MCP 
channel  has  linear  response  over  its  operating  range,  i.e.,  the  ratio  of  outputs  (DN  or  electrons, 
respectively)  for  two  measurements  is  equal  to  the  ratio  of  inputs  (irradiance  or  photoevents, 
respectively)  for  the  two  measurements.  The  automatic  gain  control  (AGC)  adjusts  the  MCP  gain  to 
keep  the  CCD  in  its  operating  range  for  a  wide  range  of  irradiances  at  the  face  of  the  UVPI  telescope. 
Based  on  laboratory  measurements  and  manufac' urer's  data,  it  is  anticipated  that  the  cameras  will  exhibit 
a  fixed-pattern  flat-field  response  over  the  range  of  irradiances  anticipated  during  the  mission.  It  has  not 
been  possible  to  verify  the  linearity  of  the  response  of  each  of  the  pixels  [5]  on-orbit  for  the  full  range  of 
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observed  scene  irradiances  because  fixed-pattern  flat-field  response  can  only  be  measured  accurately  for 
very  bright  (sunlit)  scenes.  A  variety  of  flat-field  scenes  observed  on-orbit  have  produced  nearly 
identical  fixed-pattern  images. 

Flat-field  irradiation  was  achieved  both  in  the  laboratory  and  in  flight  by  locking  straight  down  over 
the  ocean  during  the  daytime.  Based  on  many  observ'ations  using  all  a  jr  plume-camera  filters,  it  is  clear 
that  spatial  nonuniformities  in  the  phosphor,  MCP,  photocathode,  a  u  CCD  stay  essentially  constant 
throughout  a  given  observation  pass,  and  for  all  passes,  but  nonuniformities  associated  with  the  filters 
vary.  These  filter  nonuniformities  move  with  the  filter  wheel  as  it  rotates  between  po,'"  tions. 
Fuithermore,  once  the  filter  wheel  has  moved  either  during  a  single  pass  cr  oetween  passes,  a  return  to  a 
previously  used  filter  position  shows  slight  changes  in  the  appearance  of  the  nonuniformities. 

The  filter  nonuniformities  appear  in  flat-field  images  as  dark  spots  that  shift  and  spread  or  contract 
each  lime  the  filter  wheel  is  rotated.  The  shifting  and  spreading  indicates  that  the  filter  wheel  is  probably 
slightly  loose  in  the  plane  normal  to  the  optical  axis.  The  result  is  that  correction  for  these  relatively 
minor  blemishes  is  difficult  or  impossible,  depending  on  the  scene  under  observation.  Near  flat-field 
observations  such  as  daytime  nadir  viewing  over  the  ocean,  land,  or  uniform  clouds  can  often  be 
corrected  on  a  frame-by-frame  basis.  Less  uniform  sources,  which  do  not  show  the  filter  nonuniformities 
clearly,  may  not  be  correctable.  Figures  24  through  27  show  flat-field  data  for  all  four  plume-camera 
filters.  Small  variations  in  responsivity  have  been  accentuated  by  using  pseudo-color  mapping.  Filter- 
specific  blemishes  are  numbered,  and  their  approximate  location  and  size  are  tabulated  in  Table  9. 
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Fig.  26  -  Plume-camera  PC-3  flat-field  response 
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Table  9  -  Position  and  Size  of  Filtci'-Spccific  Blemishes 


Spectral 

B!cm!.sh 

Location  of  Center 

Size 

Filter 

Number 

Pixel  (Row,  Col.) 

1 

1 

(38,204) 

6  pixel  radius 

2 

1 

(134,214) 

4  pixel  radius 

3 

none 

4 

1 

(87.13) 

4x5 

2 

(101,29) 

5x3 

3 

(67.37) 

5x4 

4 

(79.49) 

3x3 

C 

(157,103) 

3x3 

6 

(125,113) 

8x4 

7 

(103,113) 

4t2 

8 

(147,175) 

4x3 

9 

(153,213) 

5x3 

10 

(157,237) 

4x3 

Excluding  filter-specific  blemishes,  the  plume-camera  fixed-pattern  response  to  flat-field  irradiance 
has  remained  nearly  constant  throughout  the  mission.  Figure  28  shows  two  flat-field  images  normalized 
to  spatial  mean  value  1.0,  recorded  during  passes  1606  (May  31,  1990)  and  6994  (May  22,  1991).  For 
comparison.  Fig.  29  shows  pass  1606  and  pass  6994  images  along  the  middle  row  of  pixels.  The  two 
profiles  are  very  similar  except  at  the  edge  of  the  focal  plane.  Figure  30  shows  the  difference  between 
the  two  normalized  images;  the  color  bar  in  the  bottom  left-  hand  comer  shows  the  value  associated  with 
each  color  in  the  image.  The  only  significant  change  between  pass  1606  and  pass  6994  is  a  shift  in  the 
PC-4  filter  blemishes.  Excluding  the  filter  blemishes  and  edge  effects,  the  differences  are  very  small 
compared  with  the  mean  value  (approximately  1.0)  for  each  pixel.  Similarly,  Fig.  31  .shows  the 
difference  between  the  pass  10175  and  the  pass  1606  normalized  images.  By  chance,  the  filter  blemishes 
are  in  nearly  the  same  position  in  these  matrices,  resulting  in  differences  that  are  very  small  compared  to 
the  mean  pixel  value.  The  bright  band  in  the  upper  left-hand  comer  is  positioned  along  the  filter  window 
edge. 

Based  on  these  results,  a  single  nonunifor  y  matrix  is  u.sed  to  calibrate  all  plume  camera  images. 
Filter-dependent  blemishes,  v/hich  change  position  unpredictably,  are  not  included  in  the  matrix.  Figure 
32  shows  the  plume-camera  nonuniformity  matrix  with  filter-specific  blemishes  removed.  The  spatial 
standard  deviation  over  the  central  1 12  by  91  pixels  (zoom  image  rate  region)  is  approximately  4%,  and 
the  standard  deviation  over  the  full  pixel  array  is  12% 

The  nonuniformity  matrices  have  been  normalized  such  that  previously  analyzed  calibration  star 
results  (discussed  in  Section  5)  are  not  altered  by  the  application  of  the  matrix.  The  ratio  of  measured 
DAf  to  estimated  PE  resulting  from  application  of  this  normalized  matrix  must  be  identical  to  that 
previously  determined  for  the  particular  star.  Since  calibration  constants  were  originally  determined 

without  using  a  nonuniformity  matrix,  the  matrices  are  normalized  such  that  Pj*’  =  where  Pr  is 

the  number  of  photoevents  resulting  fnm  a  calibration  star  using  the  nonuniformity  matrix,  and  is 
the  number  of  photoevents  resulting  from  the  same  calibration  star  using  no  nonuniformity  matrix.  In  all 
cases,  the  spatial  mean  value  of  the  resulting  nonuniformity  matrix  is  very  near  to  1.0. 
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Fig.  28  -  Plume-camera  nonuniformities  (passes  1606  and  6994) 
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(a)  Pass  1606 


Plume  Camera  Nonunlfcrmity  Matrix 
(Case  2)e  Profile  Along  Middle  Row 


(b)  Pass  6994 


Fig.  29  -  Comp.rison  of  nonuniformity  matrix  central  row  profiles 
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Figure  33  shows  the  trackcr-camer?  nonunifomiify  matrix.  The  tracker-camera  exhibits  only  minor 
nonuniformities  (Figs.  34  and  35).  The  spatial  standard  deviation  is  approximately  2%  of  the  mean 
value,  both  over  the  entire  focal  plane  and  along  a  centra!  row  of  pixels.  In  the  tracker  camera 
measurements,  the  effect  of  small  clouds  in  the  field  of  view  were  removed  by  selecting  the  minimum 
value,  on  a  pixel-by-pixel  basis,  of  a  large  sequence  of  frames.  The  scene  is  sufficiently  bright  that  the 
photon  shot  noise  is  an  insignificant  fraction  of  the  mean  for  each  pixel.  In  the  plume  camera,  no  small 
clouds  were  observed,  and  each  of  the  frames  in  a  la^ge  sequence  were  indistinguishable  from  each  other. 

The  tracker-camera  nonuniformity  matrix  should  also  be  normalized  such  that  analyzed  calibration 
star  results  (discussed  in  Section  5)  are  not  altered  by  Me  application  of  the  matrix.  However,  the 
tracker-camer:.  riOrmal-m~ie  nnnnnifnrmity  matrix  used  for  data  reduction  was  erroneously  normalized 
such  that  the  mean  value  over  the  entire  field  of  view  was  1.0.  This  normalization  icads  to  a  ^yrtamafic 
4%  error  in  the  tracker-camera  normal  image  rate  images  delivered  on  UVPI  data  tapes.  Therefore,  all 
tracker-camera  normal  image  rate  calibrated  values  for  each  pixel  delivered  on  UVPI  data  tapes  should 
be  reduced  by  4%. 


Bad  Pixels 


A  single  small  clump  of  bad  pixels  has  been  identified  in  the  plume  camera.  Bad  pixels  are  defined 
as  those  whose  output  is  erratic  and  not  correlated  with  the  input  signal.  The  group  of  9  pixels  centerr;d 
around  location  (row  Hi,  column  154)  flashes  on  and  off  randomly  from  frame  to  frame.  The  source  of 
the  erratic  behavior  is  likely  in  the  MCP,  because  a  group  of  pixels  (rather  than  a  single  pixel)  are 
affected.  As  an  example.  Fig.  36  shows  two  successive  dark  frames  from  pass  2076.  The  group  of  bad 
pixels  is  clearly  visible  slightly  to  right  and  above  center  in  the  second  image.  This  same  group  of  pixels 
behaves  erratically  in  all  types  of  UVPI  plume-camera  images. 

No  bad  pixels  arc  evident  in  the  tracker  camera. 


Temporal  Signal-Indeperdent  Noise 

Temporal  signal-independent  noise  generated  in  the  detectors  and  readout  electronics  includes 
electron  shot  noise,  Johnson  noise,  1/f  noise,  generation-recombination  noise,  and  quantization  noise. 
These  noise  components  are  measured  as  a  temporal  variation  in  the  digitized  dark  field  pixel  values  and 
are  important  for  observations  that  do  and  do  not  include  a  dark  field  measurement.  To  determine  the 
best  possible  dark  frame  pixel  values  for  calibration  purposes,  it  is  necessary  to  average  over  a  large 
number  of  dark  frames.  Data  will  be  presented  that  show  the  temporal  standard  deviation  for  single  dark 
frame  pixels  and  groups  of  pixels. 


Measurements 


All  temporal  signal-independent  noise  components  are  measured  by  calculating  the  temporal 
standard  deviation,  Eq.  (3),  for  a  large  number  of  dark  frames.  The  spatial  mean  of  this  temporal 
standard  deviation  is  useful  for  discussion  purposes: 


_  1  M  f  1  AT  r  1  ^  \] 
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In  this  report,  no  atlcnipl  is  made  lo  model  the  indixidual  noise  componenis  eontrihntinp  to  the  tola! 
Hmpirical  results  are  shown  in  Table  10. 

Table  10  •  Dark  Field  Variaiions  Fiom  F  rame  to  Frame 


Orl)it 

Tracker 

Camera 

Frames 

Tracker-Camera 
Spatial  Mean  of 
Temporal  Standard 
Deviation  (DN) 

Plume- 

Camera 

Frame.s 

Plume-Camera 
Spatial  Mean  of 
Temporal  Standard 
Deviation  (DN) 

2076 

32 

1.57 

1.13 

5582 

94 

1.59 

iSB 

1,04 

6786 

105 

1.61 

104 

1.16 

6801 

69 

1.60 

68 

1.15 

6816 

115 

1.61 

115 

1.15 

7024 

96 

1.53 

91 

1.26 

72(K) 

104 

1.91 

103 

1.16 

7215 

88 

1.62 

49 

1.09 

7324 

103 

1.60 

104 

1.17 

7338 

123 

1.52 

122 

1.18 

7487 

99 

1.77 

90 

1.19 

7502 

103 

1.60 

102 

1.24 

7828 

138 

1.54 

137 

1.18 

8172 

100 

1.73 

UK) 

1.21 

8739 

96 

— 

97 

1.08 

8754 

122 

1.54 

121 

1.11 

9037 

97 

1.57 

94 

1.15 

9329 

44 

1.63 

45 

1.10 

9344 

44 

1.62 

45 

1.11 

9547 

116 

1.51 

243 

1.14 

Mean: 

1.61 

1.15 

Stdv; 

0.10 

0.05 

Stdv/Mean: 

5.9% 

4.6% 
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Comparison  shows  that  the  mean  of  the  spatial  means  of  the  temporal  standard  deviation  shown  in 
Table  10 1, 1-61  DN  for  the  tracker  camera  and  1.15  DN  for  the  plume  camera)  is  approximately  8  to  12% 
of  the  mean  of  the  spatial  means  of  die  temporal  mean  shown  in  Table  7  (19.49  DN  for  the  tracker 
camera  and  9.26  DN  for  the  plume  camera).  Note  that  the  frame-to-frame  variation  (1.61  DN  for  the 
tracker  camera  and  1.15  DN  for  the  plume  camera)  is  significantly  larger  than  the  pass-to-pass  variation 
(0.49  DN  for  die  tracker  camera  and  0.12  DN  for  the  plume  camera). 

A  small  part  of  this  variation  is  contributed  by  a  slight  oscillation  of  the  spatial  mean  value  from 
frame  to  frame  (Fig.  37).  The  figure  shows  a  series  of  dark  field  measurements  at  a  single  gain  over  a 
veiy  short  time  period  for  the  two  cameras.  The  spatial  mean  values  are  clearly  oscillating  at  the  frame 
readout  rate  of  5  s"’.  Tlie  temporal  standard  deviation  of  the  spatial  mean  is  approximately  0.095  DN  for 
the  plume  camera  and  0.074  in  the  tracker  camera. 


(a)  Plume  camera 


(b)  Tracker  camera 


Fig.  37  -  Oscillating  values  in  plume-  and  tracker-camera  dark  frames 
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Quantization  Noise 

The  FPA  readout  undergoes  an  A/D  conversion  before  the  data  are  transmitted  to  the  ground.  A/D 
conversion  involves  the  quantization  of  ihe  charge  stored  to  2"  different  levels,  where  n  is  the  number  of 
bits  available.  UVPI  used  8  bits,  hence  there  are  256  different  levels  of  quantization.  Since  quantization 
is  a  mapping  of  the  continuous  data  sample  space  into  a  finite  number  of  selected  values,  after  the  signal 
is  quantized  it  cannot  be  recovered  exactly  as  i*  was  before  quantization.  Hence,  the  quantization  process 
introduces  some  fluctuation  about  the  true  signal  value.  This  fluctuation  can  be  regarded  as  an  additive 
noise.  Assuming  that  for  a  given  quantization  interval  the  conditional  density  function  of  the  input 
signal  is  uniform  over  that  interval,  the  quantization  error  has  a  uniform  distribution  over  a  quantization 
interval;  its  mean  square  error  is  given  [6]  by  1/12. 

3,2.  Temporal  Signal-Dependent  Noise 

Signal-dependent  noise  is  observed  as  a  statistical  variation  in  the  readout  pixel  values  that  depends 
on  the  irradiance  at  the  telescope  aperture  as  a  function  of  time.  Also,  fixed-pattern  flat-field  response 
variations  may,  in  some  instruments,  be  signal  dependent.  UVPI  flat  field  response  spatial  variations 
(nonuniformity  matrices)  are  expected  to  be  signal  independent. 

It  is  assumed  that  there  are  two  signal-dependent  temporal-noise  contributions  in  the  UVPI  output — 
photon  shot  noise  caused  by  the  random  arrival  rate  of  photons,  and  noise  caused  by  tern,  oral  variations 
in  the  gain  of  the  microchannel  plate  intensifier.  Both  of  these  noise  contributions  can  be  reduced, 
relative  to  the  mean  signal,  by  averaging  over  a  large  number  of  data  frames. 

Photon  Shot  Noise 

According  to  Wyatt  [7],  photon  shot  noise  fluctuations  "...set  a  fundamental  limit  to  the  accuracy  by 
which  the  average  photon  rate  can  be  measured.  This  limit  arises  from  the  quantum  nature  of  the  radiant 
source,  and  applies  to  the  case  of  an  ideal  detector  that  is  capable  of  counting  every  incident  photon  and 
that  generates  no  noise." 

The  average  power  of  incident  radiation  on  the  telescope  aperture  at  a  given  wavelength  can  be 
written  as 

W(X)  =  /V(X)~,  (7) 

where  V(X,)  is  the  average  number  of  photons  of  wavelength  1  incident  per  second,  c  is  the  speed  of 
light,  and  h  is  Planck's  constant.  Assume  exactly  one  photoevent  is  produced  for  each  incident 

photons,  where  T1(X)  is  the  spectral  net  quantum  efficiency  discussed  in  Section  5.2.  The  average  power 
can  then  be  measured  by  counting  the  average  number  of  photoevents  accumulated  during  an  integration 
period  t: 

PiX)  =  N{\)xn{\).  (8) 

where  P(X)  is  the  number  of  photoevents  caused  by  photons  of  wavelength  X. 
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The  randomly  arriving  photons  obey  Poisson  statistics  and,  since  the  photoevents  mimic  the  arriving 
photons,  their  generation  also  obeys  Poisson  statistics.  The  variance  of  a  Poisson  process  equals  its  mean 

value  [4j.  Hence,  the  variance  on  the  number  of  photoevents  from  photons  of  wavelength  X,  Op(X), 
equals 

oJ(X)=P(X)  =  w{X)x[^^jTiW  (9) 

A  necessary  and  sufficient  condition  for  valid  integration  over  wavelength  for  the  above  expressions 
for  the  mean  and  variance  of  the  number  of  photoevents  observed  is  that  there  is  no  statistical  correlation 
between  two  spectrally  adjacent  measurements  of  photoevents,  P(X)and/’(X+AX).  Note  that  this 
condition  does  not  imply  that  the  two  measurements  are  statistically  independent  random  variables.  For 
this  report  it  is  assumed  that  such  a  condition  holds. 

Temporal  MCP  Response  Variations 

It  is  assumed  that  all  signal-dependent  temporal  variations  are  either  photon  shot  noise  or  temporal 
MCP  respon.se  variations.  Since  the  photon  shot  noise  is  well  characterized,  MCP  responsivity  variations 
can  be  mea.sured  directly  by  using  star  and  flat  field  data.  Table  1 1  summarizes  the  mean  photoevent 
count  and  its  standard  deviation  for  several  star  measurements.  In  general,  the  detector  noise  is 
approximately  a  factor  of  1.6  above  the  estimated  photon  shot  noise  at  all  intensity  levels.  Figure  38 
shows  the  photoevent  count  standard  deviation  plotted  as  a  function  of  the  mean  photoevent  count. 

4.  UVPI  SPATIAL  PJiSOLUTION 

4.1.  Tracker  Camera 

Pixel  Field  of  View 

Star  patterns  in  the  field  of  view  (FOV)  of  the  tracker  camera  were  used  to  estimate  the  angular  pixel 
resolutions  in  the  horizontal  and  vertical  directions.  A  typical  star  pattern  coifains  at  least  7  to  10  stars 
after  frame  averaging  of  three  consecutive  frames  to  reduce  the  noise  level.  After  a  particular  star 
pattern  in  the  tracker  camera  FOV  has  been  matched  against  catalogued  stars  (in  this  case,  the 
Smithsonian  Astrophysical  Observatory  catalog),  angular  pixel  resolution  is  determined.  This 
determination  is  based  on  the  stipulation  that  the  angular  separation  between  any  two  detected  stars  in  the 
FOV  must  equal  the  angular  separation  between  the  two  corresponding  stars  (of  the  catalog)  whose 
positions  are  given  in  right  ascensions  and  declinations. 

For  N  stars  detected  in  the  FOV,  N(N-])/2  independent  equations  can  be  formed  in  two  unknowns,  x 
and  y.  The  technique  of  nonlinear  least  squares  can  then  be  applied  to  solve  for  x  and  y.  The  least- 
squares  technique  was  applied  to  a  set  of  three  consecutive  frames  in  an  orbit.  Sec  Table  12  for  tracker- 
camera  pixel  resolution.  The  overall  results  were  obtained  by  averaging  over  5  orbits  with  the  maximum 
and  minimum  excluded  from  the  average  and  standard  deviation  computation. 
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Table  1 1  -  Mean  Photoevent  Count  and  Standard  Deviation  for  Star  Measurements 


Filter  Gain 
Step 


Number  of 
Frames 


Mean  PE 
(PE) 


HD74753 


aCol 


aVel 


HD74753 


HD74753 


KVel 


KVel 


a  Col 


HD74753 


kEH 


KVel 


KVel 


KVel 


KVel 


Cen 


KVel 


KVel 


KVel 


3 


1  6 


5 


Photon  Shot 
Noise 


R23] 


41 

9.272 

2.614 

3.045 

93 

40.324 

8.554 

6.350 

71 

58.655 

11.815 

7.659 

49 

72.353 

10.715 

8.506 

27 

79.419 

9.764 

8.912 

45 

79.684 

13.776 

8.927 

62 

87.151 

18.823 

9.335 

77 

233.048 

23.986 

15.266 

29 

269.911 

27.014 

16.429 

100 

277.611 

27.027 

16.662 

64 

476.100 

29.641 

21.820 

63 

594.833 

34.235 

24.389 

83 

631.114 

38.506 

25.122 

45 

643.194 

43.119 

25.361 

65 

650.726 

41.625 

25.509 

10 

732.474 

41.864 

27.064 

60 

752.015 

45.041 

27.423 

30 

781.184 

95.421 

27.950 

41 

1153.962 

53.938 

33.970 

104 

1250.347 

52.301 

35.360 

47 

2210.046 

63.359 

47.011 

9 

2331.400 

70.917 

48.285 

80 

3199.398 

90.315 

56.563 

100 

3382.811 

93.544 

58.162 

65 

5327.780 

116.340 

72.992 

65 

5997.923 

120.144 

77.446 

52 

21458.690 

293.153 

146.488 
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Fig.  38  '  Photoevent  count  standard  deviation  as  a  function 
of  mean  phctocvent  count 


Table  12  -  Tracker-Camera  Pixel  Resolution 


Orbit  Number 

Horizontal  (prad) 

Vertical  (prad) 

6533 

182.90 

146.17 

6533 

- 

143.60 

6548 

179.16 

143.73 

6548 

180.03 

143.15 

6563 

179.93 

6563 

180.64 

143.97 

6578 

181.00 

145.22 

7321 

180.08 

141.74 

Average 

180.53 

143.94 

Std  dev 

1.19 

1.43 

Std  dev  (%  of  avg) 

0.66 

0.99 

Point  Spread  Function 

The  effective  UVPI  point  spread  function  (PSF)  is  denned  as  the  response  of  the  instrument  to  a 
point  source,  e.g.,  a  star  or  a  ground-based  beacon.  The  PSF  is  the  result  of  many  contributing  factors, 
such  as  pixel  size,  spacecraft  jitter,  telescope  optics,  electronic  blurring,  and  MCP  blurring. 

Estimates  of  the  tracker  camera  PSF  have  been  obtained  at  different  times  during  the  UVPI  mission. 
For  all  of  the  PSF  estimates  presented  in  this  section,  the  dark  field  background  has  been  subtracted  from 
the  data,  pixel  values  less  than  zero  have  been  set  to  zero,  and  the  data  have  been  normalized  such  that 
the  maximum  value  is  one. 
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Table  13  summarizes  PSF  estimate  results  for  one  ground-based  beacon  observation  and  one  star 
observation.  The  approximate  full  width  of  the  PSF  along  its  major  axis  is  reported,  in  pixels,  at  10% 
and  50%  of  the  maximum  amplitude.  The  star  used  in  a  this  observation  is  K-vel.  The  values  in  this 
table  wcr  •.  derived  from  3-dimensional  (3-D)  and  contour  plots  of  the  PSF  over  subimages  of  16  by  16 
pixels  39  and  40).  Figure  3®  depicts  the  tracker  camera  PSF  response  to  K-vel  during  orbit  4621. 
On  the  top,  a  3-D  plot  of  the  normalized  PSF  is  shown;  on  the  bottom,  contour  plots  of  the  PSF  are 
shown  for  three  different  amplitude  levels  of  0.9,  0.5,  and  0.1  of  the  maximum  value  of  1.  Figure  40 
corresponds  to  the  tracker-camera  PSF  while  looking  at  a  ground-based  beacon  during  orbit  1 173. 


Table  13  -  Typical  Tracker  Camera  PSF  Widths  (With  and  Without  Door  Mirror) 


UVPI 

Orbit 

No. 

Point 

Source 

Image 

Frame 

No. 

UVPI 

Door 

Mirror 

10%  Full 
Width 
(pixel) 

50%  Full 
Width 

Comment 

4621 

Kvel 

8089 

used 

3 

1.5 

good  quality 

1173 

Ground 

beacon 

12772 

not  used 

3 

2.5 

good  quality 

42.  Plume  Camera 

Pixel  Field  of  View 

Given  the  knowledge  of  plume-camera  inter  pixel  distance  (27.0  pm  along  a  column,  34.5  pm  across 
columns),  and  the  inflight  observation  of  two  known  close  stars,  the  angular  field  of  view  for  a  pixel  of 
the  plume  camera  has  been  verified.  The  two  .stars  are  p*  scorpii  and  p^  scorpii,  which  have  a  small 
enough  angular  separation  that  they  can  both  be  imaged  in  the  plume  camera  at  the  same  time,  as  shown 
in  Fig.  41.  Ti  e  p*  scorpii  right  ascension  and  declination  are,  respectively,  252.8134  and  -38.0326.  The 
p2  scorpii  right  ascension  and  declination  are,  respectively,  252.9296  and  -38.0027.  The  angular 
separation  Of  is  calculated  to  be  1 .681x10'^  radians. 

The  distance  between  stu  images  on  the  focal  plane  was  determined  by  calculating  the  centroid 
location  for  each  of  the  two  stars  and  determining  the  offset  in  pixel  rows  and  colutrjis.  The  centroid 
location  for  a  single  star  image  is  calculated  by  selecting  an  n  by  n  pixel  region  around  the  image  and 
using 


and 


a 


(10) 


(11) 


Rg. 40 -Tracker-camera ?SF derived  from  beacon 
observation  during  orbit  1 173 
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Here  (Ar)„jj„  and  (Ac)„_,„  specify  the  offset  in  rows  and  columns  between  the  centroid  and  the  upper  left- 
hand  comer  of  the  n  by  n  region,  i  and  j  are  the  pixel  indices  within  the  n  by  n  region,  and  JiiJ)  is  the 
image  intensity  (with  units  DN)  at  pixel  position  (row=/,colunui=y).  (Ar)„  ^  „  and  (Ac)„  ,  „  were  used  to 
determine  the  absolute  row  and  column  position  of  the  image  intensity  centroid  on  the  focal  plane. 
Measurements  of  the  centroid  locations  (/?j,  Cj)  and  (f?2.  for  p*  scorpii  and  p.2  scorpii  were  made, 
and  the  offsets.  Ax  =  I  (C2  -  Cj)  I  and  Ay  -  I  (/?2  -  Ri)  I  between  the  two  centroids  were  calculated.  The 
distance  r  between  the  two  centroids  on  the  focal  plane  is  then  given  by 

r  =  34.5)' -I- (Ay -27.0)'  (urn) ,  (12) 

and  the  angular  field  of  view  per  pixel  in  the  x  and  y  directions  is  given  by 


Table  14  shows  results  of  several  measurements.  found  to  be  12.78  |irad,  and  £2^  is  10.(X) 
)irad,  giving  a  total  pixel  field  of  view  of  £2;j  Qy=  1.278  x  10'*°  steradians. 

j 

Point  Spread  Function 

The  effective  UVPI  point  spread  function  (PSF)  is  defined  as  the  response  of  the  instrument  to  a 
point  soutce,  e.g.,  a  star  or  a  ground-based  beacon.  The  PSF  is  the  result  of  many  contributing  factors, 
such  as  pixel  size,  spacecraft  jitter,  telescope  optics,  electronic  blurring,  and  MCP  blurring.  Based  on 
review  of  UVPI  data  from  many  observations,  one  may  conclude  that  the  plume  camera's  PSF  depends 
on  the  observation  modality,  i.e.,downward-looking  vs  sideward-looking.  Sideward-looking  observations 
use  the  door-mounted  mirror,  but  downward-looking  observations  do  not.  Existing  data  for  point  sources 
indicate  that  the  PSF  is  less  circularly  symmetric  when  using  the  door-mounted  mirror. 

Estinlates  of  the  plume-camera  PSF  have  been  obtained  at  different  times  during  the  UVPI  mission. 
For  aU  of  the  PSF  estimates  presented  in  this  subsection,  the  dark  field  background  has  been  subtracted 
from  the  data,  pixel  values  less  than  zero  have  being  set  to  zero,  and  the  data  have  been  normalized  such 
that  the  maximum  value  is  one. 

Table  15  summarizes  PSF  estimate  results  for  one  ground-ba(  id  beacon  and  four  star  observations, 
where  the  approximate  full  width  of  the  PSF  along  its  major  axis  is  reported,  in  pixels,  at  10%  and  50% 
of  the  moAimum  amplitude.  The  star  used  in  these  observations  is  K-vel.  The  values  in  this  table  were 
derived  from  3-D  and  contour  plots  of  the  PSF  over  subimages  of  32  by  32  pixels,  see  Figs.  42-46. 
Figure  42  depicts  the  plume-camera  PSF  response  to  K-vel  during  orbit  1584.  On  the  top  a  3-D  plot  of 
the  normalized  PSF  is  shown  and,  on  the  bottom,  contour  plots  of  the  PSF  are  shown  for  three  different 
amplitude  levels  of  0.9,  0.5,  and  0.1  of  the  maximum  vrilue  of  1.  The  irregular  shape  of  the  plume 
camera  PSF  is  believed  to  have  its  origin  in  jitter  introduced  by  the  UVPI  door  mirror.  Figures  43-45 
show,  respectively,  the  plume  camera  PSF  while  looking  at  K-vel  during  orbits  4621, 4636,  and  597. 
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Table  14  -  Plume-Camera  Pixel  Field  of  View  Measurements 


Mean  value: 


%  error: 


R] 

Cl 

R2 

At 

(pixel) 

Ay 

(pixel) 

r(ltm) 

(itrad) 

Qy  (larad) 

182.61 

144.85 

20.81 

35.69 

161.80 

4538.90 

12.78 

10.00 

185.59 

143.09 

23.80 

35.61 

161.78 

4537.57 

12.78 

10.00 

183.84 

144.04 

22.19 

35.68 

161.65 

4534.88 

12.79 

10.01 

181.16 

144.91 

19.29 

35.40 

161.87 

4537.78 

12.78 

10.00 

184.11 

143.67 

22.41 

35.29 

161.70 

4532.46 

12.80 

10.02 

184.87 

143.50 

23.02 

35.18 

161.85 

4535.49 

12.79 

10.01 

187.02 

143.08 

25.10 

35.15 

161.93 

4537.11 

12.78 

10.01 

185.83 

\42.V 

23.63 

35.25 

162.21 

4545.36 

12.76 

9.99 

184.75 

143.41 

22.74 

35.16 

162.C1 

4539.21 

12.78 

10.00 

183.95 

143.41 

21.77 

35.26 

162.17 

4544.43 

12.76 

9.99 

182.25 

143,50 

20.18 

35.13 

162.07 

4540.52 

12.77 

10.00 

143.30 

22.14 

35.03 

162.55 

4552.24 

12.74 

9.97 

IQQ 

144.11 

34.88 

162.11 

4539.47 

12.78 

10.00 

182.50 

143.40 

20.56 

34.71 

161.94 

4533.49 

12.79 

10.01 

187.48 

143.32 

25.20 

34.93 

162.29 

4544,46 

12.76 

9.99 

182.27 

144.01 

20.22 

34.86 

162.06 

4537.77 

12.78 

10.00 

182.50 

143.49 

20,43 

34.85 

162.07 

4538.06 

12.78 

10.00 

179.23 

143.62 

16.63 

34.80 

162.61 

4551.51 

12.74 

9.97 

e: 

35.16 

162.04 

4540.04 

12.78 

10.00 

0.85 

0.16 

0.12 

0.12 

0.12 
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Table  15  -  Typical  Plume  Camera  PSF  Widths  (With  and  Without  Door  Mirror) 


UVPI 

Orbit 

No. 

Point 

Source 

Image 

Frame 

No. 

UVPI 

Door 

Mirror 

10%  Full 
Width 
(pixel) 

50%  Full 
Width 
(pixel) 

Comment 

1584 

K-vel 

3803p 

used 

17 

14 

irregular  shape 

4621 

K-vel 

8089p 

used 

18 

6 

irregular  shape 

4636 

K-vel 

7879p 

used 

15 

6 

irregular  shape 

0597 

K-vel 

6916p 

used 

10 

6 

1  main  lobe 

1173 

Ground 

beacon 

12778 

not  used 

17 

8 

1  main  lobe 

! 


Orbit  1584 


Column  Index 


Fig.  42  -  Plume-camera  PSF  derived  from 
star  observations  during  orbit  1584 
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Obit  Ht36 


Orbit  4636 


I 


! 

Fig.  44  -  Plume-camera  PSF  derived  from 
star  observations  during  orbit  4636 
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Orbit  1173 


Orbit  1173 


Rg.  46  -  Plunte-cainera  PSF  derived  from 
beacon  observation  during  otbit  1 173 
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Figure  46  depicts  the  UVPl  plume-camera  PSF  response  to  a  ground-based  beacon  during  orbit  1173. 
The  nominal  plume-camera  PSF  shape  used  in  the  rocket  plume  reports  [8-11]  corresponds  to  a  block  of 
16  by  16  pixels  around  the  brightest  pixel  in  the  ground-based  beacon  response. 

5.  UVPI  SENSOR  RESPONSE 

The  goal  of  the  UVPl  sensor  calibration  effort  is  to  ensure  that  the  instrument  response  is  well 
understood  under  all  ..iea,surement  conditions  and  that  the  accuracy  and  precision  of  calibration 
constants,  at  any  time  in  the  mission,  are  well  known.  Derived  response  functions  are  used  to  convert  8- 
bit  pixel  readout  values  to  useful  radiometric  units  (such  as  watts  sr'  pm  '  or  rayleighs/angstrom)  with 
error  bars,  and  to  specify  the  spatial  characteristics  of  the  scene  or  target  of  interest  in  length  or  area 
units. 

Determination  of  target  or  scene  radiontetric  characteristics  requires  a  thorough  understanding  of 
sensor  spectral  responsivity.  This  depends  on  MCP  gain  step,  tracker-camera  integration  time,  and  pass- 
specific  parameters.  To  convert  from  photoevents  to  radiometric  units,  an  assumption  must  be  made 
concerning  the  spectral  energy  distribution  of  the  target  or  scene. 

Determination  of  target  or  scene  spatial  characteristics  from  UVPl  images  requires  a  full 
characterization  of  the  system  point  spread  function,  as  well  as  knowledge  of  observation  range.  System 
point  spread  function  was  discussed  in  Section  4. 

To  determine  the  wavelength-dependent  total  responsivity  (8-bit  digital  numbers  per  photon)  on- 
orbit,  calibration  measurements  were  regularly  made  throughout  the  UVPl  mission  by  using  well 
characterized  stars.  These  measurements,  in  conjunction  with  measurements  performed  at  Loral  Electro- 
Optic  Systems  and  ITT  prior  to  launch,  were  used  to  derive  the  revised  intensity  calibration  curves 
presented  in  this  section.  These  revised  curves  are  compared  with  laboratory  measurements  in  the  next 
section.  If  should  be  noted  that  the  results  presented  here  (UVPl  calibration  version  3)  are  revisions  of 
those  presented  in  the  UVPl  rocket  reports  (UVPl  calibration  version  2)  [8-11].  Simple  conversion 
factors  to  convert  between  the  two  versions  are  presented  in  the  next  section  and  in  the  final  section. 

Based  on  star  and  laboratory  measurements,  the  total  responsivity  of  the  UVPl  is  described  as  the 
product  of  two  terms,  one  wavelength-dependent  and  one  MCP  gain  dependent.  The  wavelength- 
dependent  term  accounts  for  transmission  in  the  optics  and  spectral  filters,  for  inefficiencies  in  the 
photocathode  response,  and  for  collection  inefficiency  in  the  MCP.  These  losses  arc  combined  to  obtain 

net  quantum  efficiency  functions  t1j.(X),  which  take  into  account  the  total  wavelength-dependent 
responsivity  (photoevents  per  photon)  of  the  sensor  with  spectra!  fi'tcr  i  in  place,  independent  of  MCP 
gain,  phosphor  efficiency,  and  CCD  quantum  efficiency.  The  effect  of  MCP  gain,  phosphor  efficiency, 
and  CCD  quantum  efficiency  on  responsivity  is  isolated  in  the  gain  conversion  factors  Gg,  one  for  each 
MCP  gain  step,  g  =  0,...,15. 

It  is  assumed  that  the  net  quantum  efficiency  functions  rij.(X)  do  not  depend  on  MCP  gain,  scene 

irradiance,  or  pass-specific  parameters  and,  therefore,  are  constant  under  all  measurement  conditions. 
Two  sets  of  net  quantum  efficiency  functions  are  necessary-one  set  for  observations  using  the  UVPl 

door  mirror  ri .  (X) ,  and  one  set  for  observations  without  the  door  mirror,  q .  ,  (X) . 

Using  these  definitions,  the  total  responsivity  of  the  UVPl  with  spectral  filter  i  in  place  and  at  MCP 
gain  step  g  is 

/?,i,(X)  =  T]j(X)  G^  (DN /photon).  (15) 
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To  derive  the  total  responsivity  on-orbit,  laboratory  measurements  of  the  shapes  of  the  net  quantum 
efficiency  and  gain  conversion  functions  are  used  as  a  starting  point.  Since  the  responsivity  of  each 
individual  detector  element,  or  pixel,  can  change  during  the  course  of  the  UVPI  mission,  it  is  essential 
that  ongoing  in-flight  measurements  of  well  characterized  stars  are  made  frequently  in  order  to  adjust  the 
laboratory  calibration.  This  section  discusses  the  procedure  used  to  revise  the  laboratory  calibration 
functions  by  using  a  known  star's  spectrum  and  UVPI  measurements  of  that  star.  An  empirical  model  of 
the  UVPI  radiometric  response  is  used  to  predict  the  response  to  a  known  star.  By  comparing  the 
prediction  to  the  measured  data,  a  set  of  calibration  constants  is  obtained.  The  method  requires  that: 

•  UVPI  must  track  the  selected  star,  and 

•  reliable  UV  spectra  for  the  observed  star  must  be  known. 

5.1.  Laboratory  and  On-Orbit  Measurements  of  the  Gain  Conversion  Factor 

Prior  to  launch,  ITT  measured  the  relationship  between  MCP  voltage  and  MCP  photoclectron  gain. 
Combined  with  knowledge  of  the  MCP  voltage  associated  with  each  UVPI  gain  setting,  relative  to  gain 
setting  zero,  these  measurements  define  the  shape  of  the  gain  conversion  factor.  The  on-orbit  gain 
conversion  factor  was  derived  by  fixing  the  amplitude  of  the  FIT  functional  shape  based  on  direct  on- 
orbit  measurements  of  the  number  of  8-bit  digital  numbers  (DM)  per  photoevent  (PE)  at  high  gain 
settings. 

In  this  section  it  is  assumed  that  the  net  quantum  efficiency  curves  stay  constant  under  all 
measurement  conditions  and,  therefore,  that  the  number  of  photoevents  per  photon  incident  on  the  MCP 
are  completely  determined  at  each  wavelength  for  a  given  spectral  filter  and  door  mirror  configuration. 
The  MCP  gain  dependence  of  the  total  responsivity  (digital  numbers  per  photoevent)  is  taken  into 
account  by  using  the  gain  conversion  fact<  rs  Gg  for  each  MCP  gain  step  g,  which  are  independent  of 
wavelength.  These  factors  specify  the  number  of  digital  numbers  (DN)  output  from  the  A/D  converter 
per  photoevent  (PE)  incident  on  the  MCP.  Because  of  the  consistency  and  repeatability  of  on-orbit 
calibration  star  measurements,  discussed  later,  it  is  apparent  that  the  Cg  values  do  not  have  a  strong 
dependence  on  pass-specific  parameters,  and  small  pass-to-pass  variations  are  simply  included  in 
calibration  error  estimates. 

Gain  Conversion  Factor  Estimation  Procedure 

This  section  discusses  the  method  used  to  estimate  gain  conversion  factors  at  high  gains  by  using 
sparse  field  images.  A  sparse  field  image  is  defined  as  an  image  in  which  a  small  number  of  photoevents 
are  recorded  in  the  focal  plane  of  the  camera  and  no  significant  spatial  or  temporal  overlapping  between 
the  individual  photoevents  takes  place.  Figure  47  depicts  a  3-D  plot  of  a  33  by  33  pixel  plume-camera 
subimage  in  which  three  photoevents  are  clearly  visible  as  amplitude  spikes.  The  image  was  obtained 
with  the  UVPI  door  closed  and  an  MCP  gain  of  15.  Notice  that  photoevents  occupy  multipixel  regions 
and  can  have  different  peak  amplitudes.  The  observed  spatial  extent  of  a  single  photoevent  is  caused  by 
the  combination  of  the  MCP,  the  phosphor,  and  the  fiber  optic  bundle  interface.  This  blurring  is  one  of 
the  many  factors  affecting  the  overall  camera  point  spread  function.  The  obser.ed  background  variations 
are  primarily  induced  by  fixed-pattern  dark  field  variations  and  thermal  noise.  The  final  evaluation  of 
sparse  field  image  acceptability  is  done  by  visual  inspection.  Typically,  sparse  field  images  result  when 
low  irradiance  levels  are  at  the  MCP  aperture  and  high  MCP  gains  are  used.  For  a  given  MCP  gain  level, 
the  primary  goal  of  the  sparse  field  analysis  is  to  estimate  the  average  integrated  DN  response  of  a  single 
photoevent  Gg  with  units  of  DN/PE;  the  secondary  goal  is  to  estimate  its  average  spatial  extent. 


Fig.  47  -  Single  photoevents  in  a  plume  camera  subinage  at  MCP  gain  of  15 

Given  a  sequence  of  sparse  field  images  gathered  from  the  same  camera-filter-gain  combination  and 
over  a  small  time  window,  {t^\n  •- 1,...  a  scheme  was  developed  to  measure  Gg.  The  problem  was 
posed  as  a  detection  and  estimation  problem  where  the  signal  is  the  photocvcnt  and  the  noise  is  the  dark 
field  spatial  and  temporal  fluctuations.  A  photoevent  is  discriminated  from  the  background  noise  based 
on  its  amplitude  and  shape. 

Amplitude  Discrimination 

For  amplitude  discrimination,  the  readout  value  of  a  pixel  was  considered  to  be  the  result  of  at  least 
one  photoevent  if  it  exceeded  a  threshold  value  derived  from  the  pixel  background  noise  statistics  and  an 
accepted  probability  of  false  alarm  (PFA).  The  PFA  is  the  probability  that  the  pixel  DN  value  will 
exceed  the  derived  threshold  with  no  photf^event  present,  resulting  in  a  false  detection.  In  particular, 
given  the  kxh  pixel,  an  N  dimensional  vector  of  raw  DN  values  in  time  can  be  constructed,  i.e., 

[Qk  „ln=),...N)  from  which  the  threshold  value  was  computed.  To  suppress  biases  or  large  deviations 
introduced  by  photoevents,  a  median  filtered  version  of  the  raw  data  vector  was  constructed. 


fl^^=median(Gjt^^_2 


®k,n+2^- 


(16) 
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From  this  estimates  of  the  ibth  pixel  background  noise  sample 


mean  and  the  background  noise 


sample  variance  o 


were  derived  as 


M-ij 

a 


(17) 


Given  an  acceptable  PFA  and  the  assumption  that  the  dark  field  fluctuations  of  a  pixel  have  a 
Gaussian  distribution,  a  threshold  value  was  computed  for  each  pixel  by  using  the  equation. 


=^a.  +erfc.(PFA)a,^ 


(18) 


where  erfc,(x)  is  the  complementary  error  function  [12].  In  this  analysis,  a  PFA  of  1  x  was  adopted 
for  PE  discrimination.  This  corresponds  to  a  value  of  erfc.(IT^A)  =  5.61.  For  example,  by  using  plume- 

camera  sparse  field  data  gathered  at  gain  step  13  during  orbit  2089,  typical  values  for  are 

approxLnately  9.41±0.957  DN;  typical  values  for  are  approximately  0.S3±0.24  DN;  and  a  typical 

decision  threshold  value  Tg  is  12.38.  Pixels  whose  value  exceeded  the  threshold  value  were  then 
subjected  to  spatial  discrimination. 

Spatial  Discrimination 

Spatial  discrimination  was  applied  to  each  pixel  corresponding  to  a  possible  photoevent  by  the 
following  steps: 


a.  Rank  by  amplitude  all  the  pixels  identified  during  the  amplitude  discrimination  process  to  be 
possible  photoevents  on  a  given  image.  Select  the  brightest  pixel  and  construct  an  S  by  S 

pixel  window  aroiuid  that  pixel,  Such  a  region  is  denoted  as  .  Typical  values  of  S  used  are  S 
=  3.5,7. 

b.  Accept  this  region  as  a  real  photoevent  if  at  least  5  pixels  within  the  S  by  S  window  exceed  their 
threshold  and  if  it  does  not  overlap  any  previously  identified  region. 

c.  Continue  with  the  next  bri^test  pixel  left  until  no  more  pixels  are  left  that  exceed  the  threshold 
on  the  image.  The  jKocess  is  started  on  the  next  image. 

A  program  was  developed  using  the  MSHELL  Image/Signal  Ihxxressing  language  to  autonomously 
apply  the  amplitude  and  spatial  discrimination  schet**es  to  a  group  of  images.  Figure  48  depicts  the 
output  of  the  program  in  the  middle  of  its  processing.  The  upper  left  image  is  the  raw  data  as  gathered 
by  the  UVPI  camera.  The  lower  left  image  is  the  estimated  field  image  that  resulted  from  the  dark 
background  estimation  process.  The  lower  right  image  depicts  the  location  of  possible  photoevents. 
The  upper  right  image  shows  the  already  identified  photoevents  as  black  spots.  The  overlay  photoevent 
regions  shown  in  light  blue  are  not  used  in  sparse  field  analysis  process. 
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Fig.  48  ■  Mid-processing  output  of  sparse  field  analysis  program 


For  identified  photoevents,  indexed  by  /  =  1, the  net  spatial  mean  and  variance  ,  w;ts 
computed  as  follows: 


where  is  the  DN  value  at  pixel  k  and  time  that  results  after  subtracting  its  corresponding  dark 
field  e.stimate,  i.e.. 


(2t)) 
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Hence,  for  the  gi’/en  MCP  gain  level  g  and  assuming  a  photoevent  support  region  of  by  S  pixels,  the 
estimated  total  DN  response  per  photoevent  is  defined  by 


(21) 


Good  physical  intuition  can  be  gained  by  looking  at  the  density  functions  of  the  DN/pixel  values  for 
the  noise  alone  and  the  signal  plus  noise,  i.e.,  the  dark  field  background  noise  and  the  photoevent  on  top 
of  the  dark  field  background.  Figure  49  depicts  the  density  functions  that  resulted  for  a  single  pixel  on 
the  analysis  of  prefligbt  data,  385_4B1010D7FL2Z_W.1LIS,  using  a  window  size  of  5  by  5,  and  MCP 


gain  of  13.  On  the  left  is  the  noise  density  function  estimate  for  a  single  pixel,  with  mean 


=  10.05, 


Standard  deviation  Og^  =0.63,  and  a  decision  threshold  at  3^=13.57.  On  the  right  is  the  signal  plus  noise 

density  function.  This  plot  shows  that  the  noise  density  function  looks  fairly  symmetric  around  its  peak 
value  and  tliC  signal  and  noise  are  fairly  separable  at  this  gain  and  window  size. 


Fig.  49  -  Density  functions  of  noise  and  signal  plus  noise 


Results 

Recall  that  for  a  given  MCP  gain  level,  the  primary  goal  of  the  sparse  field  analysis  is  to  estimate  the 

average  integrated  DN  response  of  a  single  photoevent  G,  vrith  units  of  DN/PE;  the  secondary  goal  is  to 

estimate  its  average  spatial  extent.  Sparse  field  analysis  was  performed  on  Inflight  and  pre-flight 
observations  for  the  plume  and  tracker  camera. 
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The  photocathodc  material  used  in  the  phime  camera,  cesium  tclluriiJc.  froduc  ts  fewer  dark  current 
electrons  than  the  bialkali  used  in  the  tracker  camera.  For  this  reason,  it  was  n  ;cc  ;s  try  to  open  the  UVPI 
door  to  gather  data  for  sparse  field  analysis  of  the  plume  camera.  Very  low  intensity  nigbiglow 
observations  were  used  to  generate  a  few  widely  spaced  phetoevents  pci  image  fra.ne  at  MCP  gain  step 
13.  Table  16  summarizes  the  results.  A  window  size  of  S  =  7  was  adopted  beeau.se  ii  s  small  enough  to 
provide  a  tight  fit  of  the  individua.l  photoeve.it,  but  large  enough  to  suppress  the  tail  contributions  of 
photoevents  from  being  counted  as  individual  photoevents.  F-or  this  window  size,  it  can  be  seen  that  the 
preflight  estimate  is  1.18  times  larger  than  the  inflight  estimate.  The  reason  for  this  improved  .sensitivity 
is  unknown. 


Table  16  -  Plume  Camera  Gjj  Gaii.  Conversion  Factor  Estimates 


G,j  j  (ON/PE) 

Data  Set 

No.ofPEs 
Used  For 
Estim.ation 

Gain 

Level 

S=3 

S=5 

S=7 

385_4B1010D7FL2Z_W.1LIS 

(preflipht) 

2000r 

13 

194.96 

233.65 

2611 

UVPI  pass  2089 
(inflight) 

389 

13 

165.85 

203.21 

222 

Figure  50  shows  the  average  spatial  and  amplitude  response  generated  on  the  plume  camera  CCD  by 
a  photoevent  in  the  MCP  when  a  window  size  of  7  by  7  is  used  for  estimation.  This  result  was  derived 
from  the  inflight  data  set,  UVPI  pass  2089.  The  area  under  this  curve  corresponds  to  the  MCP  gain 

conversion  factor  at  gain  step  13,  i.e.,  Gjj 


Fig.  50  -  Plume  camera  response  to  a  singje  phot.acvcnt  at  gain 
ftep  13.  neglecting  dark  background 
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Sparse  field  analysis  of  the  tracker  camera  was  performed  with  the  sensor  door  closed.  Since  most  of 
the  dark  current  images  evident  at  high  MCP  gain  are  generated  at  the  photocathode,  it  is  possible  to 
measure  G»  at  MCP  gain  step  15  by  summing  the  pixel  values  in  a  dark  current  electron  image  and 
assuming  that  the  sum  was  caused,  most  likely,  by  a  single  dark  current  electron  released  from  the 
photocathode.  Table  17  summarizes  the  results  obtained  on  the  tracker  camera.  For  the  same  reasons 
given  for  the  plume  camera  analysis,  a  window  size  of  S  =  7  was  adopted.  For  this  window  size,  it  can 
be  seen  that  the  preflight  estimate  is  1 .07  times  larger  than  the  inflight  estimate. 


Table  17  -  Tracker  Camera  G^,  Gain  Conversion  Factor  Estimates 


G,„  (DN/PE) 

Data  Set 

Gain  Level 

S=5 

S=7 

361_cdrk.tl5 

(preflight) 

15 

134.43 

148.73 

UVPI  Pass  2076 
(inflight) 

128.13 

139.51 

In  summary,  the  shape  of  the  Gg  curve  was  measured  by  ITT  prior  to  launch,  and  the  value  of  Gg  at 

gain  step  15  for  the  tracker  camera  was  measured  directly  on-orbit  by  using  th^;  sparse  field  analysis 
method  described.  The  resulting  plume-camera  gain  con'.  iTsion  factors  are  «'hown  in  Table  18  and  Fig. 

51,  and  the  gain  conversion  factors,  Gg,  for  the  hacker  camera  are  shown  in  Table  19  and  Fig.  52.  The 
value  of  Gg  at  MCP  gain  step  13  for  the  plume  camera  was  determined  by  using  the  sparse  field  analysis 

procedure  discussed,  and  the  shape  of  the  curve  was  based  on  FlTs  measurements.  Note  that  the  Gg 

values  at  a  given  gain  setting  are  higher  for  the  plume  camera  than  those  at  the  same  setting  for  the 
tracker  camera.  j 

Table  18-  Plume  Camera  Gain  Conversion  Factors  ! 


Gain  Step  g 

G,  (DN/PE) 

0 

4.171E-02 

1 

5.735E-02 

2 

1.043E-01 

3 

1.616E-01 

4 

2.607E-01 

5 

5.840E-01 

6 

1.470E+00 

7 

3.533E-t4)0 

8 

7.928E-M)0 

9 

1.670E+01 

10 

3.584E+01 

11 

6.144E+01 

12 

I.199E+02 

13 

2.220E+02 

14 

3.420E+02 

15 

4.527E+02 

p«f  Phelotvtfit 


UVPl;  Calibration  and  Sensor  Assessment 


77 


Fig.  52  -  Tracker-camera  gain  conversion  factors 


5^.  Derivation  of  On-Orbit  Net  Quantum  Efficiency  Functions 

Laboratory  Measurement  of  Net  Quantum  Efficiency  Wavelength  Dependence 

Prior  to  launch,  a  series  of  measurements  were  made  at  Loral  Electro-Optic  Systems  to  determine  the 
wavelength-dependent  net  quantum  efficiency  of  the  UVPI.  The  measurements  were  made  without  the 

UVPI  door  mirror  in  place.  Five  net  quantum  efficiency  curves  were  provided  by  Loral  (P,(X,)  i  = 
0,1, ..4);  one  for  the  tracker  camera,  and  four  for  the  plume  camera.  Since  the  UVPI  functioiiS  as  a 
relatively  broadband  photometer  rather  than  as  a  spectrometer,  no  measurement  of  the  wavelength- 
dependent  sliapes  of  the  net  quantum  efficiency  curves  can  be  made  on-orbit,  and,  therefore,  the  shapes 
measured  at  Loral  must  be  used. 

The  following  subsections  discuss  how  the  curves  measured  at  Loral  were  adjusted  to  match  on-orbit 
star  measurements.  Since  star  measurements  were  made  with  the  UVPI  door  mirror  in  place,  the 
wavelength-dependent  reflectivity  of  the  door  mirror  is  incorporated  into  the  net  quantum  efficiency 
shape  before  adjustment  to  match  star  measurements.  The  wavelength-dependent  reflectivity  of  the  door 

mirror,  r(A,)  as  specified  by  Loral  [13],  is  shown  in  Fig.  53  and  in  Table  20. 

Stellar  Emission  Spectra 

UVPI  measurements  of  known  stars  must  be  compared  with  similar  measurements  from  other  well 
calibrated  sensor  systems.  Currently,  spectral  data  are  available  from  the  International  Ultraviolet 
Explorer  (lUE)  [14]  and  Orbiting  Astronomical  Observatory  (OAO-2)  [15]  satellites.  In  addition,  longer 
wavelength  ground-based  data  spanning  the  Balmer  discontinuity  (at  approximately  380  nm)  is  used  in 
tlie  tracker  camera  calibration  [16]. 


Fig.  53  -  Wavelength -dependent  reflectivity  of  UVPl  door  mirror 


Table  20  -  Wavelength  Dependent  Reflectivity  of  UVPI  Door  Mirror 


X(nm) 

r(X) 

X(nm) 

r(X) 

X(nm) 

r(X) 

X(nm) 

r(X) 

190 

0.383 

270 

0.91 

330 

0.95 

390 

0.94 

20C 

0.457 

275 

0.918 

335 

0.951 

395 

0.94 

210 

0.531 

280 

0.926 

340 

0.952 

400 

0.94 

220 

0.604 

285 

0.929 

345 

0.952 

405 

0.94 

230 

0.678 

290 

0.932 

350 

0.952 

410 

0.94 

235 

0.715 

295 

0.934 

355 

0.951 

415 

0.94 

240 

0.749 

300 

0.936 

360 

0.95 

420 

0.94 

245 

0.79 

305 

0.943 

365 

0.948 

425 

0.93 

250 

0.832 

310 

0.95 

370 

0.947 

430 

0.93 

255 

0.853 

315 

0.95 

375 

0.946 

435 

0.93 

260 

0.884 

320 

0.95 

380 

0.944 

440 

0.93 

265 

0.897 

325 

0.95 

385 

0.942 

445 

0.93 

450 

0.93 
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Predicted  UVPI  Star  Response 

Well-calibrated  spectral  irradiance  measurements  for  known  stars  are  used  to  determine  the  expected 
number  of  photoevents  (photoelectrons  registered  in  the  MCP)  collected  during  a  given  integration  time. 
The  conversion  from  wavelength-dependent  photon  flux  to  photoevents  per  unit  integration  dme  is 
accomplished  by  using  the  Loral  net  quantum  efficiency  curves.  Photoevents  are  the  basic  quu.ntity 
counted  by  the  instrument  and,  as  such,  can  be  used  to  estimate  the  photon  shot  noise. 

Given  Loral's  laboratory-measured  net  quantum  efficiency  of  the  UVPI  sensor,  and  a  known 

star  spectral  irradiance,  0,(7.)  ,  with  units  ergs  cm"^  s'*  Jim**,  the  UVPI  response  in  photoevents  per 
frame  can  be  predicted  from 

K  =  J  (PE).  (22) 

Here,  AXj  is  the  spectral  bandwidth  (microns)  for  filter  number  f,  i  =  0,1, 2,3,4  with  i  =  0  representing  the 
tracker  camera,  is  the  effective  optical  aperture  (cm^),  and  T  is  the  integration  or  exposure  time 
(seconds)  for  a  single  frame.  The  door  mirror  reflectivity  r(X,)  was  incorporated  into  the  above 
expression  because  the  door  mirror  is  used  for  star  observations  and  Loral's  net  quantum  efficiency 
(NQE)  functions  P,(A.)  were  measured  without  the  UVPI  door  mirror  in  place. 

Measured  UVPI  Star  Response 

Using  the  same  star  for  which  was  predicted,  the  UVPI  measurement  in  units  of  digital  numbers 

is  estimated  by  correcting  for  dark  field  and  nonuniformities,  integrating  over  the  star  spatial  region  of 
support,  and  computing  the  average  over  N  frames  as; 


Here, 

N 

n\) 

D, 

U, 

Qii^k’tn) 


is  coordinate  of  a  point  in  the  image  plane, 
is  number  of  frames  used  for  frame  averaging, 

is  point-spread  function  spatial  extent  around  center  point  .  In  practice  the  region 
of  support  of  the  point  spread  function  is  limited  to  a  block  of  19  by  19  pixels, 
is  pixel-based  temporal  average  of  dark  fields  measured  during  the  same  pass  in 

which  was  obtained, 

is  spatial  nonuniformities  (unitless)  at  point  in  the  image  plane.  Only  two 
nonuniformity  matrices  were  used,  one  for  the  tracker  camera  and  one  for  the 
plume-camera. 

is  raw  scene  value  at  pixel  location  k  over  spectral  band  AXj  and  at  time  t^. 
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Derived  Net  Quantum  Efficiency  Functions  (With  Door  Mirror) 

Radiometric  calibration  constants  are  calculated  by  measuring  the  sensor  response  (DN)  for  a  star  of 
known  spectrum  and  comparing  with  the  predicted  number  of  photoevents.  As  each  new  star  is 
measured,  the  calculated  gain  conversion  factors  (DN/l’E)  at  different  MCP  gain  steps  are  compared  with 
current  Gg  values  to  determine  if  adjustments  are  necessary,  and  to  revi.se  error  estimates.  Since  the  Gg 
values  were  derived  in-flight  by  using  the  ground-based  ITT-mcasured  shape  and  the  on-orbit  sparse 
field  analysis  method  discussed,  corrections  are  accomplished  by  scaling  Loral's  net  quantum  efficiency 

turves  Pi(X)  to  predict  photoevents  for  the  DN  measured  at  a  given  gain  step.  Hence,  the  in-flight 
derived  net  quantum  efficiency  (including  door  mirror)  can  be  written  as 


(24) 


where  is  a  scaling  constant  determined  from  the  calibration  star  observations.  The  door  mirror 
reflectivity  r(A,)  was  incorporated  into  Eq.  (24)  because  the  door  mirror  is  used  for  star  observations  and 
Loral's  NQE  functions  P,  (X)  were  measured  without  the  UVPI  door  mirror  in  place. 


For  a  given  combination  of  UVPI  filter,  star  observation,  and  gain  level,  the  ratio  of  the  UVPI  star 

measurement  to  the  predicted  value,  QV  /(^p  ■P,*),  can  be  computed  and  compared  to  the  gain 
conversion  factor  previously  derived  by  using  the  following  error  function  definition. 


e,.,= 


q: 

4 

_ /7 

1 

Pi  {^) 

dh. 

HXi 

Qli 


(25) 


In  Eq.  (25)  the  constant  ^p  is  used  to  provide  a  multiplicative  adjustment  to  the  shape  of  the 

laboratory-measured  net  quantum  efficiency.  Given  s  =  1,...,S  calibration  star  observations,  this  constant 
can  be  estimated  from  a  weighted  sum  of  individual  error  functions,  i.e.. 


rKi 


(26) 


/=1 


The  weighting  function  a, ,  was  defined  to  give  more  weight,  in  the  estimation  of  ,  to  those  stars 
for  which  the  expected  SNR  is  higher,  i.e.  stars  for  which  the  photon  shot  noise  standard  deviation  is 
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small  compare  ’  to  the  mean.  Based  on  Poisson  statistics,  the  values  of  the  weighting  functions  are  given 
by  [4]: 

(27) 

The  value  of  can  be  simply  found  by  setting  £,.  to  zero,  which  gives 


■  M  < 

_fL. 

11-4” 
.1  >  . 


u  -V  l_fL. 


Table  21  and  Figure  54  show  the  revised  tracker-camera  net  quantum  efficiency  function  (version  3) 
so  derived  for  observations  using  the  door  mirror.  The  in-band  spectral  region  is  defined  to  be  255  to 
450  nm;  the  response  at  the  defined  band  limits  is  well  below  1%  of  the  peak  response.  The  response 
longward  of  450  nm  is  significant  in  some  cases,  as  discussed  in  Section  5.4.  The  shape  of  the  in-band 
function  is  primarily  determined  by  the  shape  of  the  spectral  filter  curve,  and  the  peak  efficiency  (at  355 
nm  wavelength)  is  approximately  0.02  photoevents  per  photon.  Reference  13  provides  a  thorough 
discussion  of  the  spectral  response  measurements  performed  at  Loral.  The  tracker-camera  net  quantum 
efficiency  function  given  by  Ref.  13  differs  from  the  NQE  below  because  NQE  presented  here  implicitly 
incorporates  an  MCP  collection  efficiency  of  approximately  50%,  whereas  the  Loral  function  assumed 
100%  MCP  collection  efficiency.  Also,  the  wavelength-dependent  reflectivity  of  the  door  minor  has 
been  included,  whereas  the  Loral  function  did  not  include  the  door  minor. 

Table  21  -  Tracker-Camera  Net  Quanmm  Efficiency  (With  Door  Minor) 


Wavelength 

(nm) 

NQE 

(PE  /  photon) 

Wavelength 

(nm) 

NQE 

(PE  /  photon) 

255 

7.838E-06 

355 

1.748E-02 

260 

4.777E-04 

360 

1.633E-02 

265 

1.492E-03 

365 

1.628E-02 

270 

3.331E-03 

370 

1.586E-02 

275 

4.959E-03 

375 

1.562E-02 

280 

6.21  lE-03 

380 

1.615E-02 

285 

7.562E-03 

385 

1.649E-02 

290 

7.618E-03 

390 

1.579E-02 

295 

9.351E-03 

395 

1.625E-02 

300 

1.040E-02 

400 

1.627E-02 

305 

1.216E-02 

405 

1.543E-02 

310 

1.307E-02 

410 

1.562E-02 

315 

1.070E-02 

I  415 

1.418E-02 

320 

1.247E-02 

420 

1.418E-02 

325 

1.559E-02 

425 

1.405E-02 

330 

1.515E-02 

430 

1.380E-02 

335 

1.333E-02 

435 

1.186E-02 

340 

9.827E-03 

440 

9.394E-03 

345 

1.290E-02 

445 

1.530E-03 

350 

1.500E-02 

450 

7.478E-05  1 
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Fig.  54  -  Tracker-camcra  net  quantum  efficiency  curve  (with  door  'nirror) 


There  are  four  plume-camera  net  quantum  efficiency  curves,  one  for  each  filter.  The  curves 
originally  determined  in  the  laboratory  have  been  adjusted  slightly  in  shape  by  including  door  mirror 
spectral  reflectivity,  and  in  magnitude  based  on  in-flight  calibration  star  measurements  following  the 
procedure  discussed.  Results  are  shown  in  Table  22  and  Fig.  55.  The  curves  originally  determined  at 
Loral  are  discussed  in  a  document  prepared  by  Loral  [13].  The  results  given  in  the  Loral  document  differ 
from  those  shown  here  for  three  reasons: 

•  the  Loral  curves  assumed  100%  MCP  collection  efficiency,  whereas  for  this  report  a 
collection  efficiency  of  approximately  60%  is  implicitly  incorporated;. 

•  based  on  calibration  star  measurements,  each  of  the  plume  camera  filters  were  independently 
adjusted;  and 

•  the  Loral  measurements  were  made  without  the  UVPI  door  mirror  in  place,  whereas  values  for 
this  report  were  derived  by  using  star  observations  with  the  door  mirror  in  place. 


Tables  23  and  24  summarize  the  stars  used  for  calibration  together  with  pertinent  parameters  such  as 
number  of  frames  averaged,  gain  step,  and  filter  position.  By  using  these  stars  and  the  revised  net 
quantum  efficiency  curves,  the  predicted  gain  conversion  factors  based  on  calibration  star  metisuremer.ts 
are  shown  in  Figs.  56  and  57,  respectively,  for  the  tracker  and  plume  cameras.  The  star-based 

predictions  for  are  plotted  along  with  the.  directly  measured  tracker  and  plume  camera  values 

presented  in  Figs.  51  and  52.  Figure  58  demonstrates  that  the  responsivity  of  the  instrument  has 
remained  quite  constant  throughout  the  mission.  The  figure  show's  the  ratio  of  predicted  DN  (using 
calibration  curve)  to  measured  DN  vs  pass  number.  There  is  some  indication  of  a  decrease  in  ratio  with 
time  but,  since  the  decrease  is  quite  small,  its  effect  has  been  included  in  calibration  constant  error  biu-s, 
rather  than  in  time-dependent  calibration  constants.  A  single  set  of  calibration  constants  is  used  to 
calibrate  all  UVPI  data. 
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Table  22  -  Plume-Camera  Net  Quantum  Efficiency  (With  Door  Mirror) 


Wavelength  (nm) 


PE/Dhoton)  (PE/ohoton 


3.394E-20 


6.509E-06 


1.726E-05 


3.652E-05 


4.750E-05 


1.076E-04 


2.184E-04 


5.259E-04 


1.147E-03 


2.412E-03 


3.517E-03 


3.963E-03 


3.497E-03 


2.533E-03 


1.408E-03 


6.878E-04 


3.220E-04 


1.398E-04 


6.434E-05 


3.582E-05 


1.024E-05 


3.411E-06 


7.558E-19 


3.410E-05 


1.171E-03 


1.037E-03 


5.884E-04 


1.351E-05 


PE  /  ohoton 


2.1HE-05 


4.810E-05 


8.748E-05 


1.421E-04 


2.149E-04 


3.499E-04 


5.644E-04 


8.560E-04 


1.220E-03 


1.510E-03 


1.763E-03 


1.930E-03 


1.876E-03 


1.742E-03 


1.229E-03 


8.347E-04 


4.779E-04 


2.€07E-04 


1.387E-04 


9.356E-05 


3.909E-05 


E  /  ohoton 


3.154E-19 


5.992E-05 


3.566E-04 


l.lOlE-03 


2.062E-03 


2.963E-03 


4.310E-03 


4.760E-03 


5.974E-03 


7.978E-03 


8.554E-03 


8.560E-03 


7.823E-03 


7.027E-03 


5.966E-03 


5.074E-03 


4.102E-03 


3.315E-03 


2.520E-03 


1.781E-03 


1.167E-03 


6.600E-04 


2.762E-04 


7.978E-05 


2.159E-06 
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{  Table  23  -  Plume-Camera  Calibration  Star  Summary 


Filter 

Gain 

Pas!> 

Number 

Star 

Images 

Gain  Conversion 

Factors,  Gg 
(DN/PE) 

Observed 

DN 

Predicted  DN  / 
Observed  DN 

Observed  DN  / 
Predicted  PE 

1 

f, 

4636 

Kvel 

60 

7.93 

6147.82 

0.93 

8.52 

I 

9 

1584 

Kvel 

63 

16.71 

10309.7 

1.17 

14.28 

1 

9 

4621 

Kvel 

30 

16.71 

13043.64 

0.93 

18.05 

1 

11 

1584 

HD74753 

27 

61.45 

4672.32 

1.10 

55.98 

I 

6 

5396 

3cen 

65 

1.47 

8908.05 

0.96 

1.53 

1 

6 

7324 

3csn 

119 

1,47 

10343.98 

0.83 

1.78 

1 

10 

8873 

Kcri 

!19 

35.84 

2915  34 

0.88 

40.58 

1 

8 

10502 

Kvel 

153 

7.93 

6371.74 

0.90 

8.82 

2 

11 

2728 

a  col 

93 

6143 

2300.62 

0.85 

72.24 

2 

11 

4636 

Kvel 

45 

61.43 

5212.43 

0.98 

62.56 

2 

11 

1584 

Kvel 

71 

61.43 

3526.37 

1.21 

50.83 

2 

11 

4621 

Kvel 

61 

61.43 

4981.81 

1.03 

59.79 

2 

13 

1584 

HD74753 

41 

221.99 

1514.81 

1.33 

166.48 

2 

9 

5396 

3cen 

65 

16.71 

10969.97 

0.87 

19.23 

2 

8 

7324 

3  cen 

119 

7.93 

5654.19 

0.80 

9.91 

2 

12 

8873 

Keri 

119 

119.88 

971.54 

1.15 

104.58 

2 

10 

10502 

Kvel 

153 

35.84 

3174.28 

0.78 

45.76 

3 

10 

2728 

ocol 

77 

35.84 

8253.95 

0.96 

37.23 

3 

9 

4636 

Kvel 

45 

16.71 

10940 

0.92 

18.11 

3 

9 

1584 

Kvel 

64 

16.71 

8063.32 

1.25 

13.34 

3 

9 

4621 

Kvel 

82 

16.71 

10376.9 

0.97 

17.17 

3 

11 

1584 

HD74753 

49 

61.45 

4147.93 

1.13 

54.29 

3 

7 

5396 

3  cen 

65 

3.54 

18949.97 

0.90 

3.93 

3 

6 

7324 

3  cen 

150 

1.47 

7651  78 

0,93 

1.59 

3 

11 

8873 

K  eri 

119 

61.45 

3168.25 

1.14 

53.84 

3 

8 

10502 

K  vel 

149 

7.93 

4571.12 

1.05 

7.56 

4 

8 

2728 

a  col 

104 

7.93 

9855.23 

0.88 

8.96 

4 

7 

4636 

Kve* 

100 

3.54 

11660.53 

085 

4.17 

4 

7 

1584 

K  vel 

47 

3.54 

7768.49 

1.25 

2.83 

4 

9 

3716 

(car 

41 

16.71 

19461.14 

1.01 

16.57 

4 

7 

4621 

K  vel 

76 

3.54 

11066.84 

0.89 

3.% 

4 

10 

1584 

HD74753 

29 

35.84 

9578.63 

1.21 

29.70 

4 

3 

5396 

3  cen 

52 

0.59 

12479.97 

1.01 

0.57 

4 

9 

3866 

Kcri 

100 

16,71 

4631.44 

1.03 

16.29 

4 

4 

7324 

Seen 

99 

0.26 

6643.69 

0.85 

0.31 

4 

8 

8873 

KCri 

119 

7.93 

2949.3 

0.76 

10.37 

4 

6 

10517 

Kvel 

81 

1.47 

4931.14 

0.81 

1.82 

4 

6 

10502 

Kvel 

ISO 

1.47 

4816.34 

0.84 

1.76 
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Table  24  -  Tracker-Camera  Calibratioii  Star  Summary 


Gain  Integ.  Pass 
Time  Number 
(s) 


0.019 


0.012 


0.019 


0.012 


0.019 


0.019 


0.014 


0.019 


0.015 


0.012 


0.012 


4621 


59" 


4229 


4229 


2728 


5396 


7324 


10517 


10502 


K  vel 


K  vel 


K  vel 


Hi  SCO 


H2  SCO 


Hcol 


P  cen 


cen 


K  vel 


K  vel 


Images. 

Gain 

Conversion 
Factors  Gg 
(DN/PE) 

Observed 

DN 

Predii'ted 

DN/ 

Observed 

DN 

26 

0.32 

1061.90 

1.02 

100 

0.17 

742.83 

0  80 

115 

0.09 

459.37 

1.11 

24 

0.32 

1238.90 

0.90 

66 

0.17 

640.88 

1.07 

66 

0.17 

342.59 

1.08 

8 

1.37 

686.02 

1.26 

17 

002 

904.17 

0.82 

119 

0.02 

778.94 

0.75 

120 

0.17 

763.65 

0.77 

151 

0.17 

792.84 

0.74 

Observed 

DN/ 

Predicted 

PE 


0.31 


0.22 


Fig.  56  -  Gain  conversion  factors  calculated  by  using  tracker-camera 
star  measurements  1 


Hf.  58  •  Ratio  of  predicted  DN  to  cbtcrved  DN  vt  pats  number 
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Derived  Nel  Quantum  Ffrwicncy  Functions  (Without  Door  Mirror) 

ITic  net  qiir.ntiim  efficiency  functions  applicable  for  observations  made  v/ithout  the  UVPI  door 
mirror  can  be  easily  derived  from  those  using  the  door  minor: 

'n,,w(^)  =  (photoevents  per  photon),  (29) 

where.  r(X)  is  the  wavelength-dependent  reflectivity  of  the  door  mirror.  Table  25  shows  the  tracker- 
camera  net  quantum  efficiency  function  without  the  door  mirror.  Table  26  shows  the  plume-camera  net 
quantum  efficiency  functions  without  the  door  mirror. 

Table  25  -  Tracker  Camera  Net  Quantum  Efficiency  (Withe  ut  Door  Mirror) 


Wavelength 

(nm) 

NQE 

(PE  /  photon) 

Wavelength 

(nm) 

NQE 

(PE  /  photon) 

255 

9.I86E-06 

355 

1.838H-02 

2f)0 

5,404F.-(M 

360 

I.7I9E-02 

265 

1.663H-()3 

3b5 

1.717F-02 

270 

36.60E-03 

370 

1.675E-02 

275 

5.401  E  03 

375 

1.65  IE-02 

280 

6.70SF,-03 

380 

1.7 i  IE-02 

285 

8.140H-03 

385 

1.752E-02 

290 

8.174E-03 

390 

I.681E-02 

295 

I.002E-02 

395 

I.728E-02 

.•)oo 

1.11  IE-02 

400 

1.731E-02 

305 

1.289E-02 

405 

1.642E02 

310 

I.377E-02 

410 

I.662E-02 

315 

I.I27E-02 

415 

1.508E-02 

320 

I.3I3E-02 

420 

1.508E-02 

325 

1.64  IE-02 

425 

1.51  IE-02 

330 

1.595E-02 

430 

1.484E-02 

335 

1.401H-02 

435 

I.275E02 

340 

1.032E-02 

440 

l.OlOE-02 

345 

1.3!:5E-02 

445 

1.645E-03 

350 

I.576F.-02 

450 

8.04  IE-05 

53.  UVPI  Respon.«'t  Sanction  Errors 

'ilw  spread  of  star-mcasurement-hased  estimates  of  the  gain  conversion  factors  about  the  directly 
measured  gain  conversion  factors  represents  a  spread  in  the  on-orbit  mertsurements  of  the  total 
instrument  responsivity.  Tlic  spread  probably  results  from  a  combination  of  causes,  including  errors  in 
the  lUE  and  OAO  spectra  lu  cd  to  predict  photoevenls.  uncharacteri/cd  pr.ss-to-pass  variations,  changes 
in  the  net  quantum  effic  cncy  functions  with  lime,  and  chatiges  in  the  gain  conversion  factors  with  time. 
Since  the  exact  source  of  errors  c.annot  be  determined,  and  sir.ee  data  tajvs  produced  by  the  UVPI  project 
contain  instrument  measurements  in  units  of  photoevents  per  second,  it  is  convenient  to  associate  all  of 
the  errors  with  the  gain  conversion  factors  in  order  to  determine  a  limit  on  the  error  in  photoevent  per 
sccoik]  values.  It  should  tse  noted  that  the  erroe  bars  tlcrivcd  below  are  most  appropriately  applied  to 
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Table  26  -  Plume-Camera  Net  Quantum  Efficiency  (Witliout  Door  Mirror) 


Wavelength  (nm) 

PC-1 

PC-2 

PC-3 

PC-4 

195 

5.026E-n5 

200 

1.053E-04 

205 

1.771E-04 

210 

2.676E-04 

215 

5.980E-20 

3.786E-04 

220 

1.077E-05 

5.794E-04 

225 

2.693E-05 

8.8G6E-04 

230 

5.387E-05 

1.262E-03 

4.652E-19 

235 

6.645E-05 

1.706E-03 

8.379E-05 

240 

1.436E-04 

2.016E-03 

4.760E-04 

245 

2.765E-04 

2.232E-03 

1.394E-03 

250 

6.320E-04 

2.319E-03 

2.478E-03 

255 

1.345E-03 

2.200E-03 

3.474E-03 

260 

2.728E-03 

I.971E-03 

4.876E-03 

265 

3.922E-05 

1.371E-03 

5.306E-03 

270 

4.355E-03 

9.169E-04 

6.568E-03 

275 

3.809E-03 

5.206E-04 

8.690E-03 

280 

2.735E-03 

2.815E-04 

9.240E-03 

285 

I.515E-03 

1.493E-04 

9.220E.03 

290 

7.383E-04 

1.004E-04 

8.392E-03 

295 

3.447E-04 

8.088E-19 

4.186E-05 

7.525E-03 

300 

1.494E-04 

3.644E-05 

6.374E-03 

305 

6.820E-05 

1.242E-03 

5.381E4)3 

310 

3.770E-05 

1.092E-03 

4.318E-03 

313 

1.077E-05 

6.193E-04 

3.490E-03 

320 

3.591E-06 

I.422E-05 

2.653E-03 

325 

I.875E-03 

330 

1.229E-03 

335 

6.936E-04 

340 

2.901E-04 

343 

8.379E-05 

330 

2.268E-06 

355 
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irradiance  values  derived  from  UVPI  measurements,  not  to  photoevents  alone.  With  this  in  mind,  a 
simplified  discussion  of  the  estimated  errors  in  the  conversion  from  digital  number  to  photoevents  per 
second  is  presented  in  this  section. 

As  an  example,  assume  that  a  calibration  star  is  observed  during  the  same  pass  a.s  the  observation  of 
a  target  of  interest,  e.g.,  a  rocket  plume.  The  number  of  plumc-i.iducec’  photoevents  observed  within  a 
frame,  at  a  given  pixel,  can  be  related  to  both  the  predicted  number  of  photoevents  for  the  calibration  star 
and  the  digital  number  observed  for  that  star  by 


P.=Qk 


where, 


P,  is  the  predicted  number  of  photoevents  for  a  calibration  star, 

Q]  is  the  measured  DN  for  the  calibration  star  after  background  subtraction  and  nonuniformity 

correction 

is  the  measured  DN  for  the  target  on  the  Aih  pixel  after  background  subtraction  and 
nonuniformity  correction,  and 

Pj  is  the  estimated  number  of  photoevents  from  the  target  on  the  itth  pixel. 


The  ratio  ~  equates  to  the  gain  conversion  factor  1/G^,  based  on  a  single  calibration  star 

measurement  taken  during  a  plume  observation  pass.  It  is  actually  the  ratio  of  two  random  variables  for 
which  first  and  second  order  statistics  are  known  from  experimental  data.  If  we  assume  that  both  P*  and 

Q*  can  be  described  by  using  random  variables  with  a  Gaussian  distribution,  then  the  mean  and  standard 
deviation  of  this  ratio  can  be  obtained. 

In  practice,  the  mean  and  standard  deviation  of  the  PE  to  DN  ratio  is  based  on  measurements  of 
several  calibration  stars  over  the  full  range  of  UVPI  camera  gains.  The  numerator  has  a  standard 
deviation  that  implicitly  incorporates  the  lUE  satellite  error  plus  any  error  in  the  net  quantum  efficiency 
curves  for  the  UVPI.  A  nominal  unbiased  error  for  lUE  star  data  is  5  -  10%  of  the  mean  value.  Toe 
denominator  has  a  standard  deviation  and  mean  that  are  directly  estimated  from  in-flight  observations  of 
calibration  stars.  The  estimated  gain  conversion  factor  error  is  determined  by  measuring  the  deviations 
of  individual  calibration  star  measurements  about  a  mean  calibration  curve  (sec  Figs.  56  and  57). 

Table  27  shows  estimates  of  the  error  associated  with  the  gain  conversion  factors  for  both  plume  and 

tracker  cameras.  The  deviation  values  shown  are  for  l/C^,  with  units  of  photoevents  per  DN  and, 

therefore,  represent  estimated  errors  in  photoevent  and  radiometric  values  derived  from  UVPI  measured 
DN.  TIjc  average  deviation  values  represent  a  best  estimate  of  gain  conversion  factor  errors.  The 
maximum  deviation  values  give  a  worst-case  estimate.  Since  these  values  were  calculated  by  using 
calibration  star  data  gathered  throughout  the  mission  (see  Fig,  58),  the  errors  incorporate  any  changer,  in 
instrutnent  responsivity  over  time. 
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Table  27  -  Estimated  Error  in  Gj‘  for  Plume  and  Tracker  Cameras 


Camera/Filter 

Average  Deviation  from 
Mean  Calibration  Curve 

Maximum  Deviation  from 
Mean  Calibration  Curve 

Plume,  Filter  1 

10.5% 

17.3% 

Plume,  Filter  2 

15.9% 

33.3% 

Plume,  Filter  3 

9.9% 

25.2% 

Plume,  Filter  4 

13.5% 

24.7% 

Tracker 

15.6% 

26.0% 

5.4.  Out-of-band  Spectral  Response 

Most  of  the  tracker  camera's  efficiency  is  localized  in  the  in-band  spectral  region  defined.  For  many 
radiators,  such  as  the  stars  selected  for  calibration  of  the  instrument,  most  of  the  photoevents  counted 
arise  from  radiation  in  the  in-band  spectral  region.  In  the  case  of  sources  that  peak  in  the  infrared, 
however,  the  relatively  low  efficiency  out-of-band  can  still  lead  to  a  significant  response  in  the  tracker 
camera;  in  some  cases  this  overwhelms  the  in-band  response.  Table  28  and  Fig.  59  show  the  net  quantum 
efficiency  of  the  tracker  camera  without  the  door  mirror,  both  in-band  and  extended  to  longer 
wavelengths.  The  long  wavelength  values  are  based  on  a  combination  of  laboratory  measurements  and 
conservative  estimates  based  on  manufacturer's  data.  Extended  net  quantum  efficiency  curves  for 
observations  using  the  door  mirror  are  not  available.  Mirror  reflectivity  information  is  not  available  for 
wavelengths  shorter  than  240  nm.  Details  are  presented  in  a  report  by  Loral  Electro-Optical  Systems 
113]. 


Figure  59  shows  that  there  is  a  second  peak  in  the  net  quantum  efficiency,  a  factor  of  approximately 
1000  below  the  in-band  peak,  at  about  700  nm.  To  determine  the  percentage  of  photoevents  coming 
from  the  out-of-band  spectral  region,  the  total  response  of  the  camera  can  be  broken  into  two 
components: 


(31) 


A  measure  of  the  out-of-band  response  can  be  defined: 


blackbody  radiators  at  various  temperatures. 
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Table  28  -  Tracker-Camera  Extended  NQE  (Without  Door  Mirror) 


Wavelength 

PE/ 

Wavelength 

PE/ 

Wavelength 

PE/ 

Wavelength 

PE/ 

(nm) 

Photon 

(nm) 

Photon 

(nm) 

Photon 

(nm) 

Photon 

250 

l.OOE-07 

435 

1.28E-02 

620 

1.I3E-08 

810 

1.89E-05 

255 

l.OOE-05 

440 

l.OlE-02 

625 

9.45E-09 

820 

1.43E-05 

260 

5.38E-04 

445 

1.64E-03 

630 

7.66E-09 

830 

3.05E-05 

265 

1.66E-03 

450 

8.03E-05 

635 

6.39E-09 

840 

2.03E-05 

270 

3.65E-03 

455 

1.49E-05 

640 

5.00E-09 

850 

2.26E-05 

275 

5.39E-03 

460 

6.85E-06 

645 

3.79E-09 

860 

2.52E-05 

280 

6.70E-03 

465 

2.70E-06 

650 

2.94E-09 

870 

1.54E-05 

285 

8.13E-03 

470 

1.48E-06 

655 

2.39E-09 

880 

1.48E-05 

290 

8.16E-03 

475 

1.14E-06 

660 

1.61E-09 

890 

2.16E-05 

295 

l.OOE-02 

480 

1.38E-06 

665 

1.18E-09 

900 

1.86E-05 

300 

l.llE-02 

485 

6.64E-07 

670 

8.45E-10 

910 

1.62E-05 

305 

1.28E-02 

490 

2.57E-07 

675 

6.74E-10 

920 

1.55E-05 

310 

1.38E-02 

495 

6.19E-07 

680 

5.47E-10 

930 

1.14E-05 

315 

1.13E-02 

500 

2.35E-07 

685 

5.04E-10 

940 

9.82E-06 

320 

1.31E-02 

505 

2.27E-07 

690 

4.69E-10 

950 

8.97E-06 

325 

1.C4E-02 

510 

4.18E-06 

695 

4.62E-10 

960 

6.98E-06 

330 

1.60E-02 

515 

9.82E-08 

700 

2.28E-09 

970 

5.72E-06 

335 

1.39E-02 

520 

9.27E-08 

705 

1.80E-08 

980 

5.96E-06 

340 

1.03E-02 

525 

8.67E-08 

710 

6.65E-09 

990 

5.83E-06 

345 

1.35E-02 

530 

8.11E-08 

715 

6.57E-08 

1000 

4.2  IE-06 

350 

1.57E-02 

535 

7.56E-08 

720 

1.29E-08 

1010 

3.27E-06 

355 

1.83E-02 

540 

7.03E-08 

725 

6.38E-08 

1020 

3.11E-06 

360 

1.72E-02 

545 

651E-08 

730 

630E-07 

1030 

2.94E-06 

365 

1.72E-02 

550 

6.01E08 

735 

2.90E-05 

1040 

2.22E-06 

370 

1.67E-02 

555 

5.52E-08 

740 

2.86E-05 

1050 

1.64E-06 

375 

1.65E-02 

560 

5.05E-08 

745 

1.09E-05 

1060 

1.39E-06 

380 

1.71E-02 

565 

4.48r>08 

750 

4,37E-06 

1070 

1.28E-06 

385 

1.75E-02 

570 

4.03E08 

755 

6.27E-06 

1080 

1.13E-06 

390 

9.91E-03 

575 

3.69E-08 

760 

1.73E-05 

1090 

9.36E-07 

395 

1.71E-02 

580 

3.35E-08 

•^65 

2.09E-05 

1100 

7.78E-07 

400 

1.71E-02 

585 

2.94E-08 

770 

1.24E-05 

1200 

l.OOE-07 

405 

1.64E-02 

590 

2.71E-08 

775 

1.55E-05 

1300 

1.28E-08 

410 

1.66E-02 

595 

2.30E-08 

780 

2.37E-05 

1400 

8.98E-09 

415 

1.50E-02 

600 

2.10E-08 

785 

!. 945-05 

1500 

3.86E-11 

420 

1.50E-02 

605 

1.80E-08 

790 

1.52E-05 

1600 

6.71E-13 

425 

1.50E-02 

610 

1.51E-08 

795 

1.88E-05 

1700 

2.41E-15 

430 

1.48E-02 

615 

1.32E-08 

800 

2.70E-05 

1800 

2.72E-19 

■I' ‘Zjv:. 'li'iv;.'  ■ 


The  extended  net  quantum  efficiency  curves  for  each  of  the  four  plume-camera  filters  without  the 
UVPI  door  mirror  are  tabulated  in  Tables  30  -  33.  Extended  net  quantum  efficiency  estimates  for 
observations  with  the  door  miiror  in  place  are  not  available.  Mirror  reflectivity  information  is  not 

available  for  wavelengths  shorter  than  240  nm.  Table  34  tabulates  ^  for  blackbody  radiators 

at  various  temperatures. 

5.5.  Noise  Equivalent  Radiance 

Noise  equivalent  radiance  (NER)  is  a  useful  measure  of  the  detection  threshold  of  a  radiom.etric 
sensor  system.  Following  the  NER  definition  given  in  the  Infrared  Handbook  [17],  the  UVPI  NER  is 
defined  as  the  source  radiance  level  that  will  result  in  a  signal-to-noise  ratio  o'"  1  for  a  single  pixel.  In  the 
case  of  UVPI,  a  single  number  does  not  fully  characterize  the  detection  threshold  of  the  system  because 
the  NER  is  a  function  of  integration  time,  spectral  filter,  camera  gain  level,  number  of  images 
superposed,  and  the  assumed  source  spectrum.  Technically,  the  NER  for  each  pixel  is  slightly  different 
because  the  signal-independent  noise  associated  with  each  p>xei  is  slightly  different.  The  N’ER  values 
presented  in  this  section  are  based  on  a  spatial  average  value  of  the  detector  noise,  and  are  accurate  for 
all  pixels  at  all  but  the  very  lowest  gain  settings  where  the  signal-independent  detector  noise  is  most 
significant. 

The  following  di.scussion  is  based  on  empirical  estimates  of  the  signal  and  noise  within  the  UVPI 
cameras.  Reference  18  provides  a  theoretical  expression  for  the  signal-power  to  noise-power  ratio 
applicable  to  the  microchannel  plate  image  intensifier  of  the  U  vTI.  A  single  pixel  in  the  plume  or 
tracker  camera  can  be  treated  as  a  photoevent  counting  device.  The  SNR  definition  from  which  the 
empirical  UVPI  NER  can  be  derived  is: 


SNR  =  - 


jM-aJ +M-gI 


where 


M  is  the  number  of  images  superposed,  which  determines  the  integration  time; 

P  is  the  mean  number  of  signal-related  photoevents  collected  in  a  pixel 

during  the  integration  time; 

a„  is  the  signal-independent  noise  standard  deviatio.n  for  a  single  pixel,  expressed  in 
photoevents/image-pixel;  and 

Op  is  the  signal-dependent  photon  shot  noi.se  standard  deviation,  expressed  in 
photoevents/image. 

Based  on  extensive  measurements  made  on  UVPI  data  (Section  3)  the  signal-dependent  noise  can  be 

expressed  in  terms  of  the  mean  number  of  signal-related  photoevents  as  Op  - 1.6  ■ -Jp .  Note  that  this  is 
1 .6  times  the  photon  shot  noise  limit. 

The  signal-independent  noise  source  is  constant.  When  expressed  in  photoevents/image-pixel,  its 
level  depends  on  the  camera  gain  setting  used. 


Table  31  -  PC-2  Extended  Net  Quantum  Efficiency  (Without  Door  Mirror) 
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Table  32  -  PC-3  Extended  Net  Quantum  Efficiency  C^'ithout  Door  Mirror) 


Wavelength 

(nm) 

PE /Photon 

Wavelfngth 

(nml 

PE /Photon 

\V3vc1cRf;th 

(nro> 

Pf;  /  Photon 

Wavelength 

(nm) 

PE  /  Photon 

190 

280 

2  81E-04 

380 

1.58E-09 

560 

1.05E.I1 

195 

4.95E-05 

285 

1.49E-(M 

390 

9.t>4F.I0 

570 

9.06E.12 

200 

1.05E-04 

290 

1.0IE04 

400 

5  63E-10 

580 

8.57E-12 

205. 

l,78E-04 

295 

4.24E-05 

410 

3  43E09 

590 

7.23E-12 

210 

2.67E-04 

300 

1.39E-05 

420 

2.53E-10 

600 

6.03E-12 

215 

3.79E04 

305 

5.72E-06 

430 

1.89E  10 

610 

5.43E12 

220 

5.79E-04 

310 

4.03E-06 

440 

1.62E-i0 

620 

4.52E-I2 

225 

8.74E-0.1 

315 

2.65E-06 

450 

I.39E-10 

630 

3  77E-12 

230 

1,27E03 

320 

1.59E06 

460 

9  06E-I1 

640 

2,7  IE- 12 

235 

1.71E-03 

325 

8  57E-07 

470 

7  19E-I1 

650 

1  96E-I2 

240 

2.02E-03 

330 

3.76E-07 

480 

5.I3E11 

660 

1.5iE-12 

245 

2.23E-03 

335 

1.89E-07 

490 

3.62EI1 

670 

1.13E-I2 

250 

2,32E-03 

340 

665E-08 

500 

2  26E-11 

680 

7.84E-13 

255 

2.20E-03 

345 

3.28E-08 

510 

1.96E-II 

690 

5  7.3E  13 

Table  33  -  PC-4  Extended  Net  Quantum  Efficiency  (Without  Door  Mirror) 


Wavelength 

(nm) 

PE /Photon 

Wavelength 

(nm1 

PE  /  Photon 

Wav.'length 

(nm) 

PE /Photon 

Wavelength 

(nm) 

PE  /  Photon 

230 

.... 

310 

4.32E-03 

420 

2,86E-10 

580 

2,04E-I3 

235 

8.32E-05 

315 

3.50E-03 

430 

6,39E-10 

590 

7,83E-13 

240 

4,78E-04 

320 

2,66E-03 

440 

4,91E-10 

600 

2.70E-12 

245 

1,40E03 

325 

1.88E-03 

450 

1  06E-D9 

610 

3,46E-12 

250 

2.48E-03 

330 

I.23E-03 

460 

5,11E  10 

620 

2.8SE-I2 

255 

3.48E-03 

335 

6.94E-04 

470 

3,S9E-I0 

630 

2,8IE-12 

260 

4.88E-03 

340 

2,91  E-04 

480 

3.48E10 

640 

1,84EI1 

265 

S.32E-03 

345 

8.32E-05 

490 

1,64E-10 

650 

1,33E-10 

270 

6.57E-03 

350 

3,24E-06 

500 

1,23E-10 

660 

2,05E-09 

275 

8.68E-03 

355 

5,87E-07 

510 

6  64E-I1 

670 

■/,62E09 

280 

9  24E-03 

360 

l,44E-07 

520 

6  13E-11 

680 

3.72E-08 

285 

9.24E-03 

370 

263E-08 

530 

5.11E-I1 

690 

l,16E-07 

290 

8.39E-03 

380 

9,59E09 

540 

4,60E-|I 

700 

l,29E-07 

295 

7.55E-03 

390 

3.47E09 

550 

4  09E-11 

800 

3,07E-09 
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Table  34  -  Plume  Camera  Out-of-Band  Contribution 

PC-2 
% 

24 
6.9 
3.8 
2.2 
1.3 
0.8 
0.6 
0.4 
0.3 
0.2 
0.1 
0.1 

From  this  SNR  expression,  it  can  be  .shown  that  the  mean  number  of  signal-related 
photoevents/image  in  a  pixel  that  will  result  in  a  SNR  of  1  is  given  by 


Notice  that  for  the  case  of  only  one  superposed  image,  M  =  1,  and  a  negligible  level  of  sensor  noise, 
Cf„,  the  resulting  sensitivity  limit  is  2.6  photceventsrimage.  As  can  be  seen  in  Table  35,  this  is  the  case 
for  single  images  at  relatively  high  gain,  where  O,  is  indeed  negligible  compared  with  signal-dependent 
noise,  Gp,  At  high  gain  steps,  superposition  of  M  images  decreases  (improves)  the  noise  equivalent 

signal,  by  approximately  a  factor  of  M.  At  low  gain  steps,  the  signal-independent  detector  noise 

dominates  signal-dependent  noise,  and  superposition  of  M  images  decreases  (improves)  the  noise 
equivalent  signal,  approximately  a  factor  of  yjM.  ITie  noise  equivalent  signal  can  also  be 

improved  by  performing  spatial  averaging,  at  the  expense  of  a  lower  spatial  resolution. 

The  NER  is  related  to  Psf/g^i  by  a  multiplicative  constant  K^,  i.e., 

=  o,w/sr-cn,2)  (35) 

where  Jf^is  the  radiometric  calibration  constant  which  converts  from  photoevents/image  to  (iW/sr  -  cm^. 

is  a  function  of  the  spectral  filter  used,  the  single  image  exposure  time,  and  the  assumed  source 
spectrum. 
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Table  35  -  Noise  Equivalent  Signal  for  Single  Images 


Gain  Tracker  Camera 

Step  Noise  Eqtiivalent 

Signal 

(PE/imaae-pix) 
0 _ 848.97 

1  _ 442.27 

2  _ 205.43 

3  _ 97.99 

4  _ 47.61 

5  _ 21.58 

6  _ 12.16 

7  _ 7.19 

8  _ ±2A_ _ 

9  _ 3J4 _ 

10  _ 2.74 

11  _ 2.60 

12  _ 2.57 

13  _ ^ _ 

14  _ ^56 _ 

15  T.56 
♦Assuming  l/30th  second 


Tracker  Camera 
Noise  Equivalent 
Signal* 
fPE/sec-pix) 
25469.36 

13268.10  _ 

6163.04 

2939.65 

_ 1428.41 _ [ 

_ 647.52 

_ 364.88 

215.74  _ 

_ 126.34  ' 

94.23 

82.20 

78.06 

_ 77.12 

_ 76.86  _ 

_ 76.83 

76.81 

integration  time. 


Plume  Camera 
Noise  Equivalent 
Signal 

(PE/imoge-pix) 

43.88 

32.27  _ 

18.36 
12.34 
8.21 

4.58  _ 

3.04 

2.66 

2.58 

2.56 

2.56 

2.56 

2.56 

2.56 

2.56 

2.56 


Plume  Camera 
Noise  Equivalent 
Signal 
(PE/sec-pix) 
1316.27 
968.14 

550.76  _ 

370.25 

246.35 

137.38 

91.19 _ 

79.66 

77.38 
76.93 
76.83 
76.81 

76.80 

76.80 

76.80 

76.80 


5.6.  Extraneous  Signals 


Out-of-Field  Contributions 

Scattering  from  sources  beyond  the  FOV  is  a  substantial  problem  for  any  UVPI  data  taken  during  the 
daytime  in  the  limb  or  nadir  directions.  A  high  degree  of  off-axis  scattering,  which  is  not  unexpected 
from  a  camera  without  baffles,  severely  modif.es  the  background  against  which  any  radiometric 
measurement  is  being  made.  Typically  for  ihe  plume  camera,  intensity  factors  of  50  to  100  times  that 
expected  are  caused  by  large,  bright,  nearby  light  sources  when  viewing  limbward  or  for  nadir  viewing. 
Similar  effects  are  found  for  the  tracker  camera. 


The  most  thorough  examination  of  off-axis  scattering  was  reported  by  Romick  et  al.  [19]  from  Johns 
Hopkins  University  Applied  Physics  Laboratory  (APL)  who  were  also  trying  to  evaluate  the  red-leakage 
effects  to  retrieve  measurements  of  daytime  clutter. 

In  assessing  the  effect  of  off-axis  scattering,  the  APL  group  analyzed  a  daytime  limb  pass  with 
successive  plume  and  tracker  camera  images  obtained  as  the  limb  was  scanned  from  85  to  160  km 
altitude  with  limb  solar  zenith  angles  between  75®  and  85°.  Between  85  and  110  km  the  background 
Rayleigh  scattered  signal  is  expected  to  decrease  with  increasing  altitude  in  proportion  to  the  decrease  in 
molecular  density  that  has  a  scale  height  of  approximately  7  km.  However,  the  observed  plume  camera 
intensity  decreases  with  a  scale  height  of  9  -  11  km.  This  slower  decrease  in  intensity  implies  that  the 
lower  bright  atmosphere,  beyond  the  norma!  field  of  view,  is  contributing  to  the  signal. 

Off-axis  scattering  was  found  not  to  have  a  significant  effect  on  the  nighttime  UVPI  observations, 
including  star  and  rocket  plume  obseiwations. 
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Doughnut  Shape  in  Tracker  Camera 

Occasionally,  a  region  of  enhanced  emission,  approximately  annular  in  shape,  appears  in  the  tracker 
camera.  The  shape  tends  to  be  distorted  from  a  simple  annulus.  The  amplitude  from  Uie  brightened 
region  can  be  as  large  as  5  DN .  The  effect  is  apparent  only  in  the  tracker  camera. 

Referring  baclc  to  Fig.  6,  when  additional  data  reduction  was  done  on  special  observations  (such  as 
nightglow  obser\ations),  the  doughnut,  as  it  was  usually  referred  to,  was  treated  as  another  component 
of  background.  For  example,  in  a  report  [20]  describing  nightglow  data,  it  was  estimated  that  the 
doughnut  contributed  less  than  2  kilorayleighs  compared  to  the  nightglow  peak  intensity  of  80 
kilorayleighs. 

In  at  least  one  set  of  data  where  gain  levels  were  changed  frequently,  over  short  time  intervals  it  was 
found  that  the  doughnut  appears  to  be  gain-step  independent.  No  data  contradicting  this  have  been 
found. 

During  ground  tests,  a  doughnut-shaped  image  could  be  produced  by  using  a  small,  light  source  in 
the  out-of-focus  nearfield  of  the  telescope.  In  fact,  the  spiders  supporting  the  primai;’  mirror  could  be 
made  visible  through  this  process,  which  seemed  to  shadow-cast  the  primary  mirror  onto  the  image  plaiie 
to  produce  the  doughnut.  Moving  the  source  from  side  to  side  caused  the  annulas-slmped  image  lO 
distort,  as  it  is  distorted  in  flight.  This  doughnut-shaped  image,  however,  was  not  gain  independent. 

It  has  been  speculated  that  a  reflecting  surface  could  scatter  light,  causing  tlie  doughnut  shape  seen  in 
flight.  It  is  hard  to  extend  this  concept,  or  any  concept,  to  explain  a  gain-independent  doughnut, 
however.  Transmission  through  or  past  the  MCP  without  electron  gain  might  be  possible  for  photons, 
but  how  they  would  then  interact  with  the  phosphor,  or  CCD  directly,  is  not  clear. 

5.7.  Response  Transients 

The  following  three  subsections  address  transients  introduced  into  the  data  by  mechanical,  electrical, 
and  software  effects,  which  can  affect  the  calibration  and  analysis  of  the  UVPI  images. 

Filter  Wheel  Rotation  Effects 

The  plume  camera  has  four  filters  mounted  on  a  wheel.  The  filter  wheel  rotates  on  command,  but  it 
cannot  rotate  continuously  in  one  direction.  The  wheel  movement  allows  the  following  filter  transitions: 
PC-NtoPC-(N+l)forAr=l,2,3an(;PC-AftoPC-(N-  l)forAr  =  4. 3, 2. 

Based  on  experience  in  flight,  the  filter  wheel,  on  average,  takes  approximately  1.53  s  to  rotate  to  an 
adjacent  filter  position.  This  is  the  equivalent  of  7  or  8  images  when  the  normal  image  transmission  rate 
is  used  or  approximately  46  images  when  the  zoom  image  transmission  rate  is  us^.  >Miile  the  filter 
wheel  is  moving,  the  filter  wheel  position  indicator  in  the  telemetry  does  not  contain  accurate  filter  wheel 
position  information.  Generally,  an  indication  that  filter  wheel  rotation  may  be  occurring  can  be  found 
by  looking  at  the  tracker  camera  integration  time  field  in  the  telemetry.  When  a  filter  wneel  rotation  is 
occurring,  the  tracker  camera  integration  time  field  value  will  be  zero.  In  the  routine  processing  of  the 
UVPI  data,  frames  for  which  the  tracker-camera  integration  time  field  value  is  zero  b^ause  of  a  filter 
wheel  rotation  are  flagged  in  the  image  header.  Also,  because  the  filter  wheel  position  indicator  is 
telemetered  at  a  low  rate,  a  lag  of  several  frames  often  occurs  before  movement  to  the  new  position  is 
properly  indicated.  Although  the  filter  wheel  position  indicator  provides  an  incorrect  filter  position 
identification,  the  frames  collected  after  movement  has  stopped  can  be  good  data  frames. 
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Door  Motion  Effects 

Tlie  door  covering  the  ITV'PI  aperture  moves  on  command  The  tc!<  i.  'icied  door  position  indicator 
has  a  value  of  0°  when  the  door  i.^  completely  closed,  and  137.52‘  when  the  dooi  is  fully  open. 
Transition  in  either  direction  between  completely  closed  and  fully  open  takes  27  to  28  s.  Motion  in 
either  direction  between  either  extreme  and  a  midrange,  position  (for  w'hirh  the  door  position  indicator 
value  is  in  the  47°  to  56°  range)  takes  13  to  14  s.  Motion  within  this  rridrange,  which  is  used  for  both 
star  and  limb  observations,  generally  takes  approximately  1  s.  Generally,  an  indication  that  door  motion 
may  be  occurring  can  be  found  by  looking  at  the  tracker-camera  integration  time  field  in  the  telemetry. 
When  door  motion  is  occurring,  the  tracker-camera  integration  time  field  value  will  Ix'  zero.  In  the 
routine  processing  of  the  UVPl  data,  frames  for  which  the  tracker-camera  integralicn  time  field  value  is 
zero  because  of  door  motion  are  flagged  in  the  image  header. 

Because  the  door  position  indicator  is  telemetered  at  a  low  rate,  a  lag  of  several  frames  often  occurs 
after  door  motion  has  stopped  before  the  new  position  is  properly  indicated.  Although  the  door  position 
indicator  provides  an  incorrect  door  position  identification,  the  frames  collected  after  movement  has 
stopped  can  be  good  data  frames. 

Automatic  Gain  Control  Response  Effects 

The  UVPI  has  significant  response  time  in  reacting  to  sudden  changes  of  brightness  in  the  camera's 
field  of  view  (FOV).  When  a  sudden  change  in  brightness  occurs,  the  AGC  requests  an  appropriate  gam 
change.  The  speed  with  which  the  requested  gain  change  occurs  for  a  camera  is  limited  to  one  gain  step 
per  image  transmitted  or  stored  in  the  UV'PI  tape  recorder.  Tlierefore,  the  camera  favored  by  the  plume 
to  tracker  image  ratio  will  be  able  to  accomplish  requested  gain  changes  more  rapidly.  For  e.xample,  if  a 
8:2  image  ratio  favoring  the  plume  camera  were  selected,  the  plume  camera  could  change  gain  by  a 
maximum  of  8  steps  and  the  tracker  camera  by  a  maximum  of  2  steps  in  the  2  s  during  which  10  images 
were  transmitted  at  the  zoom  image  transmission  rate. 

Observations  during  revo.^dons  597  and  10517  have  been  selected  to  show  how  a  camera's  gain 
changes  as  a  dominant  bright  star  enters  cr  leaves  its  FOV.  A  bright  star  suddenly  entering  or  leaving  the 
FOV  could  be  considered  a  step  function,  to  which  the  AGC  reaction  could  be  viewed  as  a  step  response. 
The  camera's  response  is  shown  by  considering  both  the  value  oi  the  brightest  pixel  of  each  calibrated 
image  and  the  sum  of  the  values  in  an  N  array  of  pixels  around  this  brightest  pixel. 


During  observation  10517,  a  bright  star  moves  into  the  FOV  of  the  tracker  camera,  then  out  of  the 
FO/,  and  then  back  into  the  FOV  in  frames  5512,  5878  and  5992,  respectively.  During  the  same 
observation,  the  star  moves  into  the  FOV  of  the  plume  camera  in  frame  8170.  The  plume  lo  tracker 
image  ratio  over  this  interval  of  frames  is  2:8.  Figure  60  shows  the  value  for  the  brightest  pixel.  Fig.  61 
shows  the  sun:  of  the  values  for  a  7  by  7  array  of  pixels  centered  on  the  brightest  pixel,  for  tracker- 
camera  frames  5453  through  5944.  As  the  bright  star  moves  into  the  FOV  in  frame  5512,  the  AGC 
requests  a  change  in  gain  from  step  9  to  step  8.  As  the  star  comes  more  fully  into  the  FOV  in  the  next 
frame,  a  change  in  gain  from  step  8  to  step  6  is  requested.  The  gain  settles  at  step  6  by  frame  5542.  The 
AGC  and  the  camera  reacted  as  designed  by  going  from  gain  step  9  to  gain  step  6  and  settling  within  5 
normal  transmission  rate  images.  Note  that  the  frame  number  jumps  by  6  for  consecutive  images  al 
normal  transmission  rate  because  6  frames  are  transmitted  for  each  image.  The  fluctuations  seen  in  the 
values  of  the  brightest  pixel  and  the  pixel  array  are  attributed  to  pixel  registration  and  fluctuations  in 
focal  plane  response. 
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Figures  62  and  63  correspond  to  Figs.  60  and  61  except  tliat  the  fr.ime  range  is  now  5962  through 
6402.  The  star  enters  the  left  side  of  tlie  F'OV  of  the  tracker  camera  in  franic  5992,  cri  sing  a  request  for 
a  change  in  gain  from  step  9  to  step  7.  In  the  next  frame  the  star  has  fully  entered  the  F  OV  and  gain  step 
6  is  requested  by  the  AGC.  By  frame  6022,  the  gain  has  stabilized  at  step  6.  The  overshoot  at  frame 
5998  in  Fig.  63  may  be  caused  by  the  assumption  of  gain  step  7  for  data  processing  when  step  8  may 
have  been  the  correct  step.  Tlie  overshoot  is  not  seen  in  Fig.  62  because  of  pixel  saturation.  Again,  the 
AGC  and  camera  reacted  as  designed,  going  from  gain  step  9  to  gain  step  6  and  stabilizing  in  5  irn.agcs. 
Figures  62  and  63  each  show  a  dip  in  values  at  frame  6358.  This  dip  was  caused  by  motion  of  the  star's 
image  to  the  edge  of  the  FOV.  Ihe  decrease  was  not  sufficient  to  cause  a  gain  change  request,  and  the 
image  was  more  fully  within  the  FOV  in  the  next  frame. 

Figures  64  and  65,  respectively,  show  the  brightest  pixel  and  the  sum  of  the  values  for  a  25  by  25 
array  of  pixels  centered  on  the  brightest  pixel  for  the  plume  camera  for  frames  8050  through  3496.  The 
star  first  appeared  in  the  FOV  of  the  plume  camera  in  frame  8170.  Prior  to  the  arrival  of  the  star's  image 
in  the  FOV,  the  gain  was  at  step  13.  The  gain  stabilized  at  step  6  in  frame  8355.  This  represents  a  7- 
step  gain  change  in  31  images  for  the  plume  camera.  The  tracker  camera  accomplished  a  3-stcp  gain 
change  in  5  images.  The  relatively  slower  rc.sponse  of  the  plume  camera  to  the  AGC  gain  change  request 
is  explained  by  the  2;8  plume  to  tracker  image  ratio  selected  for  these  frames. 

During  observation  597,  a  bright  star  moves  into  the  FOV  of  the  plume  camera  in  frame  4696  and 
exits  at  frame  4948.  During  this  interval  the  plume  to  tracker  image  ratio  was  1:1,  Figures  66  and  67, 
respectively,  show  the  brightest  pixel  and  the  sum  of  the  values  for  a  11  by  II  array  centered  on  the 
brightest  pixel.  The  gain  changes  from  step  13  to  step  1 1  within  a  few  frames,  stays  at  step  11  for  a  few 
more  frames,  and  then  changes  to  .step  10.  After  the  star  leaves  the  FOV,  the  gain  changes  from  step  10 
to  step  13  within  4  frames.  The  fluctuations  seen  in  the  values  of  the  brightest  pixel  and  the  pixel  array 
are  attributed  to  pixel  registration  and  fluctuations  in  focal  plane  response. 

6.  ON-ORBIT  AND  LABORATORY-MEASURED  RESPONSE  FUNCTIONS 

The  final  UVPI  calibration  results,  version  3,  have  been  presented  in  the  preceding  sections.  The 
version  3  calibration  is  based  on  a  combination  of  laboratory  and  on-orbit  measurements.  It  has  benefited 
from  further  analysis  of  sensor  data  since  publication  of  rocket  plume  reports  [8-1  Ij  and  delivery  of  data 
tapes  to  the  SDIO  data  centers.  Before  version  3,  the  UVPI  calibration  had  progressed  through  two 
versions:  version  1,  the  calibration  performed  entirely  in  the  laboratory  prior  to  launch,  and  version  2,  the 
calibration  used  for  UVPI  data  tapes  and  rocket  plume  reports.  This  section  summarizes  the  history  of 
the  UVPI  calibration  process,  compares  the  current  version  3  calibration  with  the  laboratory  calibration, 
and  provides  simple  constants  for  revising  UVPI  data  tape  arid  rocket  plume  report  results  based  on 
version  2  to  more  accurate  version  3  results. 

6.1.  History  of  Response  Function  Derivation 

Table  36  shows  the  UVFI  calibra.ion  history.  It  is  important  to  realize  that  although  several 
assumptions  were  made  in  the  version  2  calibration  used  for  data  tapes  and  rocket  plume  reports,  the 
overall  responsivity  of  the  UVPI,  with  units  of  DN  per  photon,  was  mea.sured  directly  by  using 
calibration  stars.  Assumptions  concerning  MCP  collection  efficiency  and  the  correct  amplitude  of  the 
PC-1  NQE  function  affect  determination  of  photoevents,  which  is  an  intermediate  result,  but  not  the 
determination  of  source  radiant  intensity  or  radiance  results.  An  important  omission  in  the  version  2 
calibration  is  the  lack  of  distinction  between  UVPI  observations  with  and  without  the  door  mirror. 
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Fig.  66  •  Piume-camcra  step  response  to  a  star  (PE/s  for  brightest  pixel) 


Rg.  67  -  Plume-camera  step  response  to  a  star  (PE/s  for  sum  of  pixels) 
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Tabic  36  -  UVPI  Calibration  History 


Laboratory 
(Loral/ ITT /NRL) 

On-orbit  Calibration  Version  2 
(used  for  data  tapes  and  reports) 

On-orblt  Calibration  Version  3 
(revised  calibration) 

Net  Quantum  Efficiency  (Photoevent; 

per  Photon) 

•  Loral  measured 

•  derived  from  Loral's  NQE  sh.apcs 

•  derived  from  Loral's  NQE 

NQE  directly 

using  lUE  star  spectra  and  UVPI 

shapes  using  lUE  star  spectra, 

assuming  100% 

star  measurements 

U\’PI  s'ar  neasurements,  and 

MCP  collection 

improv'd  gain  conversion  factor 

efficiency 

•  assumed  MCP  collection  efficiency 
of  75% 

•  the  magnitude  of  the  Loral  PC- 1 
NQE  curve  was  not  adjusted  to 
match  star  measurements,  but  the 
other  NQE  curves  were  adjusted 

•  same  NQE  curve  was  used  for 
observations  with  and  without  the 
door  mirror 

estimates 

Gain  Conversion  Factor  (DN  per  Photoevent) 

•  ITT  measured  shape 

•  derived  from  ITTs  gain  conversion 

•  derived  from  flTs  gain 

of  gain  conversion 

factor  shape  using  lUE  star  spectra 

conversion  factor  shape  using 

factor 

and  UVPI  star  measurements 

on-orbit  sparse  field 
measurements 

•  sparse  field 

•  assumed  MCP  collection  efficiency 

measurements  were 

of  75% 

•  NRL  laboratory  sparse  field 

made  at  NRL  but 

measurements  were  analyzed  for 

were  not  analyzed 

•  assumed  Loral's  PC-1  NQE  curve 

comparison  with  on-orbit 

was  correct 

measurements 

The  version  3  calibration  requires  no  assumptions  concerning  MCP  collection  efficiency  or  NQE 
function  amplitude.  This  is  possible  because  the  gain  conversion  factor  is  specified  directly  by  ITT 
measurements  of  its  shape  and  by  sparse  field  mei'Mrcments  fi-xing  its  amplitude.  The  overall 
responsivity  of  the  UVPI,  i.e.,  the  DN  per  second  caused  by  the  incident  photons  per  second  in  the 
bandpass,  is  also  specified  directly  using  calibration  star  measurements.  Therefore,  the  NQE  function 
shapes  can  be  adjusted  to  the  correct  amplitude  with  units  of  photoevents  per  photon.  Also,  the 
distinction  between  UVPI  observations  with  and  without  the  door  mirror  is  made  in  the  version  3 
calibration. 


The  following  sections  show  that  the  difference  between  rc.sults  based  on  laboratory,  on-orbit  version 
2,  and  on-orbit  version  3  instrument  responsivity  is  relatively  small. 
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6.2.  Comp.iri.son  of  Version  3  and  Laboratory  Calibration 

This  section  compares  the  on-orbit  version  3  and  laboratory  calibrations.  Since  the  laboratory  net 
quantum  efficiency  curves  were  measured  without  the  LTV'PI  door  m’lTcr  in  place,  the  on-orbit  version  3 
calibration  without  the  door  mirror  is  used  for  the  comparison.  Tabic  37  lists  the  laboratory  and  on-orbit 
version  3  net  quantum  efficiency  curves  for  compari.son.  The  laboratory  cunes  shown  are  based  on  the 
assumption  that  the  MCP  collection  efficiency,  photoevents  per  photoelectron,  is  100%.  These  curves,  in 
conjunction  with  Loral's  measurements  of  the  plume  camera  total  responsivity,  DN  per  photon,  at  low 
gain  steps  and  with  NRL's  sparse  field  analy.sis  results,  DN  per  photoevent,  specify  an  actual  MCP 
collection  efficiency  of  approximately  60%  for  the  plume  camera.  The  tracker  camera  MCP  collection 
efficiency  cannot  be  derived  from  available  laboratory  data.  However,  it  is  assumed  to  be  the  same  as 
for  the  plume  camera.  Therefore,  the  values  listed  In  the  laboratory  columns  should  be  multiplied  by  0.6 
to  give  a  meaningful  comparison. 

Table  38  shows  the  gain  conversion  factors  measured  at  gain  step  15  for  the  tracker  camera,  and  at 
gain  step  13  for  the  plume  camera.  For  both  the  laboratory  and  on-orbit  calibration,  the  shapes  of  the 
gain  conversion  factors  are  identical  for  gain  steps  13  and  below  in  the  plume  camera,  and  for  gain  steps 
15  and  below  in  the  tracker  camera.  Therefore,  the  amplitude.-,  of  the  gain  conversion  factors  at  all  these 
gain  steps  are  also  related  by  the  con,stant.s  shown  in  Table  38. 

The  laboratory  and  version  3  overall  UVPI  responsivity,  with  units  of  DN  per  photon,  can  now.  be 
compared  by  multiplying  the  net  quantum  efficiency  at  a  given  wavelength  by  the  gain  conversion  factor 
at  a  given  gain  step  and  adjusting  laboratory  values  for  the  60%  MCP  conversion  efficiency.  Table  39 
shows  the  result. 

Error  bars  associated  with  the  on-orbit  calibration  are  about  10  to  15%  for  all  plume-camera  niters 
and  for  the  tracker  camera.  Error  estimates  were  not  provided  with  the  laboratory  measurements; 
therefore,  the  percent  changes  shown  in  Table  39  must  be  considered  with  caution.  Almost  certainly  PC- 
2,  and  probably  the  tracker  camera,  ch.-Jiged  somewhat  for  unknown  reasons.  The  on-orbit  response 
functions  for  PC-2  and  the  tracker  camera  were  determined  by  using  several  calibration  star 
measurements.  All  cotisistently  provided  a  significantly  different  total  responsivity  than  that  measured 
in  the  laboratory.  The  cause  of  the  drop  in  PC-2's  total  responsivity  is  not  understood.  However,  there  is 
some  indication  that  degradation  of  the  filter  occurred  befor.;  launch.  Laboratory  PC-2  flat-field  images 
have  a  cloudy  appearance  that  is  not  evident  in  flat-field  images  observed  with  the  other  filters.  No 
spectral  filter  degradation  is  indicated  in  tracker  camera  flat-field  images,  and  the  evident  increase  in  the 
tracker  camera’s  total  responsivity  is  not  understood. 

6.3.  Comparison  of  Version  3  and  Version  2  Calibration 

This  section  will  compare  the  on-orbit  version  2  and  version  3  calibrations.  Since  the  version  2  net 
quantum  efficiency  curve  shapes  did  not  include  the  UVPI  door  mirror,  the  version  3  calibration  without 
the  door  mirror  is  used  for  the  comparison.  From  the  discussion  of  sparse  field  rrieasurements  in  section 
5.1,  the  version  3  tracker  camera  gain  conversion  factor  measured  on-orbit  at  gam  step  13  is  222  DN  per 
photoevent.  The  value  used  in  the  version  2  calibration  was  1^3.6  DN  per  photoevent.  Therefore,  the 
version  3  value  is  1 .55  times  larger  than  the  version  2  value  used  for  1  J^.T!  data  tapes  and  rocket  plume 
reports.  This  large  increase  in  the  amplitude  of  the  gain  conversion  factor  is  accompanied  by  a  similar, 
though  not  identical,  decrease  in  the  amplitude  of  the  net  quantum  efficiency  function.  Table  40  shows 
the  on-orbit  version  2  and  version  3  net  quantum  efficiency  functions  for  comparison. 
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Table  37  -  Comparison  of  Laboratory  and  On-orbit  Version  3  NQE  Functions 


Laboratory 
(Photocvents  /  Photon) 

Version  3  (v5i(liout  door  niirnir) 
(Photocvcnts  /  Photon) 

X(nm) 

Tnickrr 

PC- 1 

FC-2 

PC-3 

PC  4 

Ttj-'krr 

PC-1 

PC-2 

PC-3 

PC-4 

195 

999r-05 

5  03r-05 

2C0 

2  09r-M 

1  05F-O4 

205 

3.52E-M 

1  770-04 

210 

^  32E-04 

2.68F-04 

215 

752r-04 

379F-<M 

220 

2n0E-05 

I  15E03 

1  ORF  05 

>  79n  414 

225 

500r.-05 

1  730-03 

2  60E  *5 

8Rir-rv4 

250 

999E-05 

2510  03 

5  39F  05 

I  26I;-0;l 

235 

1.230-04 

3.?9F.-03 

1 .2^n-04 

6  65F  05 

1  710  03 

8.3Rr  05 

240 

2  67K^ 

4000  03 

70OF-O4 

1  44F-(M 

2020-03 

4.76l::-04 

245 

3I3E-04 

4  44F-03 

2050-03 

2  76K-0.J 

2  23003 

|.39r-03 

250 

1.170-03 

4  6nE-tf1 

364003 

6  321-04 

2  320-03 

2  4Rn-03 

255 

IO0H05 

2  49r-03 

438E-03 

5  100,33 

9  Ifir  06 

)  35r  03 

7  2ol:.o3 

3  47F  03 

260 

S.RRr-04 

506n-03 

392E-0:i 

7  17003 

5  40E-04 

2  73F03 

1 9ri-;o3 

4  RKn-03 

265 

I.8IE-03 

7.2PH-03 

2.72E-fl3 

7  81003 

1  6M-03 

3‘>2n-03 

1  370  03 

5  310-0? 

ro 

39SF!-03 

8  080-03 

1  87E-03 

9fi5E-01 

3  6^F-03 

4  35n-03 

9  nF.-04 

6  570-03 

m 

3  88F-03 

7  06n-(n 

1  03E-O3 

1  27E-C2 

f  40F.03 

3  8ir-03 

5  2in04 

8  691-03 

280 

7  30E-03 

3  08E-01 

3.59E-04 

1  360-02 

671E03 

2  74003 

2  820-04 

924003 

285 

8  86E-03 

281003 

2  97F-04 

1  36F-02 

1 14003 

1  52003 

1  49n-04 

922003 

290 

890E-03 

1.37E-03 

t  99E-04 

1  23002 

8170-03 

7  380-04 

. 

lOOE-04 

8  390-03 

295 

:09E-02 

6400-04 

8320-03 

I  110-02 

1000-02 

3  450-04 

419005 

7.530-03 

300 

1.21E02 

2.77E-(W 

1  36E-04 

9370-03 

1  110  02 

1  490  04 

3  640  05 

6370-0? 

305 

140E-02 

1.27004 

4  66E-03 

7.91003 

1.29002 

682F05 

1  24003 

5  380  03 

510 

1.30E-02 

7  00E-05 

4  10E-C3 

6  330-03 

1  38002 

3-77005 

1  090-03 

4.320  03 

315 

1.25E-02 

2.oon.o5 

2320-03 

5  Mr-03 

1  UE-02 

1  08005 

6  I9E-04 

3  49F-03 

320 

1.43F-02 

6,66E-06 

532E-05 

3  90r-03 

1  31002 

3  59r.-06 

l,42r.-05 

. 

2  65r-03 

325 

1.79E-02 

273E-03 

iME-fn 

1  881-03 

330 

I,74E02 

181003 

1.59E-02 

I.23I:  03 

335 

1.52E-02 

!02E-03 

1  40E-02 

6  94n-04 

340 

I.12E-02 

4  27E-04 

I03E4)2 

2,90E-ai 

343 

I.47E-02 

J23E-04 

I.36E-02 

8380-05 

350 

1.71E-02 

3.330-06 

1.58E-02 

2270-06 

355 

200E4)2 

1.84E-02 

560 

1  87E-02 

l.72E^ 

365 

1.87E-02 

1.720-02 

370 

1  82E-02 

1670-02 

373 

I.80E-02 

I65E-02 

380 

1.86E-(4 

17IE4)2 

785 

1,91E472 

1.7.3E-02 

390 

1  83E412 

I68H-02 

395 

tP8E-02 

1. 730-02 

400 

1.880-02 

!.73n-02 

405 

1.79E-02 

IMFM)2 

410 

1.81E-02 

:66E02 
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Table  37  -  (Cont'd)  Comparison  of  Laboratory  and  Ou-orbit  Version  Z  NQE  Functions 


4IS 

I.MF-02 

1.5IE-02 

♦20 

1.64E.02 

1.51E-02 

425 

I.64E-02 

1.5IE-02 

450 

I,«IE-02 

l,48E-02 

435 

I.39E-02 

I.28E-02 

440 

I.IOE-O; 

l.OIE^ 

445 

I.79E-03 

1.65E-03 

450 

8,75E^5 

804E-05 

Table  38  -  Comparison  of  Laboratory  and  On-Orbit  Version  3  Gain  Con  version  Factors 


Camera 

Gain 

Step 

Laboratory 
Gain  Conversion 
Factor 

On-Orbit  Version  3 
Gain  Conversion 
Factor 

Ratio 

(Ver.3/Lab) 

Tracker 

0-15 

148.7 

139.5 

.938 

Plume 

0-13 

261.0 

222.0 

.851 

Table  39  *  Comparison  of  Laboratory  and  On-orbit  Version  3  Total  Responsivity 


Filter 

X.(nm) 

Gain 

Step 

Laboratory  MCP 
Collection  EITIciency 

Laboratory 
(DN/ Photon) 

Version  3 
(DN/ Photon) 

Percent 

Chance 

TVacker 

'»Of% 

*».•  V/ 

15 

60% 

1.63 

2.34 

43.6 

PC-1 

1 

1 

280 

13 

60% 

798 

,608 

-23.8 

PC-2 

1 

310 

13 

60% 

.642 

.242 

-62.3 

PC-3 

265' 

13 

60% 

.426 

.304 

-28.6 

PC-4 

305  1 

13 

60% 

1.24 

1.19 

-4.0 

b.  K.  Malarct  et  at. 


Table  40  -  Comparison  of  On-Orbit  Version  2  and  Version  3  NQE  Functions 


Version  2 

(Photoevents  /  Photon) 


Version  3  (without  door  rilrror) 
(Photoevents  /  Photon) 


Tracker  PC-1 


PC-3 

6.16E-0S 

I.29E-04 

2.I7E-04 

3.28E-04 

4.64E-04 


Tracker  PC-1 


PC -3 
S.Q35-05 
1.05E-04 
1.77E-04 
2.68E-04 
3.79E-04 


220 

I.50E-05 

7,10E-04 

I.08E-05 

5.79E-04 

225 

3.75E-05 

1.08E-03 

2,69E-05 

8.81E-04 

230 

7.S0E-05 

1.55E-03 

5.39E-05 

I.26E-03 

235 

925E-05 

2.09E-03 

1.19E-04 

6.65E-05 

1.71E-03 

8,38E-05 

240 

2,00E-(M 

2.47E03 

6.76E-04 

l,44E-04 

2.02E-03 

4,76E-04 

245 

3.85E-04 

2.74E-03 

1.98E-03 

2.76E-04 

2.23E-03 

1.39E-03 

250 

8.80E-04 

2.84E-03 

3.52E-03 

6.32E-04 

2.32E-03 

2.48E-03 

255 

l,O0E-O5 

1.87E-03 

2,70E-03 

4.93E-03 

9.I8E-06 

1  35E-03 

2.20E-03 

3.47E-03 

260 

5.88E-04 

3.8()E-03 

2.42E-03 

6,92E-03 

5.40E-04 

2.73E-03 

1.97E-03 

4,88E-03 

265 

1.81E-03 

5.46E-03 

1.68E-03 

7.54E-03 

I.66E-03 

3.92E-03 

1.37E-03 

5.3  IE-03 

270 

3.98E03 

6.06E03 

1  12E-03 

9.32E-03 

3.66E03 

<t35E-03 

9.17E-04 

6.57E-03 

275 

5,S8E-03 

5.30E03 

6.38E-04 

1.23E02 

5.40E-03 

3.81E-03 

5,2  IE-04 

8  69E-03 

280 

7.30E-03 

3.81E-03 

3.45E-04 

1.31E-02 

6.7IE03 

2.74E03 

2.82E-04 

9,24E-03 

235 

8,86E-03 

2.11E03 

1.83E-04 

1.3  IE-02 

8.14E-03 

1.52E-03 

I.49E-04 

9.22E-03 

290 

8.90E-0:' 

l,03E-03 

I.23E-04 

I.19E02 

8.I7E-03 

7.38E-04 

l.OOE-04 

8.39E-03 

295 

1.09E-02 

4.80E04 

S.13E-05 

1.07E-02 

I.OOE-02 

3,45E-04 

4,19E-05 

7.53E03 

300 

l,21E-02 

2.08E-04 

5.33E-05 

9.05H-03 

l.llE-02 

1.49E-04 

3.64E-05 

6,37E-03 

305 

l,40E-02 

9.50E-05 

I.82E-03 

7.64E-03 

I.29E-02 

6.82E-05 

1.24E-03 

5.38E-03 

310 

1.50E-02 

5.25E-05 

1.60E-03 

6.13E-03 

I.38E.02 

3.77E-05 

1.09E-03 

4.32E-03 

315 

1.23E-02 

1.50E-05 

9,06E-04 

4,96E-03 

1.I3E-02 

I.08E-05 

6.19E04 

3.49E-03 

320 

1.43E-02 

5.00E-06 

2.08E-05 

3.77E-03 

I.31E02 

3.59E-06 

1.42E-05 

2.65E-03 
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Table  4D  -  (ContV.)  Comparison  of  On-Orbit  Version  2  and  Version  3  NOE  Functions 


Version  2 

(Photoevents  /  Photon) 


Version  3  (without  door  mirror) 
(Photoevents  /  Plioton) 


^(nm) 

Tratkcr 

32.S 

1.79E-02 

330 

1.74E-02 

335 

1 .52E-02 

340 

1.I2E-02 

345 

I.47E02 

350 

I.71S-02 

355 

'  OOE-02 

360 

1.87E-02 

365 

I.87E-02 

370 

I.82E-02 

375 

1.80E-02 

1 - 

<.*> 

OO 

o 

1.86E-02 

385 

I.91E-02 

390 

1.83E-02 

395 

1.S8E-02 

400 

I.88E-02 

405 

I.79E-02 

410 

1.8IE-02 

415 

I.64E-02 

420 

1.64E-02 

425 

1.64E-02 

430 

1.61E-02 

435 

1.39E-n2 

440 

I,l0E-02 

445 

I.79E-03 

450 

8.75E-05 

2.66E-03  I.64E-02 


t  ,7SE-03  I  1.59E-02 


9.85L-D4  140E-02 


4.I2E-04  I.03E-02 


1.19E-04  I.36E-02 


3.22E-06  ).58E-02 


1.84E-02 


I.72E-02 


I.72E-02 


l,67E02 


I.65E-02 


1.71E-02 


l,75E-02 


I.68E02 


I.73E-02 


I.73E-02 


I.64E-02 


I.66E-02 


1.5IE-02 


1.51E-02 


1.5IE-02 


1.48E-02 


t.28E-02 


l.f)IE-02 


1.6SE-03 


8.04E05 


PC-4 


1.88E-03 


I,23E-03 


6.94E-04 


2,90E-04 


8.38E-05 


2.27E-06 


UVPI  data  tapes  were  delivered  to  the  SDIO  data  centers  with  pixel  values  reported  in  units  of 
photoevents  per  second.  This  intermediate  result,  which  is  used  directly  to  estimate  photon  shot  noise 
but  must  be  further  processed  to  get  useful  radiometric  results,  niust  also  be  revised  based  on  definitive 
sparse  field  analysis  altering  gain  conversion  factors.  Since  the  gain  conversion  factor  does  not  depend 
on  the  door  mirror  reflectivity,  the  same  conversion  factor  is  used  for  both  with  and  without  door  mirror 
cases.  Table  41  shows  the  conversion  factors  necessary  to  revise  both  plume-  and  tracker-camera 
photoevent  rates  from  a  version  2  to  a  version  3  basis. 
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Table  41  -  Factors  to  Convert  Photoevent  Rate  from  a 
Version  2  to  a  'Version  3  Basis 


Camera 

MuUlpHcatlve  Convcrslou  Factor 
(Version  2  to  Version  3) 

Tracker 

1.15 

Plume 

1.55 

The  version  2  and  version  3  overall  UVTI  responsivity,  with  units  of  DN  per  photon,  can  now  be 
compared  by  multiplying  the  net  quantum  efficiency  at  a  given  wavelength  by  the  gain  conversion  factor 
at  a  given  gain  step.  Table  42  shows  the  results. 

Table  42  -  Comparison  of  Version  2  and  3  Total  Rcsponsiviiy 


Filter 

X(nm) 

Gain  Step 

Versto 
(DN  / . 

Version  3 
(DN  /  Photon) 

Percent 

Change 

Tracker 

390 

15 

2.21 

2.34 

5.9 

PC-1 

280 

13 

.547 

.608 

11.2 

PC-2 

310 

13 

.230 

.242 

5.2 

PC.3 

265 

13 

.741 

.304 

26.1 

PC-4 

305 

13 

1.10 

1  19 

8,9 

The  ratio  of  the  fourth  and  fifth  column  values  in  Table  42  for  a  given  camera  and  spectral  filter  is 
independent  of  gain  step  and  wavelength.  Also,  since  the  shape  of  the  version  2  and  version  3  NQE 
curves  without  the  door  mirror  are  identical,  the  ratio  of  version  2  and  version  3,  without  the  door  mirror, 
total  responsivity  is  independent  of  the  spectral  energy  distribution  of  the  source.  Therefore,  all 
radiometric  results  (such  as  radiant  intensity  and  radiance  of  rocket  plumes)  presented  in  UVPI  reports 
for  observations  that  did  not  involve  the  door  mirror  can  be  easily  revised  from  version  2  to  version  3  by 
multiplying  by  a  simple  filter-dependent  conversion  factor.  The  factors,  which  are  the  ratio  of  total 
responsivities  shown  in  Table  42,  aie  shown  in  Table  43. 

\ 

The  situation  is  more  complicated  for  observations  using  the  door  mirror.  Since  the  door  mirror 
reflectivity  is  wavelenMh  dependent,  the  shape  of  the  version  3  flQE  functions  used  for  door  mirror 
observations  is  slightly Idifferent  from  the  shape  of  the  version  2  NQE  functions.  The  amplitude  of  the 
functions  is  nearly  identical,  however.  Consequently,  the  conversion  factors  from  version  2  to  version  3 
(with  door  mirror)  are  approximately  equal  to  1.0  with  a  slight  dependence  on  the  spectral  energy 
distribution  of  the  source.  Tlie  conversion  factors  must  be  calculated  on  a  case-hy-case  basis,  and  results 
for  tv.'o  typical  cases  are  shown  in  Table  44.  In  general,  the  source  sp^trum  dependence  is  insignificant 
for  all  filters  except  PC-3. 
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Ttiblc  43  -  Factors  to  Revise  Radiometric  Values  from  a  Version  2  to  a  Version  3 
(Without  Door  Mirror)  Basis 


Spectral  Filter 

Multiplicative  Radiometric  Conversion  Factor 
(version  2  to  version  3  without  door  mirror) 

Tracker 

.944 

PC-1 

.900 

PC-2 

.950 

PC-3 

.793 

PC-4 

.924 

Tables  43  and  44  show  that  the  conversion  factors  relating  version  2  and  version  3  total  responsivity 
are  in  the  0.95  to  0.79  range  for  observations  that  do  not  use  the  UVPI  door  itt'rror,  and  are 
approximately  equal  to  1  for  observations  with  the  door  mirror.  These  conversion  factors  can  be  used  to 
revise  version  2  radiometric  results  published  in  UVPI  rocket  plume  reports  (observed  without  the  door 
mirror);  to  revise  nadir  viewing  radiance  results  (observed  without  the  door  mirror);  and  to  revise 
radiometric  results  for  night  glow,  aurota,  and  day  limb  (observed  with  the  door  mirror).  It  is  not 
surprising  that  the  factors  for  converting  from  version  2  based  to  version  3  with  door  mirror  based  values 
are  nearly  one  because  the  version  2  calibration  was  established  using  inflight  measurements,  but 
overlooking  the  effect  of  the  spectral  dependence  of  the  door  mirror’s  reflectivity.  The  factors  for 
converting  from  version  2-based  to  version  3  without  door  mirror-based  values  given  in  Table  44 
approximately  parallel  the  spectral  dependence  of  the  door  mirror’s  reflectivity  shown  in  Fig.  53. 


Table  44  -  Factors  to  Revise  Typical  Radiometric  Values  from  a  Version  2 
to  a  Version  3  (With  Door  Mirror)  Basis 


Spectral  Filter 

Multiplicative  Radiometric 
Conversion  Factor 
(version  2  to  version  3  witii  door 
mirror) 

Multiplicative  Radiometric 
Conversion  Factor 
(version  2  to  version  3  with  door 
mirror) 

Flat  Source  Spectrum 

5900  K  Blackbody  Sou.xe 

Tracker 

1.0 

1.0 

PC-1 

1.0 

.99 

PC-2 

1.0 

I.O 

PC-3 

1.0 

.96 

PC-4 

1.0 

.99 
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7.  SUMMARY 

The  purpose  of  this  report  is  to  describe  the  procedures  followed  in  calibrating  and  characterizing  the 
UVPI,  to  present  final  response  functions  for  data  reduction,  and  to  provide  conversion  constants  useful 
for  revising  UVPI  data  tapes  and  rocket  reports.  Major  results  arc  scattered  throughout  the  report  and 
may  be  difficult  to  separate  from  important,  but  secondary,  details.  A  summary  of  primary  results  may 
prove  useful.  The  summary  will  cover  three  major  areas; 

•  final  UVPI  response  functions; 

•  estimated  errors  in  response  functions;  and 

•  conversion  constants  to  revise  UVPI  data  '  .pcs  and  rocket  plume  reports. 

The  raw  image  data  transmitted  from  the  satellite  is  in  the  form  of  arrays  of  8-bit  binary  numbers 
representing  the  intensity  of  light  falling  on  the  kth  pi^el  of  the  CCD.  These  are  converted  into  the 
number  of  photoevents,  Pjt  occurring  at  the  corresponding  photocathode  loca’ion  during  the  image 
integration  time.  From  section  2.2: 


where 


1  I'o.-p.’ 
L  '4  . 


(photoevents), 


(36) 


is  the  gain  conversion  factor  for  gain  step  g,  i.e.,  the  value  of  for  a  single  photoevent, 
assumed  to  be  the  same  for  all  pixels  k-, 

Dj  is  the  estimated  dark  value  for  the  itth  pixel; 

f/j  is  the  estimated  nonuniformity  correction  factor  for  the  itth  pixel;  and 

Q^  is  the  normalized  DN  value  after  dark  field  subtraction  and  ncmalization  for 
non-uniformities. 

The  puist  height  distribution  from  the  image  intcnsificr  will  cause  noninteger  values  for  Pj^.  Hence, 
Pj^  values  are  treated  as  continuous  variables.  The  conversion  of  CCD  response  peaks  to  integral 
photoevent  counts  is  possible  only  for  those  images  where  the  combination  of  the  signal  level  and  the 
instrument  gain  step  are  such  that  the  probability  of  having  overlapping  photoevents  is  low. 


The  Dj  are,  in  general,  pass  specific  and  were  dcli'/ercd  with  UVPI  data  tapes.  As  discussed  in 
Section  3.1,  a  single  nonuniformity  matrix  was  delivered  to  be  used  m  the  calibration  of  all  plume- 
camera  images.  Based  on  many  observations  using  all  four  plume-camera  filters,  it  is  clear  that  spatial 
nbnur.iformitics  in  the  phosphor,  MCP,  photocathode,  and  CCD  stay  essentially  constant  throughout  a 
given  observation  pass,  and  for  all  passes.  However,  nonuniformities  associated  with  the  filters 
themselves  vary  slightly  in  position.  Therefore,  filter-dependent  blemishes,  which  change  position 
unpredictably,  are  not  included  in  the  matrix. 


The  final  version  3  gain  conversion  factors  were  presented  in  Section  5.1,  and  are  reproduced  in 
Table  45. 

To  revi.se  UVPI  data  tape  and  rocket  plume  report  Pj^^  values  derived  by  using  version  2  of  the  UVPI 
calibration  to  more  accurate  version  3  values,  multiply  the  data  tape  and  plume  report  values  by  the 
factors  shown  in  Table  46,  as  discussed  in  Section  6.3. 
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Table  45  -  Summary  of  Final,  Version  3,  Gain  Conversion  Factors 


Plume  Camera 

Tracker  Camera 

Gain  Step 

G,  (DN/PE) 

Gain  Step 

Gg  (DN/PE) 

0 

4.171E-02 

0 

2,I99E-03 

1 

5.735E-02 

1 

4.227E-03 

2 

1.043E-01 

2 

9.131E-03 

3 

1.616E-01 

3 

1.928E-02 

4 

2.607E-01 

4 

4.025E-02 

5 

5.840E-01 

5 

9.199E-02 

6 

1.470E+00 

6 

1.725E-01 

7 

3.533E+00 

7 

3.230E-01 

8 

7.928E+00 

8 

7.068E-01 

9 

1.670E+01 

9 

1.380E+00 

10 

3.584E+01 

10 

2.655E+00 

It 

6.I44E+01 

11 

5.631E+00 

12 

1.I99E+02 

12 

1.172E+01 

13 

2.220E+02 

13 

2.937E+01 

14 

3.420E-'O2 

14 

5.265E+01 

15 

4.527E+02 

15 

1.395E+02 

Table  46  -  Factors  to  Convert  Photoevent  Rate  from  a  Version  2  to  a  Version  3  Basis 


Camera 

Multiplicative  Conversion  Factor 

Tracker 

1.15 

Plume 

1.55 

Errors  introduced  in  the  derivation  of  P/^  from  measured  DN  values  fall  into  three  categories: 

•  gain  conversion  factor  estimate  errors; 

•  dark  field  estimate  errors;  and 

•  use  of  incorrect  nonuniformity  matrix  normalization  for  tracker-camera  images  transmitted  at 
the  normal  5  Hz  rate. 

Tlie  gain  conversion  factor  errors,  discussed  in  section  5.3,  ;i:e  summarized  in  Table  47.  The  values 
in  the  table  actually  represent  errors  in  the  total  instrument  responsivity,  DN  per  photon.  It  is  convenient 
to  associate  the  errors  entirely  with  the  gain  conversion  factors,  since  this  allows  photoevent  values 
delivered  on  UVPI  data  tapes  to  be  corrected  directly.  It  should  be  noted,  however,  that  technically  the 
error  estimates  shown  should  be  applied  to  irradiance  values  derived  from  UVPI  measurements,  not  to 
photoevents  alone. 
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Tabic  47  -  Summary  cf  Estimated  Error  in  C*'  for  Plume  and  Tracker  Cameras 


Camera/l'iltcr 

Estimated  Error  in  1/G„ 

Plume,  Filter  1 

10.5% 

Plume,  Filter  2 

15.9% 

Plume.  Filler  3 

9.9% 

Plume,  Filter  4 

13.5% 

Tracker 

15.6% 

The  error  in  due  to  errors  in  the  dark  field  estimate  was  discussed  in  Section  3.1.  Some  of  the 
UVPI  observations  did  not  include  adequate  dark  field  measurements  and,  therefore,  must  be  calibrated 
by  using  dark  field  estimates.  An  average  dark  field,  based  on  data  from  many  observations,  is  used  as 
an  estimate  in  such  cases,  introducing  an  error  that  is  summarized  in  Table  48  'i  his  error  is  insignificant 
in  most  cases  and,  in  particular,  the  P/.  values  presented  in  IJVPI  rocket  plume  reports  are  not  affected. 

Table  48  -  Summary  of  Estimated  Error  in  Calibrated  Data  From  Dark  Field  Uncertainty 


Errors  Applicable  to  Passes  With  Inadequate  Dark  Field  Mea.surements  | 

Gain  Step 

Estimated  Plume 
Camera  lo  Et~or 
(PE/s) 

Estimated  Tracker 
Camera  lo  Error 
(PE/s)* 

0 

8.61  X  10‘ 

6.68  X  10^ 

1 

6,28  X  10* 

3.48  X  103 

2 

3.46  X  10> 

1.61  X  103 

3 

2,23  X  lO* 

7.63  X  102 

4 

1.37  X  10> 

3.65  X  102 

5 

6.17 

1.60  X  102 

6 

2.45 

8.52  X  10* 

7 

1.02 

4.55  X  10* 

8 

4.54  X  10-' 

2.08  X  10> 

9 

2.15  X  10-1 

1.06  X  lO' 

10 

I.OOx  10-> 

5.54 

11 

2.61 

12 

1.26 

13 

1.62  X  10-2 

5.00  X  10- * 

14 

1.05  X  10-2 

2.80  X  10- * 

15 

7,96  X  10-3 

1.06x  10-> 

•Assuming  33.3-ms  integration  time. 


Section  3.1  discussed  the  error  in  tracker-camera  normal  image  rate  images  for  which  the  P/^  rate 
values  delivered  on  UVPI  data  tapes  need  to  be  adjusted  because  of  incorrect  nonuniformity 
normalization.  The  tracker-camera  normal  image  rate  nonuniformity  matrix  used  caused  a  systematic 
4%  error  in  the  tracker  camera  normal  image  rate  images  delivered  on  UVPI  data  tapes.  Therefore,  all 
tracker-camera  normal  image  rate  calibrated  values  delivered  on  UVPI  data  tapes  should  be  reduced  by 
4%.  Most  tracker  camera  rocket  plume  data  are  collected  in  zoom  image  rate,  and  thus  are  not  affected 
by  this  error. 


! 
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After  Pj  values  have  b.en  derived,  conversion  to  obtain  radiometric  values  describing  the  source 
emission  requires  the  wavelength-dependent  calibration  function,  the  net  quantum  efficiency,  for  the 
UVPI.  Derivation  of  on-orbit  net  quantum  efficiency  functions  is  discussed  in  Section  5.2.  The  final 
version  3  net  quantum  efficiency  functions  for  observations  with  the  door  mirror  (nightglow,  aurora, 
limb,  stars)  and  without  the  door  mirror  (rocket  plumes,  nadir  viewing)  are  summarized  in  Table  49. 


Table  49  -  Summary  of  Version  3  Net  Quantum  Efficiency  Functions 


Version  3  (with  door  mirror) 
(Photoevents  /  Photon) 


Version  3  (without  door  mirror) 
(Photoevents  /  Photon) 
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Table  49  -  (Cont’d)  Summary  of  Version  3  Net  Quantum  Efficiency  Functions 


I  Version  3  (with  door  mirror) 

j  (Photoevents  /  Photon) 

i  Version  3  (without  door  mirror) 

(Photoevents  /  Photon) 

X  (nm) 

Tracker 

PCI 

PC-2 

PC-3 

PC-4 

1  Tr»ckcr 

PCI 

PC-2 

m:-3 

PC-4 

325 

I.56n-02 

I78E4>3 

1  I64E-02 

1.88E-03 

310 

152E-02 

1  (7E-03 

I.59E-02 

I.23E-03 

335 

I.33E02 

660n-04 

1  I  40E-02 

6.94E-04 

340 

9.83E-03 

276E-04 

I.03E-02 

2.90E-04 

345 

I.2qE-02 

7.98E-05 

1  36E4)2 

8.38E-05 

350 

1.50E-02 

2.I6E-06 

1  58E-02 

2,27E06 

355 

1  75E-02 

1  84E-02 

360 

!  63E  02 

l.■/2E-02 

365 

I.63E-02 

I.72E-02 

370 

1.59E02 

1  67E02 

375 

I.562E02 

I65E-02 

380 

1.6I5E-02 

I.7IE02 

385 

I.649E02 

I.75E02 

390 

1.579E-02 

I68E-02 

395 

1,623E.02 

I73E4)2 

400 

I.627E-02 

l.73E4)2 

405 

I.543E-02 

1.64E-02 

410 

I,562E-02 

I66E-02 

415 

l,42E.02 

1.5IE4)2 

420 

I.42E.02 

l.5IE4>2 

425 

1.41  E-02 

l.5IE4)2 

430 

I.38E-02 

I.48E-02 

435 

I.19E-02 

I28E-02 

440 

9,40E-03 

1  01  E-02 

445 

I.53E-03 

I.65E-03 

450 

7.48E05 

I 

8  04E4'j 

UVPI  observations  of  rocket  plumes  were  made  without  using  the  door  mirror.  As  discussed  in 
section  6.3,  to  revi.se  UVPI  rocket  report  radiometric  values  such  as  radiant  intensity  and  radiance 
derived  by  using  version  2  of  the  UVPI  calibration  to  the  more  accurate  version  3  values,  the  radiometric 
values  in  the  rocket  plume  reports  [8-11]  shoittd  be  multiplied  by  the  factors  shown  in  Table  50. 
Application  of  these  conversion  factors  docs  not  change  the  trends  and  conclusions  presented  in  the 
rocket  plume  reports. 


VVPl:  Calibration  and  Sensor  Assessment 


119 


Table  50  -  Factors  to  Revise  UVPI  Rocket  Plume  Report  Radiometric  Values  from  a 
Version  2  to  a  Version  3  (Without  Door  Mirror)  Basis 


Spectral  Filter 

Multiplicative  Radiometric  Conversion  Factor 
(version  2  to  version  3  without  door  mirror) 

Tracker 

.944 

PC-1 

.900 

PC-2 

.950 

PC-3 

.793 

PC-4 

.924 

Observations  made  using  the  door  mirror,  such  as  aurora,  nightglow,  dayglow,  and  stars,  must  be 

corrected  on  a  case  by  case  basis  since  correction  factors  depend  on  source  spectral  shape.  In  general,  as 

discussed  in  Section  6.3,  the  correction  factors  are  very  nearly  equal  to  1 .0  in  most  cases. 
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GLOSSARY 


A/D 

AGC 

APL 

CCD 

CFC 

DN 

FOV 

FPA 

FWHM 

Hz 

ICCD 

lUE 

LACE 

Mbps 

MCP 

MTF 

NER 

NQE 

NRL 

OAO 

PC-N 

PE 

PFA 

PSF 

SDIO 

SNR 

UVPI 


analog-to-digital 
automatic  gain  control 

Applied  Physics  Laboratory,  Johns  Hopkins  University 

charge-coupled  device 

camera  frame  controller 

digital  number 

field  of  view 

focal  plane  array 

full-width-half-maximum 

Hertz 

intensified  charge-coupled  device 

International  Ultraviolet  Explorer 

Low-power  Atmospheric  Compensation  Experiment 

megabits  per  second 

microchannel  plate 

modulation  transfer  function 

noise  equivalent  radiance 

net  quantum  efficiency 

Naval  Research  Laboratory 

Orbiting  Astronomical  Observatory 

plume  camera  filter,  A  =  1, 2, 3, 4 

photoevent 

probability  of  false  alarm 

point  spread  function 

Strategic  Defense  Initiative  Organization 

signal-to-nuise  ratio 

Ultraviolet  Plume  Instrument 


